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PREFACE. 


ARNOLD AND Soxs in presenting to the Profession the New 
Edition of their DIustrated Catalogue of Surgical Instruments 
and appliances, take the opportunity of tendering their thanks for 
the liberal support they have received during the last sixty 
vears, and trust that by still continuing to produce Instrmnents, 
Xe, of the very best construction, quality and finish, to merit 
a continuance of that patronage hitherto accorded them. 


All Instruments are manufactured on the premises under 
Arnold and Sons’ personal superintendence, thus enabling 
them tu guarantee the quality of every article purchased. 


The prices affixed are extremely moderate taking into 
account the superior workmanship, and will bear a favourable 
eomparison with other published lists; if, in some few cases 
they be shghtly in excess, it is because it is found to be 
inpossible to produce Instruments at a lower rate, if the quality 


be guarantecd, 


Arnold and Sons have for some years made Orthopedic 
Instrumentg their spectadité, and have devoted considerable 
time and attention}to the production of appliances, remarkable 
not only for their effective ingenuity, but also for their extreme 
lightness, the latter quality being so highly essential in all cases 


requiring mechanical assistance. ; 


Orders fiom abrvad must either be accompanied by a 


lV PREFACE. 


remittance or an order for paymeat in London, and Arnold 
and Sons request that, when prders are sent through an agent, it 
be distinctly stated tuut the Instruments are to be obtained 
direct from them, as many articles of inferior quality are 


frequently represented as their manufacture. 
Lrery tastrument is stamped “ Arnold and Sons, London.” 


Arnold and Sons, for the convenience of their friends, have 
made special arrangements with the various firms mentioned at 
the end of catalogue to supply articles at manufacturers’ prices . 
and any gouds not enumerated in this Catalogue required by 
customers abroad will be procured for them, on advantageous 
terms, a commissivun of five per cent. on the amount expended 
being the sole charge. 

Satisfactory London vefercaces required precious to opening new 
accounts. Cheques to be crossed Banh of Bugland, ond Post-Offue 
Orders to be made payable at Chief Office. 


35 & 36, Wrst SmMITHFILLD, 
Lonnon, E.C. 


January, 1873. 
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Abdominal Belts, Bandages, &c. .. 105—107 
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ARNOLD & SONS have the pleasure to inform 
the Medical Profession of Western India that special 
arrangements have been made with Messrs. D. Kemp 
& Co., Bombay, to supply Surgical Instruments and 
Appliances of Arnold & Sons’ Manufacture, upon the 


most advantageous terms. 


35 €F 36, West Smithfield, 
London, fanuary 1, 1873. 
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Do. Thermometers 162, 138 Do. Pereussors 76 
Polarizing Apparatus 182 Io. Stethometers 77 
Polyp: Forceps, Uterine 162 Do. Stethoscopes 75 
Polyptrites, Aveling’s 162 
Polypus Forceps 168 
Do. Snares, Wylde's 168 | Tach Case for Slides » 183 
Pond’s Corn Knives 186 | Radius Splints 120 
Ponteau’s Bladder Trocars 103, 140 | Railway Urinals 124, 125 
Porcelain Pessaries “é . 73 | Rain Gauge, Glashier’s 166 
Do. Thermometers .. 149° Ramadg.’s Inhalers 132 
a a a Bandages, Cocking’s 107 | Do. Inhaling Tubes 132 
Belts, Cocking’s 105 | Ramsbotham’s Crantotomy Forceps 33 
Do. Sheets, Cocking 5 122,123 | Do, Decapitators 33 
Portable Apparatus, Bath's 135 | Do. Midwuery Forceps 25 
Do. Batteries 175 | Ratan Cane Splints 120 
Do. Bed-rests 18) | Razors, &. 192 
Do. Cradles, Blower’s 122 | Rectum Bougies, Quain’s 140 
Do. Enemas 116, 117 Do, Bougics, blastic Gum 71 
Do. Enemas, Arnold's 168 Do, Dulators, Todd’s 130 
Do. Laboratories 191 Do. Instramcnts 139 
Do. Male and IcmaleMathetors 46 | Do. Plugs 140, 190 
Do. Microscopes 180 Do Tubes . 140 
Do. Nitrous Oxide Boe, Arnold Red Wax Bougies 71 
and Sons’ 186 | Keflectors for Laryngoscopes 81 
Do. Spirometers 7 Du.  Parabotic 183 
Post-Mortem and J)issceting Lustru- Registered Gynew logical Bag, “Aunold 
ments 48~— 60 and Sons’ . 157 
Do. Gloves 50 Do. Obstetric Bag . » oe BS 
Potts’ Arm Splints 120 Do. Portable Knemas .. 146, 147 
Poultry Carvers 192 | Regulation Case, Army ea BT 
Powder Folders e 190 { Resection Instruments 171 
Pravaz’s Hypodermie Syringes 125 | Rest, Bed, Leg and Arm ... 189, 190 


Xvi INDEX, 


Retractors, Copper 189 
#o. Morton's 1s) 
Respirators 191, 192 
Retractors, Hyelid . 4 
Revolving Scalpel, Sims’ 163 
Richardson’s Aither Spray .\ page ljle 
Do Stricturc Dilators 141 
Ricord’s Forceps 112 
Do. Speculums 28 
Riding Belts 106 
dugby’s Perforators 3b 
Rings, Wormald’s Varicoc: le 188 
Robbins and Co.’s Anesthetic -Lthe 134 
Roberton’s Midwifery Forceps 26 
Robertson’s Instruments 34 
Roller Bandages, Calicu, &. ¢ 1283 
Rose-head Drills 86, 100 
Roshmund’s Instruments 189 
Routh’s Metrotomes 158 
* Do Speculum Holders 129 
Roux’s Needle Hold rs b3 
Ruhmborft’s Induction Coils 178 
Rutherford’s ‘thermometers 119 
Ryan’s Silk Suspenders 110 


Sacking, Poles and Jrons, for 1amoving 
aticnts from the operating thcatre = 19) 


Salmon’s Fistula Scissoi 110, 144) 
Do. Trusses » 105 
Salter’s Splints 121 
Do. Fracture Cradls 121 
Do. Stethoscopes 75 
Sanderson’s (Burdon) Sphygmograplis 77 
Sankey’s Thacha Tubes 79 
Do. Tracheotomy Loieeps 7b 
Saundeis’ Hlev ators 101 
Do. Necdles 57 
Savory aud M: ore’s Eye Lountains ol 
Saws, Amputating 17 
Do. Butcher's Mxemion 72 
Do. Chain 172 
Do. Finger 17, 45 
Do. Jaw ... oe 372 
Do. Post-mortem 5) 
Do. Skull bdde 
Do. Mctacarpal 17 
Sayre’s American Splints 121 
Scales and Weights, Dispensing 49] 
Do. do.  Giain 11 
Scaling Instruments bo, $0 90 95 
Scal pels 37 3%, Lb, lod 
Do. Strong 172 
Do. Walson’s o7 
Scanzoni’s Spcculums 128 
Scurificators O1 
Do. Cases o4 
Scanfving Knivis, Desmaiie s 56 
Searpa’s Necdles t 57 
Do. Shoes 117 
Schofield’s Pessarics 73 
Schutte’ Forceps t oy 
Schutt’s Spoons 5G 
Scissors, Canahiculus a7 
Do. and Forceps combined, Math eu’s 158 
Do. Bowel 50 


Scissors! Capsular 54 
Do. Curved 38 
Do. fDouble Curve a 162 

, Dof qo.  Bowman’s 67 
Do. Dressing 46, 47 

Do. Jastula... ‘a . 140 

Do. for dividing the Cervix, Biown’s 161 

| Do. De. Sun’s 161 
. Frenum 34 

Do, ‘Ladies 192 

| do. Maunoir’s 56 
Do Onycbia ww. 190 

| Do. Post-mortem 51 
Do, Single Curve 162 

Do Skin Gratting we 109 

| = Do Starch Bandage . L380 
Do. Strabismus, Ciitchett’s 57 

Do. Tonsil 83 

Do ‘lonsil, Enehsen’s 79 
Do. Utenne 161 
Do. Uvula 79 

Do. Wrybde’s 54 
Scvops, Far 166 

| Do, Walton’s koragn Body 57 
Do — Lathotony GL 

| Sercw-lever Kar Speeulums 130 
Do Vagina Speculum 127 

| Screw Probes, Liston 172 
| Scrotal (Ticrmia) Tiusscs 109 

Sea coast Bai omeicrs 143 

Sea Tangle Tents, Gaccnhalgh’s 160 

Section Knives : 186 

Sell-rcgistering Thermom¢ ters 149 

Scirilines 18 

Scton Necdles 38, 47 
Do Tapes 190 

Scutin’s Staich Bandage Scissors 189 

| Shears, Piench, for Starch Bandages 1-9 

Shects, Cocking’s Poroplastic 122, 123 

| Shicftheld’s Eley ators 10} 
Shephard’s Female Cath: tors (6 

{| Ships’ Medicine Chests 188 
Shocs, Scarpa’s 117 

| bibsou’s Stethoscopes 75 
Do, Chiorofoim Inhalers 18 

Do. Chnical Thermometers 149 

| Sichel’s Cutaract Knives 61 
Siegel’s Spray Producers 132, 134 

' Sisnorom’s Touimiquets 20 
| Silk, Improved Ligatwe 19 
Silver Bougies 71 

| Do Cauula, Gooch’s 163 
Do. Catheters 66 
Do. Dircetois, Brodu’s  ‘ 139 
Do. — do. tanley’s 139 
Do. Lar Specu§nus 130 

Do Inflating Tubes Bt 
Do. Laryngutomy 78 
Do. Muiveis 1.’ 

Do Parabshe Reflectors Is5 
Do. Stems, Beunett’s 161 
Do. Tiacheotomy Tubes 78 
Do. Tubcs 134 
Do. Utcime Probes 161 
Siuplea Enemas, Arnobl’s Patent 144 
Simpson's Acupressure Needles lye 


a 
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Sumpson’s Pessarics ’ 73 | Speculum Forecps, Improved 162 
Do _—_— Explonng Trocars 161 Do  Scanfying Lancets aél 
D>» Chest Measurers 77° ~— Spencer Wells Ovanotomy Clamps 164 
D8 = Cephalotribe 30 | D> Improved Clamps 164% 
Do. Cramotomy Forceps ¢ 32 1)» Long Lorceps 164 
Do. German Silve: Stems 181 Do Qvauiotomy Trocars 164 
Do Metiotomes 158 Tubular do 164 
Do Mhadwifery Torceps 24,30 = Sphvgmographs "7 
Do —_ Osteotomuists @31 = Spinal Supp ots 116, 117 
Do = Ovum Foiceps 158 Spine Chisels bl 
Do —_-Uterme Sounds 158 Do Siws 61 
Do _ Perforators 34 «Spiral Lournigucts, Petit s 20 
Do = Tubular Necdles 1#3 0 Spirometas 70, 77 
Do Speculums 127. Splints 120, 121 
Sime’ Duck-bill do 125 Sponge b necps 168 
Do Feraseurs (5 Do Syrme, Locock 173 
D Hooks 163 Do Tonts 160 
Do Koife for dividing the Carvis 16] | Do do Introducers 160 
Do Revolving Sealpc ls 163 = Sponzio pilunc 159 
D> Mctrotomes 138 Do Maikwich s 191 
Do Scissors for dividiny the cervis 1¢1 = Spoon S hufts 56 
Do Sigmoid Silver Cathtus , 163 Spotted Lins Microscopie 182 
D> Sponge Tent Ioiceps 160 Spratley 3 Viccimitors 03 
Do Sponge Tents 160) Spray Pi xducets 132, 134 
Io Tampon Holders 163 | Spring Crutches 118 
Jo Tubular Needles Lo3 Do Mouth Props 137 
Do Uterme Sounds 158 D> = Speculums 57 
six s Thermometers 119 = Spuds 64 57 
Shin Grafting Scissors 189 Squires Chineal Lhermomctcis 148 
Skinnet s Chloroform Inhalers 133 | stifts, L thoto ny 59, 60 
Do _ Pessaries 73 = Stafford » Catheters 142 
Skhcltons, Human 18# | Staze Forceps Microscopic 182 
Skeleton Splints American 120 J) Micrometer do 182 
Skull Klevators 172 Do M chantal do 182 
Do koreeps 172 | > Vlates Glass do 183 
Do Rests 61 | Stanhope Lenses 170 
Do Saw 172 = Standat | 7 hea mmometers 161 
Skulls, Articulated 181 = Stand, Condcnsers 182 
Shi tes, Lrlass 18} Do Uninary 170 
Shding Artery Forceps 18 Stanicy s Ducctors, Silver 139 
Ships Glass 183 | No do Stecl 139 
sincc’s Galvanic Battcues 17> | Staphyl naphiy Needle 83 
S nelle 3s Pertorators 34 | Starch Bindaze § issora, Clover’s 189 
Suuth’s Angular Knivce 83 Do do Scutin 8 189 
Do Lxploring Syringes 189 = Statham s Chemical Cabinets 19] 
Do (Protheroc) Aspiators 104 | Stems, Greenhalzh s 160 lol 
Do Clamps 139, 140 Do Simpson 9 160, 161 
D>» Gags 83 | Stethomc ters 77 
Snare, Wilde s Poly pus 168 | Stethoscope Holders, Wiight’s 75 
suctlin’s Eyelid Compressors 56 | Stethoscop 4 74, 75 
‘Si clls Tooth Keys 101 Stockings Llastic 110, 111 
Snow s Chloroform Inhalcrs 133 | Stochrer s Batteries 177 
S» ket Arms Il> ' Stokes’ Sti thos ope 3 
Do Icgs 113 ; Stumach Pumps, Kaemas, &e 142—146 
Sod Laminaria Tcnts 4 160 | Do Watcr Bottle . 183 
> unds, Hollow } 60 | Stopeock Clovrs 137 
Do — Lathotomy 6 61 Stopping Instruments 85 &b, 99, 100 
Do Mctrometer, Greenhalghs 168 | Storm Glasses 162 
Sv atulas 47 | Stribismus Blunt Mooks 57 
Speculums Ant 129 Do Knives 57 
Do Vagina 129, 180, 127, 128 Do — Sussors 57 

Do Lar 164,105 | Stra ght Bastourics 37, 38, 44 
peculum Forceps 163 Do Foie ps 163 
Do = Caustic Holder 161 | Strait Waistcoats 107 
Do older, Royth’s 12) | Sti.psand Bandazes 122 

Do Lint Holder lol | Strabismus Furceps 57 
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Stricture Instruments 
o. Dilators ... 
o. Staffs, Syme’s 
Student’s Note Books 
Students’ Scts of Bones 
Styles, Ware’s re 
Supplemental Bags 
Supports, Spinal 
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INDEX. 


14], 142 

. 141 
. 342 
. 191 
185 
5) 
134 


» 116 


Suppositories, Meilicated . .. 141 
Suppository Tubes... 14 
Surface Thermometers 55 148 
Surgical Bags, Barnard Holt’s ... 1-3 
Suspenders ... oa . 110 
Suture Necdles, Hulke’s ... ok 
Do. Needles ‘19, 38 
Do. Silks fate 88 
Do. Wires iv ae 8 
Swan’s Karthenwaro Inhalers 182 
Swimming Belts .. - . 179 
Swing Cradles, Sean s . 121 
Do. Mirrors. ; 102 
Syphons, Douche .. 163 
Do. do. Heaths. . , 167 
Do. Enemas ... i 140, 147 
Do. Marshall’s Kar ... ... 166 
Syme’s Absccss Knives 43, 47 
Do, Artery Forceps . 18 
Do, Bougies .. . @ 
Do. Stricture Staffs 142 
Symonds’ Tractors... 34 
Syringes, Anatomical 39 
Do. Arnold’s ear 166 
Do. do. Registered . 169 
Do. do. = Urethral 147 
Do. do. Vaginal 146 
Do. Bladder .. .. =O 
Do. Brass, Female .. 173 
Do. Bresquen’s .. 189 
Do. Catheter  ~66A 
Do. Children’s . 169 
Do. kar sot ~ . 166 
Do. Elastie Hydrocele . 169 
Do. Exploring 189 
Do. Lye 63, 54, 
Do. for Tapping the Chest 104 
Do. = Cirbbs’ . 29 
Do. Griass 172, 173 
Do. Flamilton’s Female 178 
Do. Wypodermic 195, 126 
Do. Laryngeal aw 70 
Do. Nasal _.. . 167 
Do. Prothero Smith’s E xploring « 180) 
Do. Throat .. 680 
Do. Tumour, Broadbent’s , 1. 196 
Do. Urethral .. 169 
Do. do. Durham’s .. 160 
Do. do. Marshall's 169 
Do. Vaginal ... 147, 169 
Do. Vuleanite eo . 190 
Do. do. Dental . 190 
Do. Vance’s Female w 173 
Do. Vanzatti’s ae (- . 189 
Do. Walton’s 57 
Table Knives, Razors, &c. . 199 
Do. Operating .. . 189 
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Tampon Holders, Sims’ .. 16 
Taper Screws, Liston’s . 89 
A ay Scton ... 190 
fidages.. .. 167, 123 
7 Be s Clinieal Thermometers ... . 149 
Do. Dilators : .. 69 
Teate, India-rubber va Ob 
Temple Scarificators we 84 
Tonuculums 39-47 
Tendon Knives . 38 
Tent Forceps, Sins’ 160 
Do. Introducers, Godsor’s . 160 
Tents Sea Tangle, &e. ; 160 
Do. Sim’s Sponge and Laminaria 160 
Test Glasses ; * . 10 
Do. do. Graduated , 170 
Do. Stands, Arnold’s Improred 171 
Do. Tubes ., es . 170 
Thermic Iammers .. 190 
Thermometers, Barometers, &C. 148—152 
Thigh Pieces, Elastic vw U1 
Do. Splints 120 
Thimbles, Percussion , 75 
Thomas’s Dissecting MWooks 50 
Thompson’s Breast Pumps 137 
Do. do. Relievers 34 
Do.  — Bougies 71 
Do. Catheters 66, 67, 70 

Do. Chest Measurers 77 
Do. — Elastic Bottle and Stop Cock 70 
Do. Hollow Sounds 60 
Do. Lithotomy Knives .., 61 
Do. do. Foreeps_.. 61 
Do. do. Sounds... 61 
Do. _—_ Lithotrites 60 
Do. — Stricture Dilators 141 
Do. Trocars 104 

Do. Urethra Forceps ( 
Thomson’s Elevators . 101 
Threads, Ligature ... 19 
Throat Brushes : 8} 
Do. Forceps, Cotton’s R} 
Do. do. Curved 79 
Do. Syringes 80 
Tilt’s Uterine Curcttes 163 
Tissue, Gutta Percha . 191 
Todd’s Rectum Dilators 139 
Do. Stethoscopes 45 
Tomes’ Elevators .. . 101 
Fongue Depressois 80) 
Tonsil Bistourics . 81 
Do. Forceps, Assilim 3 &3 
Do. Guillotines .. 82 
Do. Instruments an 82 
Do. Lanects 81, 83 
Do. Scissors ( sag .. 83 
Do. Scissors, Erichsen‘s 79, 83. 

Do. and Cleft Palate Instruments 82 
Tooth Mevators - 101 
Do. Enamel Cutting Instruments 86 
Do. Instruments B3—06 
Do. Keys. a9 .. 100,101 
Torsion Forceps _... - ne wv 20 
Tour niquets 20 
Toynbec’s Artificial T mpanurs... 166 
Do. Ear Speculims 129, 164, 


INDEX. 


Townley’s Chlorofurm Inhalers... «. 138 
Trachea and Laryngeal Instruments ... 78 
Do. 9 Tubes, Sankey’s ... aN 7 
Tracheotomes, Worthington’s ad ki) 
Tracheotomy Forceps, Sankey St as 78 
Do. STooks 79 
Do. Knives yo te 1 
Do. Trocars ... a 
Do. Tubes » 48 
Tractors, Symonds’ _, Bh 
Transfusion Apparatus . 188 
Trephines do. 171, 172 
Trephining Instruments ie Jd 
Trocars .. 103-104 
te Bpeneer Well’s . 154 
Exploring 44, 161 
De Tracheotomy 7 79 
Trousseau’s Tracheotomy Tubes .. 78 
Do. Forceps ae 78 
Trumpets, Hearing 166, 107 
Trusses es .. 107—109 
Do. Prolapsus Ani we. 141 
Tubes, Animalculx . 188 
Do. Flexible Conversation . 167 
To. for Spray Producers ww. 134 
Do. Inflating, Silver .. Sk 
Do. Inhaling 132 
Do. O’Beirne’s TH 
Do. Rectum .. 140 
Do. Suppository we TA 
Tubing, Drainage .. . 189 
Do. Gnsometers we 137 
Tubular Necdles 2.00. ee 
Do. do. Curved ... . 163 
Tumour and Novus Needles . 38 
Do. Forceps, Fenestrated . 164 
Do. Hooks _... 39 
Jo. Needles, Liston’s 7 39 
Do. Syringes, Broadbent's ... 126 
Turmeric Papers... is .. 170 
Turner’s Ear Speculums ... .. 130 
Twists, Chinese Silk . 38 
‘T'ympanums, Artificial ww 166 
Tyrrel’s Tlooks 57 
Do. Knives... 57 
Umbilical Belts . 106 
Do. Trusses ... iis . 109 
University Microscopes 181 
Urethral Forceps, Thompson’s 62 
Do. = Dilators .. .. 158 
Do. * Taithoclasts OD 
Do. Syringe?... =... w. 169 
Urinals, &e. . 4 124, 126 
Urinary Cabinets, Beale’s.. “3 .. 169 
@o Do. Stands, Arnold’s. .. 170 
Urinometers * 169, 170 
Uterine Cases... v 161 
Do. Compress, Pretty’ 8 . 163 
Do. Curettcs, Ti't’s ... 163 
Do. Dilators ve 17 
De. Douches AE, 
Do. Instruments ss 156, 164 
Do. Polypi Forcepg ... .. 161 
Do. Probe, Hall’s —.. ., 163 
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Uterine Scissors and Forecps, Mathieu's 
158, 182 
Do. Sounds, Tall’s ... 168 
Do. do. Sim's Z .. 158 
Do. do. Simpson’s ou 168 
eDo. fics . 147,163 
Vtero-Ad@Ominal Supports, Mall’ s 108, 107 
Uvula Instruments - . 82 
T)o. Scissors v6) 
Vaccinating Bottles 63 
Do. Tnstruments 189 
Do. Lancets G3 
Vaccinators, Spratley’s 63 
Do.  Weirs 63 
Vaccine Cases @.. 63 
Do. Insiters, Nicholas’s 63 
Do. Points, Ivory 63 
Do. Tubes . 68 
Vaginal Plugs, Greenhalgh’ x 34, 169 
Do. Speculums . 127, 128 
Do. Syringes, Arnold's . 146 
Valentin’s Section Knives ... 186 
Vance’s Female Syringes we 178 
Vanzatti’s Exploring ayeuee . 189 
Vapour Baths a » 181 
Varieocele Needles, ‘Vidal's 190 
Do. Rings, Wormald’s . 188 
Vectis, Lownde’s . 34 
Do. Lover's 34 
Vertcbrae . 185 
Vesico and Recto-Va final Instruments .. 163 
Vesico-Vaginal Fistula Instruments... 163 
Do. do. Knives .. 163 
Vidal's Needles for Varicoccle .. 190 
Vuleanite Bougies .. 72, 140 
Do. Caustic Holders ae 7 
Do. Dental Syringes 190 
Do.  FPessaries se See at NO 
Do. Rectum Plugs .. 140 
Do. Stems .. 161 
Do. Stethoscopes 74—75 
Do. Syringes w 100 
No.  Urinometers , 170 
Vulsellum Forceps .. 81, 163 
Wakley’s Stricture Instruments 14) 
Walker’s Iridectomy Knives 67 
Waller’s Craniotomy Forceps 33 
Do. Midwifery — do. ; .. 29 
Walsh’s Stethoscopes wee eed ME 
Walton’s Bistouries 54 
Do. Bory Scoops . 62 
Do. Cataract Knives . 64 
Do. Directors ci . 67 
Do. Eye-lid Retractors . 64 
Do. Iridectomy Knives . OT 
Do. Needles ... . 67 
Do. Probes ¢. 56, 57 
Do. Seapels ... . 67 
Do. Scoops .. — .. 57 
Yo, Spuds oe 57 
Do. Syringes... ees 57 
Wansborough’s N ipple Shields ... 35 
Ware’s Styles sai 56 
Warwick’s Endoscopes 188 
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Water and Air Beds ne Pillows «. 170 , Wire Sutures - . 38 
~Do. Bottles .. ... 180 Do. Twisters gk tee 8 
Do. Cushions... «we ae 178 | Wooden Pin Legs wee Wee LNB 
Do. dressing Bandages. ... ... 124 | Wéod’s Hernia eedles ... 0. 189 
Waterproof Bed Sheets... » a 180 o. Hy ermic Syringes ... He 
Wathen’s Forceps en . 199 | Woodward’s Obstetric Supports «». 105 
Watson's Inhalers .. ; Ne « 132 | Wool Cotton 191 
Wax Boupies ie ia 71 | Wordsworth’s Cauteries . vee ae 190 
Do. Rectum Bougies ... ss 71 | World's Guillotines bar aye BS 
Webber's Anti-ligature Forceps 17 Do. Ovariotomy Clamps... . 164 
Do. Lithotomy Knives . ee GL | Wormald’s Folding Directors and Ancurism 
Weber’s Auriscopes oe, «hk ». 130 | Needle, complete... 191 
Do. _ Intracisor Forceps 9) Do. Lithotomy Knives... 0 60 
Werr’s Vaccinators san as G33 Do. Varicocele Rings ... 188 
Weiss’s Speculum Ani... ... 120 | Worthington’s Tracheotormcs __... we 40 
Wells’s Ophthalmoscopes 56 | Wright's Stethoscopes ‘ 76 
Wells’ (Spencer) Trocars .. . 101,105 | Wutzur’s Instruments... me ... 139 
Winham’s Parabolic Iluminators .. 182 Wylde’s Bar Speculums ... zs ... 180 
Whalebone Gun Shot Probes...  ... 19 Do, Eutropium Forceps 54 
Do. _Probangs __... .. 81 | Wyld’s Scissors 54 
White Cooper’s Eutropium Force » I 
Do. do. Knives ... 57 ‘ 
White Wax Bougies ...... =~. 71-—S«'|:S Ycarsley’s Ear Speculums 129, 180 
Wilde’s Ear Forceps __... a 166 
Do, Far Speculums ,.. 130 | 
Do. Polypus Snares .. .., +» -168 | Zchender's Ophthalmoscope, .. ..._ 56 
Wilhams’s Stethoscopes ... Bk .. 4% | Zeigler’s Midwifery Forceps __.. ee OE 
Wire Drainage Tubes wv. 189 | Zine Splints, Perforated. 120, 121 
Do, Ligaturos 19 | Zwank's Pessarics .. , Kot “a 98 
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Do, Skeleton Splints, American ... 120 
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» sides or flaps, with loops for lithotrites, catheters, &c. The "bag 
conteine—(1) A case containing two emputating knives, butcher's 
atapatgting saw, and catlin. (2) A case containing three scalpels, two ' 
curved bistouries, 4 hernia knift, tw4 lithotomy knives, two harelip or 
tenotomy knives, peobe, Sharp-pointed pait of scissors, pair of aztery 
forceps or tenaculum! air of spring forceps, aneurism, needle, double 
hook, and hernia director. (3) A case containing three cataract knives, 
Tyrrell’s hook, four needles, silver curette and hook, Adams’ eyelid 
retractor, set of Bowman’s probes, Critchett’s fine groove director, 
pair of cilia forceps, pair of iris forceps, and two pairs of scissors. 

(4) Case containing complete set of Holt’s dilators. (5) Tonsil guillo- 
tine im case. (6) Ophthalmoscope and laryngoscope combined in case. 
(7) A pocket cese containing gum lancet, Symo’s knife, finger knife, 
scalpel, dressing forceps, pair of scissors, silver caustic case, silver 
fomale catheter, probe, director, needles, exploring trocar, dc. (8) A 
case containing hydrocele trocar, trocar for paracentesis, half-ounce 
glass syringe with platinum point, and small bottle. (9) A case 
containing gum clastic catheters, Holt’s iftdia-rubber winged catheters, 
folding needle-case. (10) A case for hare-lip pms, acupressure needles, 
probes, &c. (11) A hypodermic syringe in case. (12) Small chloro- 
form bottle in wood case. On the two sides of the bag :— 

Two lithotrites, silver double channel catheter; three short-beaked 
sounds, prostate catheter, five silver catheters (Nos. 1, 2, 3, 8, and 10), 
Ponteau’s curved trocar for puncturmg the bladder, folding rectum 
speculum, vagina speculum, probang, clinical thermomoter, polypus 
forceps, epistaxis catheter, Arnold’s ecraseur, tooth forceps, tracheo- 
tomy tubes, rectum bougies, lithotomy forceps, lithotomy scoops, litho- 

- tomy staffs, tourniquet, dc. , 

Fig. 1 represents the Bag when open, 

Fig. 2, the Bag (Morocco) when closed, size 18 x 54 x 94, 

Complete with instruments as above. ; * 50 guineas. 
Bag and wire trays (without instruments) . . . 3 guineas. 
The instruments can be varied to suit the requirements of the 


surgeon. 


Extiact from the Lanert, April 22nd, 1871 :—‘‘ The Bag is perfectly portable, 
ant is of a size not to offend the ey¢, or be inconvenient to carry. In this 
multum on parvo there is almost everything that can be required in military or 
civil practire.” 


WY they ye ‘ 
é 


: Extract from Medical Times and Gazette, May 13th 
\) \if he desires to take with him merely some sid shoulders, e 
./pocket, can readily do so. On the other } 
ay smash, or go suddenly on forei 
Bag, and were, ready aac 
arin uring operation.” 
JTS, a stron; g. 


Extract from Media? SPital Tourniovets, 
compact rorisivenco thee and two Tablets of Arnold and Son’s Improved 


soarranged that any ire Silk. , 
pony handles,complete . . ¢t . . £610 0 


ie ie circular joints. 2% 
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fs nett une SARNOLD, AND. SONS, LONDON. . ee t 


% oe ! 
; pees en " ' “say! 


“Si india Hott’ writes! For some years I have fit the deeirailty 0 of possess. 
ing a convenient Surgical. Bag, ¢ capable of containing not only instruments. required: | 
< any surgical emergency, but.also ‘those that are in daily use. -The difficulty 

ithert® has bech”of two kinds-—namely, the size of the bag and tho facility of 
readily ‘finding ‘the instruments you require. Dr. Gree by has fitted one of, . 
rsoll & Sone’ Registered Bags for. obstetric pu Ose, « d I have, after some ~ 
‘thought, ‘suggested. to Mr. . James Arnold,. of Wes‘» Smithfield, who is the | 
inventor of ‘the Bag, an interior arrange ement by which every instrument can, 
“be cereuecietely eclected without distur ing: ca reat. 


* 4 


ee 8 ag Og Fh ert ar 
x 








AMPUTATING INSTRUMENTS. 


ARNOLD 


&® SONG 





Moroceo case, containing — 
‘ " Large Fergusson’s Amputating Knife. 


Medium ditto _ ditto. 
Small ditto ‘ ditto. 
‘The case as above . : . “rg , . £110 0 
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A Mahogany: case, containing-— , 
Large Liston’s Amputating Knife for the flap operation. 





- Medium > ditto ditto ditto, 
: Small ditto ~ ditto ditto. 
id ‘Large Cireular ditto - ditto. : 
a Catlin 
* * Nag, com ete “§ e . a £2 rz 6 
= '@ Ww. pl . 
ae” : In accordance with oe Ai Fig. 3, containing — 


' 


“he flap operation. 
A superior ‘handsome Mahogany ‘braas-boun. aitto 


* yar containing — 


“Four Amputating Knives. ney & 8 
_, Best Large Ampatating Saw. \ 
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Liston’s Artery Forceps. 

Bone Forceps, Liston’s. , 
Petit’s Screw Tourniquet. c 
Six Needles’ and Silk. 


In chequered cbony handles, complete . £4 0 


i 


A handsoma Mahogany case, brass-bound and lined with si 
velvet, coutaining— 


Large Liston’s Amputating Knife for the flap operation. 
Small ditto ditto ditto. 
Catlin. . 

Best Large Amputating Saw. 

Finger Saw. 

Luer’s Artery Forceps. 

Liston’s Bone Forceps, circular jomts. 

Petit's Best Spiral Tourniquet 

Spring Forceps. 

Straight Scissors, strong. 

Six Needles and Silk. 


In cheanered ebonv handles. compleie —. 7 . £5 


A very superior and complete set, in a Mahogany case, brass- 
bound and lined with silk velvet throughout (or the wood polished 
inside), containing — 


\ 


Large Liston’s Amputating Knife for the flap operation 


Medium ditto ditto ditto. 
Small ditto ditto ditto. 
Circular ditto ditto. 

Catlin. 


Luer’s Improved Artery Forceps. 
Large Amputating Saw with solid shoulders. ° 
Metacarpal Saw. ° 
Fergnssou’s Bone Forceps, circular joints. 
} Four Operating Seat pels, 
Straight Scissoys, extra strong. 
Two Petiv’s Spiral Tournianets, 
Six Needlgg und two Tablets of Arnold and Son’s Improved 
Ligature Silk. 


In chequered ehotiy handles,complete . 8, . £610 0 
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Keith’s Portable Field Case (size 11 m X 2 x $4), contaimng 

Amputation baw, jomnted bach, and spare blade One Amputati 
Knife, and two smallei blades, nttung into 1 spring socket hanc 
Bullet Extractor Your Dieffenbahs Torceps # Strong Biston 
Luer’s Artery Forceps Operating Vorceps Acupressme Pi 
Needles, &« ‘ 


The set complete £1 12 


ARMY RFGITUILATION CASE. 


the] 
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In accordance with thu Army Regulations 
A supemor handsome Mahogany bt abs-bound case, lined with silk 
velvet, containing— : 


Four Amputatmg Knives 


Rest Tinge Amnntatine Saw 
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Butcher's Amputating Saw, for excisions. 
Liston’s Bone Forceps. 
Syme’s Artety Forceps and Liston’s Artery Forceps. 
Fonr Pairs TDieffenbach’s Artery Forceps. 
Two Trephines, small and medium. 
Elevators, square-pointed. 
Strong Straight Scissors. 
Hey’s Skull Saw and Raspitory. 
Straight Gouge and Gouge Forceps. 
Pair Necrosis Forceps, 
Fergussos’s Clawed or Lion Forceps. 
Pair Dissecting or Spring Forceps 
81. Operating Scalpels, Strong seale-tanged Scalpel. 
Two Curved Bistouries, one each probe and sharp-pomted, 
Tliree Straight Bistouries, two shagp and one probe-pointed, 
Tenaculum and Aucurism Needle. 
Hernia Knife or Bistoury. 
Hernia Director and Silver Director. 
Large Trocar and Canula for Paracentesis Abdominis, 
Hydrocele Trocar and Silver Canula. 
Hydrocele Syringe, with palladium point. 
Small Haploring ‘Trocar, with Silver Canula. 
Liston’s Nwvi Needle. 
Improved Bullet Forceps, with moveable blades. 
* Bullet Extractor. 
Two Silver Tiachea-Trbes and Canulas, 
Long Silver Gun-shot Probe. 
Four elastic gum web Male Catheters, Nos. 1,3, 4, 7. 
Three Silver Male Catheters, hall-marked, Nos. 2, 1, and 6 
Silver Female (Catheter, ball-marked. 
Set of Bowinau’s Probes. and Critchctt’s Director in case. 
Anel’s Lachrymal Probe, and Two Silver Styles. 
Cataract Needle, and Walton’s Scoop in case. 
Tenotomy Knife. 
Denman's short Midwifery Forceps. 
Two Tonrniquets, one each spiral and field. 
Jointed Probang for thrusting and extracting. 
Twelve Suture Needles, half-curved. 
Two Reels Ligatnre Silk, and one Reel Silver Wife. 
Pair Pin-cutting Forceps or Pliers. 
Tin Case for Isinglaxs and Plaster. 
Screw Cup Bottle, T'wo Reels Thread, and Wax. : 


In chequered cbony handles, the case complete as above £24 15 0 
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ARMY REGULATION CASE. 


¥} 


a 
A superior Mahogany case, brass-}ound and lined with silk velv 
containing— 


. 
Small Liston’s Amputating Knifo for the flap operation. 
_ Medinm diito ditto ditto. 
Large Liston’ Amputating Kuife ditto. 


Large Ampniating Saw. 
Amputating Saw with shiftmug back, 
Three Operating Sealpels. 
Straight Bistoury. 

Two Curved Bistouries, sharp and probe-pointed. 
Hernia Kuzte. 

Liston’s Bone Forceps, circular joints. 

Improved Bulket Forceps, with shifting blade, 

Two Dieffenbach’s Artery Forceps. 

Pair Dissecting Forceps 

Liston’s or Luer’s Artery Foreeps 
Liston’s Needle with handle. 

Aneurism Needle. 

Silver Double '['rachea-Tube. 

Four elastic gum web Catheters, Nos, 1, 4, 7, and 9, 
Three Silver Catheiers, Nos. 4, 0, and > (hall-marked) 
Gun-shot Probe, electro-plated. 

Hernia Director. 

Tenaculum. 

Scalpel, strong (scale tang). 

Petit’s Screw Tourniquet. 

Medium size Trephine. 

Flydrocele Trocar with Silver Canula. 

Double extracting Probang. 

Bladder Trocar and Canula. 

Double Elevator. 

} oz. Ligature Thread. 

Keol of Arnold aud Son’s Ligature Silk Cord. 

Nix Curved Suture Needles. 


In chequered ebony, handles, the case complete as above 1) 4 
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SET OF INSTRUMENTS FOR A SURGEON'IN 
RHE ROYAL NAVY. 





A superior Mahogany case, brass-bound and lined with silk 
as Fig 5, containing— 


Large Amputating Saw, with spare blade 
Metacarpal Naw. 

Large Amputatig Knife for the flap operation 
Medium datito ditto. : 
Small ditto ditto, 

Two Catlins 

Laston’s Artery Forceps. 

Two Tenaculums, 

Sia Operating Scalpels. 

Two Petit’s Totrniquets 

Liston’s Bone Forceps, cirenlar joimts, 

Skull Forceps. A 
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Three Trephines, small, medium, and large. 
Large Trocar for Paraceutesis with Silver Canula 
Small Trocar for Hydrocele, with Silver Canula. 
Hey’s Skull Saw and Leuticular. nM 
Elevator aud Trephine Brush. * 
Two Silver Catheters, Nos. : » and &, hall-marked. 
Two Klastic Gum Web Catheters, Nos. 7 and (. 
Fox’s Tooth Key with three claws. 
+ Two pairs Tooth Forceps, curyed and straight. 
Tooth Punch and Gum Lancet. 
Pair strong Scissors and Head Razor. 
Two Seton Needles. . 
Pair of Bullet Forceps and Gun-shot Probe. 
Scoop for extracting Balls, and Probang with spring end. 
Probang for applyiug solutions. 
Two dozen Suture Noedles assorted. 
Curved Bistoury, probe point, und cursed Bistoury, sharp point 
Fahrenheit’s ‘Thermometer. 
Arnold and Sons’ ligature Silk. : 


In chequered ebony handles, the cause complete : . £1610 6 


T'o complete ane outfed foro Sargon wo the Royal Navy the following 


additional instruments are requisite . 


Apparatus for restoring suspended aumation, consisting of circulut 


Spring Bellows, fitted with Nostril Pipes and Kar Tubes (larg: 
Bottle with cap). 


T'wo Bleeding Lancets. 

Stomach Pump with Improved Flute ley Lever. 
Complete cause of Pocket Listrnments. 

Six Bleeding Lancets m leather case. 

Two dozen Hlastic Gum Bougies in case. 
‘Two sets lined Splints. 

Two pint Metal Clyster Syringes. 

Six Urethra Syringes. 

Four Petits Tourniquets. 

Twenty yards Tourmaquet Webbing. 
Twelve Flannel or Linen Roller Bandages. 
Two eighteen-tailed Bandages. 

Sixty yards of Tanes, various widths. 
Complete case of Cupping Instruments. 
Packet of Suture Necdles. 

Arnold and Son’s Ligature Thread. 


The above in plain chest, with lovk and kev. : . £14 14 ¢ 
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"SET OF INSTRUMENTS FOR AN ASSISTANT 
SURGEON IN THE ROYAL NAVY. 


hytt 
iyi 

1 
wil 





A. superior Mahogany case, brass-bound and lmed with silk velvet, 
as Hig. 6, containing — 
Amputating Saw, large. 
Metacarpal Saw with separate blade. 
. Amputating Knife, large. 
Amputating Knife, medium. 


Catlin. .. ae 
Five Operating and one Tang Scalpel. 
Liston’s Artery Forceps. 


Two Tenaculums. 

Two Improved Trephines, small and medium. 
Trephine Brash. 

Two Petit’s Tourniqueta. 

Hey’s Skull Saw and Raspitory. 

Skull Forceps and Elevator. 

Liston’s Bone Forceps, circular joints. 

Two Silver Catheters, Nos. 5 and 8. 

Two elastic gum "eb Catheters. 

Two pairs Tooth Forceps, ‘curved and straight. « 
Fox’s Tooth Key with three claws and Tooth Punch. 
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Gum Langet and Seton Needle, in tortoigeshell 
Gun-shot Probe and Bullet Forceps. 
Probang with spring for thrasting and axtracting 
Large Trocay for Paracentesis, with Silver Canula 
Small Trocar for Hydrocele, with Silver Canula 
Fabrenheit’s Thermometer 
One dozen curved Needles 
Reel of Arnold and Son’s Surgical Silk Cond 
In chequered ebony, handles, the cause complcte ~ £11 11 
To complete an outfit for an Assistant Surgeon i the Royal Na 
the following additional Instruments are acquisite — 
Complete case of Pocket Instruments 
Twelve Bleeding Lancets im cases 
Si. Pewter Syringes 
Lagatare Thread ? 
The above in plain case ; : ; Lt 0 
Note —Wheu an desestont Surg oo is appomted fo oa shin a 
having « Tull Surgeon, the follor img oirodrmments aie ieces wy 
addition to abou — 


Sn Bougies mm case ; LO 6 
Set of Lined Splints 0 2 
Three Flannel or Calico Roller Bunduges ) 2 


SET OF INSTRUMENTS REQUIRED BY A 
SURGEON APPOINTED TO THE ROYAL MAI 
STRAM-PACKET COMPANY. 





a 


Fie 4 
A superior Mahogany case, brass-bound and lined with silk velvet 
(a Bie 7 ronteinine— 
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Large Amputating Saw. 

Metacarpal Saw, with spare blade. é 
Large Amputating Knife for the flap operation. 
Medium Ampufating Knife, ditto, 

Large Circular Amputating Knife. 

Medium = ditto —_ditiio. 

Catlin. t 
Pair Bone Forceps, circular joints. 

Liston’s or Luer’s Artery Forceps. 

Spring Operating Forceps. 

Two Operating Scalpels and Finger Knife. 
Two Cnrved H.stouries, probe and sharp point. 
Large Trocar for Paracentesis, with Silver Canula 
Small Trocar for Hydrocele = ditto —dittu, 
Trephine aud Hey’s Skull Saw. 

Elevator and Skull Forceps. ‘ 
Trephine Brush aud Spring Probang. 
Aucurism Needle. 

Petit’s l'ourniqnet, spiral 

Twelve curved Suture Needles. 

Reel of Arnold aud Son's Surgical Silk Cord. 


In chequered ebony handles, ihe case complete .  . £1010 


T'o completr an oulfil: the folloumny additional Instruments are 
FEQUIBLLC :-— 

Case of Midwifery Instruments, consisting of Midwifery Forceps. 

Lever, Perforator, Blunt Hook, Crotchet, and Craniotom; 
Forceps. 


Complete set of Cupping Instruments. 

Set of gum elastic Bougies in case. 

Case of Tooth Instruments. 

Case of Silver Catheters, Nos. 1, 3, 5, 7, 9, and No. 10, prostatic. 
Case of six Blecding Lancets. 

Case of Pocket Instruments. 

Thermometer. 

Spring Probang for thrusting and extracting. 
Six Urethra Syringes. 

Metal Syringe. 

Liston’s Leg and Thigh Splints. 

Set of Potts’s Straight Splints. 
Twenty Calico Roller Bandages. 

Tape and Thread. 


The set of Instruments as enumerated above . . £16 1& ¢ 
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SET OF INSTRUMENTS REQUIRED BY A 
SURGEON ‘APPOINTED TO THE PENIN- 
SULAR AND ORIENTAL STEAM NAVIGA- 
TION COMPANY. 





A superior Mahogany case, bi wss-bound ned silk velvet, or polished 
throughout, as Fig 5, containing — 


Large Amputating Saw 
Ntraght Finger Saw 
Large Liston’s Amputating Knife for the tlap operation 


Medum ditto ditto 
Large Cncular Amputating Kauife, 
Catlin 


Pair Bone Forceps, circular joints 
Spring Artery Forceps 
Trephine Medium and Tiephine Brush 
Two Hey’s Skull Saws, and Hlcvator 
'wo Operaling and one Seale tang Scalpel 
T yo shhaight Finger Knives 
Two Cuved Bistoures, probe and sharp ported 
Large Trocar for Puraccutesis, with Silver Cinna 
Small Trocar for Hydio ele ditty 
Herma Bistoury and Director 
Pair Bullet Forceps, and Loug Piobe 
Petit’s Screw Tourniquet 
- Aneurism and Suture Needles. 


Tn checnered ebouy handles, the case complete £10 10.6 
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To complete an outfit the following additional Instruments are 
requisite— 

Cupping Instruments, complete in case 
Tooth Instruments difto 
Pocket Instruments ditto 
Three Male Silver Catheters, lall-marked. 
Suver Female Cathetor, hall-micked. | 
lair of Midwifery Forceps. 
Rix Meotallie Bongies 
Six Bleeding Lan ets 


€ 


The set of Instruments as enumerated above . . £12 0 =~0 


SET OF INSTRUMENTS REQUIRED BY A 
SURGEON APPOINTED TO AN EMIGRANT 
SHIP. 


Case of Amputating Instruments. 

Gase of Cupping Instruments 

Pocket case of Instruments 

Case of Tooth Instruments. 

Your Silver Catheters, 2, 4, 6, and 4, hall-marked. 

Silver Kemale Catheter, hall-marked. 

Four elastic gum web Catheters 

Midwifery Instruments in case, contaimmg Midwifery Forceps, 
Perforatur, Cianiotomy Forceps, Blunt Hook, and Orotchet. 

Four Bleeding Ganects, mi case. 

Elevator. 

'Trachzotomy Tube. 

Trephine and ‘rephine Brush. 


The set of Instruments as enumerated above : ~ £19 19 0 


\ 


DR. ANGOVE’S ACCIDENT CASE. 
Extract from the Lancet, May 21st, 1870. 


© Sm,—The accompanying dex ription of my accident case will be found useful 
I think, by thoge of my f llow-pra: tin nets who do the greatcr part of thor work 
on orseback The advainta.es arc that mt wall contain imstiuments enough for 
alinost any accident, togethur wath lint, plaster, bandages, tourmiquet &c 3 aud by 
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keeping this stocked and hnng up in 3 handy place, you we ready to be off at any 
moment Iti easly carried on horseback By taking the instruments, &e , out 
you have an oblong box, in which you can put what jou Jake, the mstrument. 
beyng only hept im by a leathe: strap and an clast band, whuh do nol take up any 
TOOm) mM (1s¢ 

“Tn a mining practice one rarely rf ever hnowa the natu of the accident he 1s 
called to, J therefore find 1t valuabley bein? ‘wath my case 1¢ dy fcr the small 1 
cut or anything else, inchudmg an imputation 

“ Mossxrs Arnold and Sons of 33 West Smathticld mide mmc for me they 
keep them in stock empty o2 will fill them according to ordir The casos an 
made of hard leather, will stind any amount of knocking wbout and costa very 
small sunt 

“Jam, i, your obedient serv int, 
‘{ © tramornr ANgovi 


‘Jvy House, Camborne C inwill Warch 1$70 ? 
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Di Angove’s Accident Case, dimensions Tf x t! > 3, as fig 9 
containing— 
Amputatmg Saw, large 
Bullet Forceps, mproved, with shifting blades 
Amputating Knifc, m chequered ebony hindle 
Cathn ditto 
Finger Saw ditto 
Sealpe! operating 
Bone. Torceps, areular joints 
Artery Forccps, Luci’s or Laston’s 
Pan strong Scissors 
Two Silver Probes 
Necdies and Suture Silk. 


omplete with Jnstiuments as above 44 qf 
ather case with pwivels and strap (without Instruments) 0 17 
Morocco ditio, lined velvet 1 1 


T1 
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HOSPITAL FIELD PANNIERS. 


Instrument Pannier coutainsz—Operating Instruments, Pocket Instru- 
ments, Enema, in case, Twenty-four Calico Roller Bandages, Three 
Water-dressing Bandages, Twelve elestic gum web Catheters, Twelve 
ditto Bougies, Six Field Tourniquets, Ono Petit's Spiral Tourniquet, 
Twelve Surgeon’s Neodles, Two pioces of Tape, Ligature Thread, 
Set Uline’s Leg Sphuts, Set Potts’s Hollow Arm Splints, Set Lined 
Splints, Metal Bed-pan, Metal Washing Basin, Two packets Pins, 

Medicine Pannier contains—Thirty-one Stoppered Bottles, Two 1 
quart ditto, Two. ‘pint ditto, Five { pint ditto, Twelve 2 ounce ditto, 
Five .1 ounce ditto, Five 3 ounce ditto, Five 2 ounce capped Adther 
Battles, Six Japanned Tin Boxes, Pill Tile, Pair of Scissors, Pill Knife, 
Palette Knife, Graduated Meusure, Pestle and Mortar, Seales and 
Weights, Pewter Cup, Three Sponges, Packet Cotton Wool, Demy 
Paper, Twine, Wased Paper, Prepared Tissue, Three Glass Syringes, 
Lantern, Corkscrew, Pill Boxes, Oiled Silk, Gallipots, Corks, Wax 
Candles, Inkstand, Writing Papor, Labels, Pens, Wafers, Sealing Wax, 
Tin of Matches, Tins for Tea, Sugar, Arrowrvot, Coflee, &e, 

The two pans arc constructed to form a Field Operating Table. 


The pair of Panniers complete as abuve ; . £0 0 0 


AMPUTATING INSTRUMENTS. 


Loy. d. 

Lisfranc’s Amputating Knife, Double Edge, 7 inch 0 8 0 
Ditto ditto ditto Kinch =. 0 & 6 
Ditto ditto ditto 9 ines 0 9 6 
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(0 Butcher's Ampnituting Saw, Fig. 10 . 1214 0 
Liston’s Ampatating Knife, Single Edged, ‘inch 0 8 0 
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Liston’s Amputating Knife, Single Edged, 9 inch 


Litto ditto ditto 10 inch 
Circular ditto Small, : : 
¢ Ditto ditto Large . , 
Cathn . ; 


Amputating Saw (solid shoulder) 
Ditto — (moveable back) 
Graham’s ditto , | 





Tia 21, 


Chain Amputating Saw, Fig, 1] 
Finger Saw Straight : 
Metacarpal Saw a ‘ 
Webber’s Anti-ligature Forceps 


ini 
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Assilmt’s Artery Forceps, Fig, 14 
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Artery Forceps, with Arnold and Sons’ apreres taper 
sliding catch, Fig. 17. . 010 
Syme’s Artery Forcepp .  . ww eet tC 


Se © 
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Cross Action Artery Forceps, Mig. 18 0 4 6 
Matthien’s ditto . - ow whe OTT 
Serrefines toe OTRO 
Bullet Forceps, Shifting Blades . 0 8 9 
Luer’s Bullet Forceps. Q 12446 
Plain ditto ditto 0 5"0 





Fre 19 
Coxeter’s Bullet Extractor, Fig. 19 . . 8 012 9 
Ditto ditto jointed for es case 015 0 
‘ + for Ligatures, per hank, : 01 0 


= 
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Zoe d. 

Gun-shot Probe, solid silver. : ; - 0 5 Q 

Ditto stontly plat ed . , ; . Uv 8B 6 

Ditto flexiblo metal . : : - O 1 0 

Ditto steel ead : . oO 1 6 

Nelaton’s Gun-shot Probe ‘ . ; ; - O 4 6 

Gun-shot Probe, Whalebone ° , : . Oo Lt 6 

Intracisor Forceps, Webber's . ee » 0 7 0 

Arnold and Sons’ Improved Silk, per ‘hank ~ . 0 1 0 

Ditto ditto extra large hanks 02 Q 
Arnold and Sons’ Improved Silk, four sizes on tablet 

0 1 6 


to fit the pocket case. ; ‘ ; ae ae 


Arwotp axnp Sone’ Improvry Suh possesses the folowing advantages -—~Pure 
silk, free from all dressing or colouring matter, and will not hink o: curl under 
any circumstances, immense strength, being plaited, will tie secuncly without 


untwisting. 


Extract from the Lencet, October 14th, 1870, page 556:—“We have been 
supplied with a specimen of this cord, which appears to us to be very good.’ 


i 
Brittsh Medical Journal, October 8th, 1870, page 393 :—Its recommendations 
are, that it does not twist or curl when used, like ordinary silk.” 


Medical Tymes and Gazetic, October 15th, 1870, pige 465 —* It i is of a plaited 
textuic, very strong, and 13 mee from all dreasing or colcurmg matter.” 


Medual Press and Cueuar, October 12th, 1870, page 300-—** We have seen a 
sample of thas substance, made by Messrs. Arnold and Sons, and ein strongly 
recommend it. We hope somo of 1 may be sent out tothe French at the seat 


of war,”’ 
Ligature Silk, perreel .  ». + «© «+ «© 0 1 
Ditto per hank , ; : ‘ » 0 0 
Ligature Thread, per reel. : : : : » O 0 #F 
Ditto ditto hank : . 0 0 4 
Tigature Wire, Sterling Silver, per hank . : 02 0 
Diito ditto reel. : : » Oo 8 0 
Ligature Wirt, Electro-plated, per hank .  . . . O 1 9 
Ditto ditto reol. ; ) 2 6 
eLigature Wire, Iron, carefully annealed, per hank ; Q 0 6 
Ditto ditto reel de 0 1 6 
Suture Needles, half-curved, per packet ofsix . . . % 1 6 
Ditto fall curved ditto poe a 28 
Ditto double eyes do.  . mn DOD 
Ditto straight triangular points, per dos. . oO1 0 
Ditto straight, extra superior, do. » « 9 38 Y 
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Petit’s Spiral Tourniquet, Fig. 20 


co tt 
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Field Tourniquet 
Arnold and Sons’ Improved Field Tonraiqet which 
can be instantaneously secured =. : 0.3 9 
Signoroni’s Tourmquet . . . «+ . 17 6 
Key's ditto 115 0 
Tiston’s ditto , 1 0 90 
De Carte’s compressor, for the groin, with ball socket 
movement, fitted with rabber band to prevont the un- 
yielding pressure of screw, adapting itself sccurcly to 
the limb, conscquently not hable to produce injurious : 
effects from compression . . . . » «38 9 0 
Ditto ditto for middle of thigh . . J 18 
Torsion Forceps, Improved, with serrated teeth, and central 
groove for using as Neodle Foreeps . wwe CO 
MIDWIFERY. 
Leather case, containing ~ 
Short Midwifery Forceps. 
Craniotomy Forceps. 
Perforator. 
Blant Hook and Crotchet. 
Female Catheter. ! 
The above, incasocomplete . 3. . =. wt. 8 0 
I, ieee Se 
OR es 
Poca: Handsome morocco caso, containing — 


Listos. Barnes’ long Midwifery Forceps. 
Simpson's short ditto ditto. 
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Craniotomy Forceps, improved. 
e Perforator. 
Blunt Hook. 
Crotchet. ° 
Lowndea’ Vectis. 
F)x2uum Scissors. e 
Silver Female Catheter, with stopcock. 


The above, in case complete . : . £6 0 0 


Mahogany case, lined with velvet, containing— 


Denman’s short Midwifery Forceps. 

Rigby’s Perforator.® 

Lowndes’ Vectis. 

Fisnum Scissors. 

Craniotomy Forceps. 

Crotchet and two blunt, Hooks, fitting one handle. 

Fergusson’s Glass Speculum. 

Caustic and Sponge Holder, with Scarifying Lancet for the 
Uterus. 

Bivalve Speculum, electro-plated, and gilt. 

Silver emule Catheter, with stop cock. 


The above, in case complete ; : ; £10 0 0 


Mahogany case, brass bound, and lined velvet, containing — 


Oldham’s Long Midwifery For¢eps. 
Cramotomy Forceps. 

Greenhalgh’s Short Midwifery Forceps. 
Blunt Hook, 

Decapitator. 

Perforator. 

Crotahct. 

Lever, 

Fianum Scissors. 

Fergusson’s Glass Speculum, 

Caustic Holder, with Sponge Holder and Scarifying Lancet. 
Silver Female Catheter, with stop cock. 


The above case complete : : ; ; ; . £9 0 9 
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ARNOLD AND SON’S REGISTERED 
OBSTETRIC BAG; 


AS SUGGESTED BY DR, GREENHALGH, 





Fig. 21 showing the Bag open. Fig. 22 the Bag closed. The Bag 
contains Dr. Greenhalgh’, Midwifery Forceps, Improved Double 
Action Perforator, Cranotomy Forceps, Lazarovitch's Blunt Took and 
Tape, Crotchet with Cross Handle, Pair of Fianum Scissors, Female 
Catheter, Skimner’s Chloroform Inhaler, Chloroform Drop Bottle, 
Uterine Syringe and nema, Dr. Richardson’s Spray Apparatus, and 
Stoppered Bottles for Ergot, Tincture of Opium, Compound Sprrits of 
Ammonia, Anwsthetic Ether, Chloroform, Brandy, &¢ , &c 


Extract from the Lancet, March 26th, 1870 —'' We have carefully inspected 
one of these bags, and consider them a decided success,” 


British Medual Jounal, April 23rd, 1870 —“The obstetriian and general 
practitioner will find it im truth a mulium wn parvo, At first sight eight pounds 
may appear a heavy pice to pay for the Juxury of such a bag, but ats fittings are 
of the very best quality and workmanship.” 


— Medical Times and Gazette, April 9th, 1870.—‘ Messrs Arnold and Sons have 
oS an Obstetuuc Bag, which certainly is as near perfection ag anything we 
ave seen, 


1 Medical Press and Circular, April 13th, 1870:—‘ The Obstetric Bag is admirably 
tranged, and wo offer the maker our congratulations.” ‘ 
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Medval Mirror, Beptember, Ist, 1870 :—‘‘ Practitioners who delight in elegances 
will find this Bag designed with good taste, while it 1s furnished with instruments 
as godd in quality and as finished in workmanship as they could wish.” 


. 

Dr. Tanner's Manual of Midwifery :—‘‘An Obstetric Bag bas recently been 
introduced to the notice of obstctiucians by Messrs. Arnold and Sons, of West 
Smithfield, and from personal experfenre the author can conscientiously and 
confidently recommend its use to his professional brethien " 


LEN 
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Price complete, with Instraments and Stoppered Bottles, 


as above ‘ ; : . £8 0 0 
ditto the Instruments plated with Nickel Silver 10 0 0 
Obstetric Bag, without Instruments 2 2 0 
ditto in morocco leather ' . . 210 0 
Set of Stoppered Bottles, and leather cases. extra, 0 8 0 





Fi¢, 23 


Pocket Midwifery case in morocco, lined with silk velvet, Fig 28, 
containing— 


Three cut-glass Stoppered Bottles, 
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Freenum Scissors. 

Silver Female Catheter, with Stopcock. £ 6 d. 

Silver Inflating Tube, complete. Fig. 15  . . 1 3 ~0 
e ‘ 


we NN ~ ~~ 


3 
Pocket Midwifery case in morocco, lined with silk velvet, containing— 


Three cut-glass Stoppered Bottles. 
Frenum Scissors. 
Elastic Female Catheter, complete : . O12 6 


- Pe Tl ~ 


Pocket Midwifery case in morocco, lined with silk velvet, containing— 


Three cut-glass Stoppered Bottles. 

Freenum Scissors. . 

Plated Catheter. 

Plated Inflatmg Tube, complete , ‘ . O18 6 


MIDWIFERY FORCEPS, &c. 





Fi 34 


Dr, Barnes’s Long Midwifery Forceps, Fig. 24. ; 1 0 6 





Fre. 26 


Bir James Simpsou’s Long Midwifery Forceps, Fig. 25 tT t a 
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Fra 2b 
Dr. Greenhalgh’s Short Midwifery Forceps, Fig 20 « i i 
' Dr. Greenhalgh’s Long ditto. : 13 





Fiq. 28, 


Dr Ramsbotham’s Midwifery Forceps, Fig. 2¢ 





Fre. 29 


Tr Agaliny’s Midayifery Forcens, Fig. 29 
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Sy PSS ea mee 





Fig, 30. 
fos a 
Dr. Haighton’s Midwifery Forceps, Fig. 300. 017 6 
Dr. Lever’s Short ditto oy we O16 0 
Dr. Lever’s Long ditto .  . es ae 





Sie. 31 


Dr. Roberton’s Long Midwifery Forceps, Fig 31 : . 10 0 





Fie, 32, 


Dr, Graily Hewitt’s Midwifery Forceps, Fig. 32 . . 1 1 0 





Fie 3. 
Sir a 


Dr. Conquest’s Midwifery Forceps, Fig. 38. + (17 6 
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Fie 44, £ea 
14 0 
Fie 3 
Dr Collins's Short Midwifery Porceps, lig 35 0 lo 0 
Dr Colline’s Long Midwifery Forceps 1 0 0 
D1 Hopkins’ Midwifery Foiceps 1 3 0 
Dr Murphy’s Long ditto ‘ 1 0 0 
Fia 4% 
Dr Oldham’s Midwifery Forceps, Fig 36 1 0 0 





Fre 37 


Dr Davis’s Midwafery Forceps, Fig 37 017 6 
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Fra 38 
£ad 
Dr. Churchill’s Midwifery Forceps, Fig 3h .— . 1 10 
Dr. Farre’s Long Midwifery Foiceps ; ; 10 0 
Dr. Beatnne’s ditto dutto 10 0 





Fra 49 


Dr Blundell’s Midwifery Forceps, Fig 39 1 1 0 





Fig 40 


Dr. Clark’s Short Midwifery Forcepr, ne 40 - . 0 16 
Dr. Clark’s Long ditto 1 
Dr. Breathwaite’s Midwifery Forceps, in leather sheath. 1 





Jr. Cor 


Fre. 41 


Dr. Godson’s Midwifery Forceps, Fig. 41 . i, “ars . J 1 0 
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£ s, i 
Dr Hodges’ Midwifery Forceps 1 0 0 
Dr. Inghie’s ditto 190 0 
Dr. Khight’s ditto : 10 0 
Dr. Lees’ ditto ~ O17 6 
Br Macintosh’s ditto ° . OV 6 
Dr. Aveling’s ditto : 1 00 





7 oe of 





ria 


Fig 43 1) 9 





PiQ 4 


Dr. Brunmghansen’s Short straight Midwifery forceps, 
Fig. 44 : » » 1 dv 


Gods 
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Fie. 45. 





Fie, 46 
Dr. Denman’s Short Midwifory Forceps, Fig. 46 


Dr. Denman’s Long ditto : ‘ ‘ 





Fie. 47. 


Professor Lazarovitch’s Blunt Hook, with tape, si ae 
Vig. 47. s « , 4 ; 

Blunt Hook . : 

Blunt Hook, and Crotchet 





Fra, 48 


Dr. Braxton Hicks’ Cephalotribe, Fig, 48 . 
Sir James Simpson’s _— ditto . ; ; 
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Fre. 40. 


Dr. Murphy’s Craniotomy Forceps, Fig. 4° 





Fre. 60 


Dr. Barnes’ Craniotomy Forceps, Fig. 50  . : ; 110 0 





Fig 51. 





Ben fd 


Dr. Conquest’a Improved Oraniotomy Forceps, Fig.52 . 1 7 6 
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Fia 63 £ 

Dr, Godson's Cramotomy Forceps. Fig 58. 0 
Dr. Churchill's Cianiotomy Forceps 0 
1 


Sir James Simpson's Cramotomy Forceps . 


aint 





Lic oh 


Dr Holmes’ Craniotomy Horeep>s Fig ot 





Dr Davis's Craniotomy Horeep™s Rin 
ditto. wilh rac 





ten re 


Dr. Lee’s Craniotomy Forceps, Pie. v6 








os 


5) 
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Figo 57 
Dr, Waller’s Cramotomy Forceps, Me 57 
Dr. Lever’s ditto, 
Dr Priestley’s ditto ae 


‘Dr Ramshotham’s ditto 
Dr. Lever's Decapitator . 
Dr. Ramsbotham’s ditto 
Dr Churchill’s Crotchet 
Dr Murphy's ditto . 
Ditto ditto, with two blunt in m ee handle 
Dr. Davis's guarded Crotchet ' 


mit SSD ONM HH et hb 
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Fiu 68 
Dr Greenhalgh's improved cross action Perforator, Fig os 115 0 





Fa 00 


Dr, Denman’s Perforator, Fig 60 0 6 6 
D 
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lie 61 


Sir James Simpson’s Perforator Pig 61 bs 
Dr, Naegele’s diito ; 
Nr Smelle’s straight Perforator 

Dr. Smellie’s curved — ditto , 
Dn Rigby’s ditto : 
Dr. Greonhalgh’s Ovum Forceps 
Tr Davis's Osteotomist 

Sir James Simpson’s ditto ; 
Sir James Simpson's ditto, Right and Left, each ij. 
Placenta Forceps 
Symonds’ Tractor, with jointed handlo : 

Dr Lownde’s Vectis, with jomted handle 

Dr. Lever's ditio  , 
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Fie 62. 


Dr, Lee's Canula, or Membrane Pertorator, Fig. 62 
Dr. Godson’s Membrane Perforator , 
Dr. Robertson’s Instrument for returning the Fonis . 
Dr. Greenhalgh’s ar or water Vaginal Plugs, three sizes, 
possess facility of mtroduction aud removal, accurate and 
* comfortable adaptability, the set complete .. , 
Female silver Catheter (sliding for portability) . 
Ditto with stopcock 
Ditto, Elastic gum Catheter 
Silver Inflating Tube 
Frenum Sessors - Yan, 2 
Thompson’s Breast Rehever ‘ 
Arnold’s improved Brass Breast-pump, m mahogany OaSC . 
Dhtto with bent glass ditto ‘ 
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{nd viubber Nippl osluclds por pan \ 
Arn Id and Sons metalle Nipple shidds for the feet h 
and cure of sore Nipples, per tor (1 
Di Wansborough’ ditto dito y 
J} xwood Nipple Shields, per pan 0 
Glass Nipple Shield ditto P 0 
Ditto, Shells ditt ) 
India rubber Breast bottle () 
Ditto IAC SIZE a 
Feeding Botths Is,2 cd, ind 6 
Jndii rubber Teats : yu doz ( 
Dr Barnes’ Os Vt Dilators the complete se. 1 


MINOR OPERATION INSTRUMENTS. 





Vaatha eise a lig 0>, contaming— 


Pout Scilpels 

Curved Bi tonry, sharp point 
Ditto ditto blunt p uit 

Ho amis Ault. 

Blunt Hook, 

Teniculum 

Ancarism Necdle 

Jauer’S Artary Forceps 

Opcrating Forceps 

Straight Scissors 

Director 

on carved Necdles 

Tablet Arnold and Sons impovcd Ligature Sus 


fh chony handlcs, the case complcte {.. 
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Superior Morocco case, lined with silk velvet, containing— 


Four Scalpels. 

Hernia Knife. 
Curved Bistoury, probe point. 
Curved Bistoury, sharp pomt. . 
Double Hook. 

‘Tenacalum. 

Luer’s Artery Forceps. 

Aucurism Needle, 

Curved Scissors. 

Operating Forcep® 

Director. 

Six curved Needles. 

Tablet Arnold and Sons’ Surgical silk Cord. 


In ivory handles, the case complete : : ~£2 lot 


Superior Mahogany case, lined with silk velvet, containing — 


Four Operating Scalpels. 

Carved Bistoury, sharp point. 
Curved Bistoury, blunt point. 
Tiston’s Fimger Knife. 

Hernia Knife. 

Tenaculum. 

Double Hook. 

Aneurism Needle. 

Two Tumour Needles, Liston’s. 
Tner’s Aricry Forceps. 

Curved Besors, 

Polypus Forceps. 

Operating Forceps. 

Silver Duector (Sir A. Cooper's). 
Hernia Director. 

six curved Necdles, 

‘ablet Arnold and Sons’ Surgical Silk Cord 


In ivory handles, the case complete . . £4 40 0 
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Strayht Bistoury, sharp pomted, rvory handle 


Curved Sussors /6 and 


Explormg Needlc, m ivory case 
Finger Kinfe tory handle « : 
Laston’s Hare hp l’iny, per doz 
Ditto ditto supe, a 
Herma Kinie, ivory handle 
Hernia Director , 
aston Tumour and Navus Needle, wvory handle 
Opaaimg Scalpel, ivory handle 
Ditto Acie Tang ditto 
Sutme Necdles full cnaved, per do 


Dito holf curved re 

Suture Necdles  trmphi 
Ditto double curved, 

Suture Sik, Arnold and Sonv mmproveu por tablet 
Ditto ditt por hank 


Chincse Twrt por hink 

Ordmwary Suture Silk 

Silvas Suture Wire, por hank 
Ditto dittg = per rel 
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Tendon Knives as Tigh 64,07, 66,07, & 68 (ivory handles) 


Plated Sutwe Whe, por hank 


Titto ditto per 1c 
lion Suture Wue, per hank 
Ditto por 1€c] 


Seton Needle (1m tortoiseshell) 
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39 
{ ss @ 
Jaston's Taper Screw, for holdimg the Clavicle » O bb 
Ten&culum, Lvory handle ». 8 By 
Tumour Hook, Tyory ditto 0 3 6 
*Taston’s Tumour Necdics . (3 4 

# 

« 
ANATOMICAL SYRINGES. 

Improved Brass, with font plam pipes and stope ch Tov Pod y 
Ditto with «In datto Jur 1 7 0 
Ditio ditto fw P ta ow 
Ditto ditto C7 Lt ¢ 
Ditto ditto h Os oe | 
Iitio Hlecthy Plated, with two pipe for minute 

myections 4u/ Q 12 4 


POCKET INSTRUMENTS. 


La 
Morocco or Russia leather cise, contaming - 


Curved Bustoury 

Gum Lat cet 

Scissors Dressng 
Dressing or Bow Potceps. 
myme's Alisuess Kuifc 
Sealpel 

Silver Proke 

Dnecton 

Suture Needles 


The above in Tortoweshell handles 1 4 0 


’ 
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~ 


? 


' 
* V, , * » * 
Morocco or Russia leather case, lined silk velvet, with silver loc 


contuining— 


Curved Bistoury, sharp-pointed, 
Curved Bistoury, probe-pointed, 
Gum Lancet, 

Dressing Scissors. 

Bow or Dressing Forcepr. 
Byme's Abscuss Lancet. 
Scalpel. 

Two Silver Probes. 

Director, plated. 

Spatula, + 

Six Suture Needles 


The above iu ‘lortoiseshell handles — . ; ; 43] 


' 


Morocco or Russia lenthe: case, lined silk velvet with silver 
fock, containing — 


Curved Bistoury, probe pointed. 
Curved Bistoury, sharp-pointed. 
Straight Dressing Scissors 
Curved Scissors. 

Bow or Dressing Forceps. 
Scalpel, double edged. 

Symo's Abscess Kaufe. 

Gum Lancet. 

Tenaculum. 

Scton Needle, 

Spatula, plated. 

Director, plated. 

Two Suver Probes. 

Sia Needles. 

The above in Tortoiseshell handles . ‘ te 


Morocco or Russia leather case, lined sik velvet, with silver 
spring lock, containing :— 


» 


Double Curved Bistoury, with Spring Back. 
Gum Lancet and Syme’s Knife ditto, 
Scalpel and Finger Nuife ditto. 
Dressing Forerps, 

Listor’s Artery Korcens, 


0 


10 


spring 


chasec 
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Caustic case, silver 
Nirector, plated. 
wo Silver Probes 
Dressing Ncissors. 
Six Needles. 


The above in Tortoiseshell handles . i$ 3 
ar) 


Morocco or Russia leather ease, lined silk velvet, with chased 
sulver-gilb ypring luck, contaiung— 


Double Curved Dustoury, with spring back and French eatch. 


Gum Laneot and Symes’ Kinfe ditto. 
Sealpel and Finger Kinfe dit to, 


Straight Dressing Srissors. 

Dressing or Poly pas Forceps. 

Sulver Female Catheter, with stopcock. 

Luer’s Artery Forceps 

Caustic Cane, A. & Sons’ improved, with platinum spring 
holder to suib any size caustic. 

Silver Director. 

Two Silver Probes. 

Six Noedles. 


The above in beot Tortoiseshell handles . ‘ ‘ . £t & 0 


Superior Morocco or Russia leather case, hned milk velvet with 
chased silver spring lock, contaming— 


Double Curved Bistoury, with spring back and french catch. 


Gum Lancet and Syme’s Knife ditto. 

Scalpel and Winger Kuite durto. 

Arnold and Sons’ smproved Cau-tic Case, wilh platinuin spring 
holder. 


Silver Male and Female Cutheter, united 
Straight Dressing Neissars. 

French Bow or Lolypus Forceps. 

Luer’s Artery Forceps. 

Silver Dirertor 

Two Silver Probes. 

Ea ploring Trocar. 

Six Needles and Silver Wire 


The above in xuperior Tortoiseshell handles . : . £5 0 9 
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Extt'a superior Morocco or Russia leather Case, lmed silk velvet 
and chased silver-gilt spring lock, containing — 


Double Curved Bistoury, with spring back and French catcl 


. Gum Lancet and “yme’s Knife ditto. 
Scalpel and Liston’s Fiuger Knife ditto. 
Arnold and Sons’ improved Silver Caustic Case, with platinum 
spring holder. a 


Imray’s Har Scoop aud Eye Spud. 

Silver portahle Male and Female Catheter, united. 
Straight Scissors, silver plated. 

Tues or Laston’s Artery Forreps, silver plated. 
Bow or Polypus Setssors, silver plated. 

Silver Director. 

Two silver Probes. 

Spatula, chased, silver plated. 

Operating Forceps. 

Haploring NeedJe and Exploring 'Troéar. 

Twe Bleeding Laneets. 

Twelve Needles, 

Silver Suture Wire. 


Tho above in superior tortuiseshell handles . £r ou db 


Arnold and Sons’ Diamond Case, No. t, very portable Morocco 
or Russia leather, lined silk velvet with silver-gilt Jock contam- 
ing— 

Double Curved Bistoury, with spring bach and French catch. 
Gum Lancet and Symes’ Knife ditto 
Scalpel aud Finger Knife ditto 
Straight Serssurs. 

Prench Bow or Drepsing Marc ps. 

Luer’s or Liston s Artery Forceps. 

silver Caustic Holder (seumless tube). 

Director, elertro-plated. 

Two Silver Probes. 

Sr Needles. 

Tablet Arnold and sons’ Ligaturo Silk Cord. 


The above iu tortoin shell handles : fi; 3 Q 


Aruold and Sons’ Isamond Case, No. 2, eatremely portable, mo- 
roceo or Russia, lined silk velvet, with silver-gilt lock, containing-— 


Donhla enrved Bistonry. with sorine hack 
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(rum Lanovt and Syme » Knife, with spring back 
Scalpel and Pinger knife ditto 
Sulssols, Straight 
Artery Dorceps 

Dressing Forceps 

Dn ectot 

{wo Silver Probes 4 
sry Needles 

Fagature Silk 


The above in tortoiweshell handles 


Abscoss Knives, Syme y, wm tortoseshcl handle 


Ditto ditto 
Ditto ditto ditt» 


with spin, back, ditto 


catch 
\bsee & Lancets, in tortome hell 


Ahsecss Anite (Syme), and Gum J incet, with sprme 


back and Ficnch ¢ iten 


Syme 


[xt to 
Ditto 





Ancnism Necc and Tenieulam, with sping ick anu 


ditto with french 


() 
() 


) 
‘y 


ho, 


— 


iT 





ind Pavets Ab ass Kimft with spring bik and 

Fiench catch, stig 6) 
Anenrista Needle im tortciseshell 
ditto with spring back 
ditto ht 


wd Pron hee wteh 


Treneh catch a fig 70 
Bistoury curved (probe or shup) m tortor ¢ hell 


Ditto = ditto with sprung back 
Ditto ditto ditto ind Trench catch 


Butoury double, m torunseshell, with sprung bich and 





Jig J 


French catch,as Hig 71 
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, “ahosny straght, with spring back 
tS }Disto —dhtto ditto and Frénch catch 


Qlimesl Thermometer, Arnold aud Sons’ improved, m 


id 


ailver case, ay Mg 72 





—e 





SERED POMEL a ote paren i 25 


Fie 73 b 


Clinical Thermometer, in plated case, as Tig 73 





7 RO 9 100 
Tra The 


6 


Olmiral Thermometer, ivory case, as Fig 74 
Director, steel 

Ditto German silver plated 

Ditto silver, eatra stout 


Lear ee nl 





012 6 


nett 


i 


010 6 


~ EH etl fat fC pte tob if fe 
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Double-edge Scalpel and Vinger Kanfe, in neers with 
French catch, as Fig 70 

Dressing Forceps, spring 

_ Exploring Needle, n ivory turn-back case 


Wig 76 


_ Bxplorng Trocar, m ivory, Fig.76 . . 
. Exploring Needle and Liston’s Scoop, m 1vory cake . 
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d 
Pinger Knife, m tortoiseshall with French catch Te. 77 0b 
Vemile catheter, clectro plated ‘ avg 4 0 
Ditto ditto silver ‘ , ; 0 6 0 
Ditto ditto silvaa sliding . 0 6 4 
Ditto ditto with stopcock é : - O 7 6 

Ditto ditto Di Shephbud’s, with indi rubber tubing 
complete . 0 7 6 
Vinge: Saw in tortesc hall, with Prench catch, as Tie 76 0 4% ¢ 
Gum Lancet, m tortoieshell . , : . 0 2 4 
Ditto ditto with spring buck ‘ Os 6 
Ditto ditto ditto and J‘rench catch 0 > t 

ech Ee 

Gum Lincet and [inunlnm, m_ tortoiseshell with 

French enrich, as Pig 7), ; : 0 8 6 


Tagature Silk, Atnold ind Sons’ impruved, possesses the followmg 
idvantigcs over ul existing salks Intherto manufaeturcd = Pure silk 
and free from al] dressing or colouring mutter, will not kink or curl 
nuder any cicnmstinces, immense sticngth, and bemg plaited, will 
tie sccurcly without untwisting 


Tablet, with four assorted sizcs of silk wound thereon, m 
neat papor crise complete : : : » O | 6 


[xtrut from the Jan # Octoher Joth, 1870, pige 596 — We hive Tee 
upphed wath a specunca of this cord, which wppcars to us to be very ood ? 


7 Patth WM twat 7 vrnal, October 8th 1570, pa, 393 —* Its irecomimen lift 
uc that it does not twist or cial wh nused hhe the ordinary silh ’ 


Mode al Taesa adGa tt, October 15th, 1370, page 46> “It as of 2 plated 
tertur, very strong, and as f1¢¢ from all dressing or Colowung matta * 


Vet dl Pre sand Coa lar, Octolar 12th, 1870 pige 800 We have secu a 
imple of this substirce, made by Messr Arnold ind Sons, and cm strongly 1 
commend it We hepe some of it may be cot out toth Liench at the scat of 

Wo? 
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£os. d. 
Paget’s Knife, in tortoiseshell, with French catch . . 0 6 6 
Pocket Cases, Russia or Morocco, lined silk velvet, with 
silver-gilt chased locks ; . 7s. 6d, 108, 6d, 0 12 6 
Portable Male and Female Catheter, united, plated 0 7 be 
Ditto ditto ditto steut silver 016 6 
Probes, silver, extra strong =. sh 0 7 0 
Scalpel, in tortoiseshell handle . 0 2 6 
Ditto ditto with spring back . 0 4 6 
Ditto ditto ditto and French catch 0 5 6 





Fig, 40. 


Scalpel and Finger Kuife, with spring back and French 
catch, as Fig. 80 . d . : : : . oO 8 6 





Fic. 8%, 


Dressing Scissors, curved, small, Fig. 82 . 
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Scissors, curved, large, Fig 84 0 38 
> Seton Necdles, m tortoiseshell handle 0 3 
Spatula, steel ‘ ‘ 0 1 
Ditto electro plated ; 0 3 
Ditto electro-plated and chased 0 2 
Ditto silver, Hall-marked 0 9 
Syme’s Abscess Kurfe and Gum Lancet, m tortoisoshell, wath 
spring back and French catch 0 8 
Syme’s Abscess Kuzfo, in tortoiseshell handle 0 3 
Ditto ditto ditto § with spring bach 0 4 
Ditto ditto ditto ditto 
and French catch 0 5 
Tenaculum, in tortoiseshell handle ss 0 2 
Ditto ditto with spring back 0 4 
Ditto ditto ditto and French catch 0 § 
Tenaculum and Aneuzism Needle, spring back, French catch 0 8 
Thermometer, Clinical, Arnold and Sons’ improved m 
silver case : . 0 12 
Ditto datto ditto plated case 0 10 
Ditto ditto ditto 1vOry 0 8 





erie Ristopry, in tortoweshell, with spring back, as Fig 85 0 6 
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Tripod, 


Spring Forceps. 

Pair of Bowel Scissors. 

Set of Chain Hooks. 

Blowpipe, German Silver. 

Six Needles. £ a. d. 


The above, completo 4 4 0 


A superior Mahogany case, brass-bound, with side hooks, and 
polished throughout, containmg— 


Extra strong Post Mortem Saw 
Double Spine Saw. 

Post Mortem Hammer. 

Strong Chisel, with cross handle. 
Spine Chisel. . 

Brain Knife. 

Six Scalpels. 

Pair of Strong Scissors 

Bowel Scissors. 

Two Cartilage Knives. 

Two Spring Forceps. 

Sharp Hook 

Head Rest. 

Six Needles. 

Set of Chain Hooks. 

Dr. Nicholl’s Blowpipe. 


The above, complete 


baat | 
oy 
Cr 
So 


Brain Knife 05 9 
Bowel Scissors 0 6 6 
Blowpipes, German Silver : 0 1 6 
Ditto Dr. Nicholl’s ee (see Lancet. . oO 8 6 
Qhain'Hooks .. persct 6 2 0 
Cartilage Knife : ; . O & Q 
Cartilage Nippers, extra strong. - . . O18 6 
Dissecting Forceps . 2s.and 0 2 6 
Gloves, Post-mortem ; ; per pair 0 6 @: 
Hammer and Chisel . : ; : : 0 8 f £ 
Hoake, Dissecting . ‘ per set 0 2 i ( 
Ditto Mr. W. Thomas's (s0e Lancet oe a 
1870, .  . 0 f i € 
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Tyrrell’a Hodk. 

Two Needles. 

Two Lachrymal Probes. * 
Spring Speculum. 


The above, in case. ee ‘ . : G210 & 


Morocco case, lined silk velvet, containing— 


White Cooper's Cataract Knife. 
Beer’s ditto ditto. 

Beer’s Needle for Solution. 
Saunder’s ditto. 

Scarpa’s ditto. 

Tyrrell’s Hook. 

Silver Hvok and Curette. 

Adam’s Bye-ld Retractor. 

Two Paris Maunoir’s Scissors. 

Set of Bowman’s Lachrymal Probes. 
Critchett’s Director for the Canaheulus. 
Pair Cia Forceps. 

Pair Iris Forceps. 


The above, complete in case . ‘ : : £312 0 


Handsome Morocco caso, lined silk velvet, cuntuining— 


White Cooper’s Cataract Knife. 
Beer's ditto ditto, 
Dison’s — ditto ditto. 
T'wo Sichel’s ditto. 
Two Scarpa’s Needles. 

T'wo Saunder’s ditto. 

Two Beer’s ditto. 
Walton’s Foreign Body Scoop. 
Walton's Curette and Hook, 
yrrell’s Hook 

Sehult’s Double Spoon. 

[wo Pairs Maunoir’s Scissors. 
dilia Porceps. 

[wo Iris Forceps. 

Set af Bowman’s Probes. 
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Oritchett’s Director for the Canahoulus 
Adama’ Speculum. 
Cult wire Spring Speculum, 


*The above sot, complete £610 0 


Extra tuporiot case, lined silk velvet, contammg— 


One Duson’s Knife 

Two Sichel’s ditto 

Silver Curette and Hook 
Tyriell’s Hook ‘ 
Vanal«ulus Knife 

Set of Bowman’s Probes 
Unitchett’s Du cetor’ 
Inidectomy Kmfe, Bi oad 
{ridectomy Knife, Narrow 
Critchett’s Knife 

Broad Cutting Needle 
Bowman’s Stop diito 

Two Searpa’s ditto, 

Two Boer’s diito 

Two Dalrymple ditto, 

Two Small Scalpels. 
Spatala 

Entropium Forceps 
Schuft’s Forceps 

Ins Forceps, curved 

Tris Foiceps, straight 

Cilia Forceps 

Scissors for the Cy’ sliculus 
Two Pars Mann’ j Scissors. 
Strabismus Se 

Spring Specv bh slide 
Strabismus Hou 
Strabismus Forceps 

Lever Canula Inst: umont with Scissors and Forps. 


The above case, complete £12 7 8 
£o a 

Anel’s Silver: Eye Syringe with Cold Probe, in Morocco 
cage ae ae : , 290 0 
Ditto ditto Electro Plated 1 5 0 
Bowman's set of Probes m metal case . 0 6 6B 
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el yéDitto ditto (Lithotrite pattern) =. . 
_ Ost ular Forceps, ditto’ —=s ith cutting point 
eCapsaler Scissors, sharp pointed =... ° . 
e ay yid’s ditto withlever . .’ . «. . : 
Bic Cataract Knife .  .  . ~ or 
‘ ehemete’ gs ditto ditto . . . . «: . 

4 Walton's ditto ditto... ee 
« Oataract Needles, various : +. 2 - 4 
Ohalk’s Eye Drop Bottle. . . . 

Dito ditto Improved i incase. , 

ers Forceps, various patterns a ee ee 
“S Qurette and Hook . ; See 
‘Ginnefe’s Cystotome and Curette ‘ : 

fe sinarre’s Hooks . os : 

: aM Ditto Forceps << a 2. 8 
“Ditto Needle. . . 1. . .. 

“\ sBouble Hook at. & - & & & 
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re "poe action ditto ditto . . . . . 
\Dieemarre’ B ditto ditto. ; 
SWylde’s dito ditto .-° . .  . 
© Rowman sHyeDouches . . . . . . 

shy Ditto ditto in leather case. =. wt 
*sAwnold and Sons’ Eye Fountain . . -. 

f cP Ditto ditto ditto electro plated 

e “Saxary and Moore’s ditto 

_veaithold and Son’s Improved Double Action Bye Fountain, 
2 Ah <) in morocco case lined velve=b «wl 

wen Ditto ditto electro plated . . 
"ye 5 Syringe, with hone Jet. ; 

« AFoola and Sons’ Eye-lid Retractor eo 
ditto : 
ditto | we . F ‘ 
ditto — ; 
 hapape net | ditto : ; ; ; 

i Weiiton’s ca ditto, : a 
igs: ‘Shade, single, covered silk’ =. . «. .. 
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Diet ctulke 8 Suture Needle. be uh, eae Se. ae. 


r y 


ae fis: Porce 8 : : Mas a 5 Ey oy, oe 
3 s a s » ' + @ . e 4 * é ta 





* 
x 





ey 
HN 1 ae 4, r : ee « > ; tf rs ae * 
as ate a) Lee ‘ “igh Z ‘ ‘a . 
{sealer Tnidecto sidan ead 
a, my Knity, br a narrow . ihe oe i hate 
, et seer AY 4 


fel es *, 


oa are mee cae 
ory es ane Ep, + pe nt fee os eke 
fey oe ‘aah iy wt Mi fet wa Boyne a ap 4h te ? 
any , ° 
‘ = - e é : 


Valwr 5 Bistoury for Fistula aja aah os a we pe ee a 
set ar Forceps, with needle point . a : Pe 


Soe ee re 
1 10 Oss 
ie ce as 
1 10-1028 
1-15 202). 
04 0.5 

. 0 4° OE 

. 0 4 On 

. 0 4 OCF 

0.2 ¢O.a 
060 % 

. oO 8: 6b ° 

. © 86 6) 2% 

5. OF Bs 

| 0 4 Oy 

65 0 4 

- O 4 O°: 

- 0 4 O« 
0 4°0 

» o 8 Oo. 
v’ 8 OQ, 
08 0° 
08 0... 
0 6 0 
0 5.0 — 
0 6 6- 
0 7 & 
012 67) 
0 14-0 - 


oY o 
fee 


fed bed 
Ro NT 


Aa 
ae 
arn ~enie ~ : 


ra 
ies 
ween A 
oN ee 


¥ 

y fe a 

ae ee 
Sos 


* 


~ 


- 4 
br: 
PL 


* 


CHD ARADRARAARS 


oe 
z= aay 
oe ae 


=. 
ss 


Sooo vrestecrsszaaco 
OE 
AP, 


oa we 


SA Or et ONE Go Or 


a 

we 

ee 

~ 

tt z he 
er aes 7 
pPascany fi 


oe 
re 
= i 
> te 
= 
ert 
“oS 
ce eee 
san 
= 
se 


Rd 
=e > 
le 
Pad 
ah 
* 


i 


ARNOLD AND SONS, LONDUM: 


53 

£s da 

Jaeger’s Irdectomy Knife, broad = narrow. 0 5 0 
Jacob's Carved Needle 0 4 0 
 Jacob’s Straight Needle : : 0 4 0 
* Lawrence’s Eyelid Compyessor, mght and left . . each 0 12 0 
ditto ditto for the lower hd (10 6! 
Lachrymal Bougies, Lammaria Digitala » perset 0 3 Q 
Calken’s Patent Occhiombra, or Tians} arent Eye Shade 0% 5 6 
Ditto ditto double texture ‘ 0 6 6 

Ditto ditto troble texture 0 7 & 

Cases for ditto 5 0 86 


Nore —This eye shade 1s made with rvery hight framework of metal, ever 
which is stramed u very fine trans arnt fabric = =Lhcy ire made in various colours 
to suxt the requiremcnts of those whose eyes require a blue, grcen or neutral tnt 


Arnoup anv Sovs’ Impreved Hye Shade 15 fittcd with head sprmg 
and small pad resting on the forehead, to which 18 attached a small 
socket adjustable at any angle requned cach 9 5 0 


Liebieich’s Ophthalmosc ope, with Lenses, complete, incase 41 0 0 





Fie 88 
Ophthalmoscopc, with Reflector and Magnifying Lens, in 
morocco cast, Hig 88, : 012 90 





Fia 82 


Arnold and Sons’ Improved Portable Ophthalmoscope, 1 
ynle mite cage, for the pocket, Fig 69 , OW 6 


g6 ARNOLD AND SONS, LONDON 
i # 


4 


, Vodeidi’s Ophthalmoscope ; 
Critchett’s ditto 

Yehender’s ditto : 

Beale’ Self-Mlummating Ophthalmoscope 


\ 
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Arnold and Sons’ Improved Ophthalnoscope, with shifting 
Diaphragm, and six Lenses, complete, in case, Fig ‘1 
Soelberg Wells’s Portable Ophthalmoscope, with Jen es, &c, 
complete in morocco case 
Walton’s Probes, for the Lachiymal duct, the set m cas 
Bowraan’s Probes, the set in case 
‘ Desmarre’s Scarifymg Kuile 
Sobuft’s double Silver Spoon 
Mannor’s Scissors, straight 
Ditto curved ; ; 
Snelhn’s Eyehd Compresscr, right and left enh 
Ware's Styles for Fistula Lachrymalhs 
Ditto ditto pailt 
Arnold and Sons’ (hollow) ditto : 
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Oritqhett’s Strabismus Scissors ae 
s Bowman's ditto * © ££ w «4 
trabigmus Blunt Hook . 
alton’s Scalpels 
Schuft’s Forocps 
Spring Speculum . 4k @ ws 
Adams's ditto ; yo es why a 
Gilt-wire Npringditto —. , 
Arnold and Sons’ Improved ditto, with h Rogulting Bar ; 
Desmarre’s ditto .  . 
Scissors for the Canaliculus ae ee 
Strabismus Foiceps 
Tyrrel’s' Hook . 
Walton’s Foreign Body Scoop . oe wo os 
_Walton’s Probe for the Lachrymal Duct .  . — Is. and 
‘ Walton’s Silyer Syringe, completo, with Three Pipes, in 
morocco cage 
Walton’s Spud 
Walton’s Spud, curved ; 
Walton’s Director . | a 
Walton’s Bistoury 
Walker’s Knife 
Sichel’s Knife 
Dixon's ditto . 
Tridectomy Knife 
Oanaliculus ditto 
Oritchett’s ditto 
Tyrrell’s ditto. bs : 
White Cooper’s ditto 4 , @ & % 
Broad-cutting Needle 
Bowman’s ditto od 
Scarpa’s Needle for reclination . 
Walton's ditto ditto 


Dalrymple’s ditto ditto 

Beer’s Needle for solution ; ; ‘ ; 
Saunders’ datto ; : ; 
Jacobs’ ditto curved and straight. 

Guihriey’ Strabismus Knife 

Beer’s ditto 


Jaeger’s Iridectomy Knife 

"Ditto curved ditto =. 

Walker's slitto, for the extraction of the soft lens 
* Walton’s ditto, for the Lachrymal Duct 
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ARNULD AND SONS, LONDON. 


LITHOTOMY AND LITHOTRITY ' 
INSTRUMENTS. 


Mahogany case, brass bound and lined silk velvet, containing 


Three Steel Thompson’s Sounds. 
One Female ditto. 

Four Staffs. 

Two pairs Listun’s Forceps. 

One ditto curved. 

Two Liston’s Kunves, 

Two Scoops. 

Two Elastic Gum Tubes 

Two Web Bandages. 


The above, complete . . ; {¢ 15 @ 


\ 


Super Mahogany case, brass bound and lined silk velvet, contain- 


ing — 


Three Sir FW Thompson’s straight Forceps 

One ditto ditto curved. 

Three Liston’s Knives. 

Ove Sir H. Thompson's Knife, 

Four Steel Sounds, Male. 

One ditto Female. 

Four Latoral Staffs. 

Three Median ditto. 

Two Hollow Sounds, plated. 

Two Scoops 

One Clover’s ditto bent. 

Three Silver-mounted Elastic Gum Tubes. 

Onc Searcher, 

Syringe and Stop-cock, with Su H. Thompson's Ball Nozzle 
for the Bladder, 

Pischard’s Leather Cuffs and Anklets. 


The case as above , £1815 4 


4 


* 


Case of Lithotiity Instruments, brass bound and lined sik velvet, 
contaming — 


Sir H. Thompson's Lithotrite, 
Lithotrite, with Flat Blade (for debris) 


ARNOLD AND SONS, LONDON “ 


LAN 
Lathotrite, with flat Blade (for debris), for Children 
Forceps for removing fragments 
Silver Catheter, Hall marked 
Brass Syringe fo ditto 


The above complete, £18 18 0 


Bladder Syrnge and Stop cock, fitted with bun H Thomp 


son's plated Ball Nozzle in case 6 0 
Buchanan’s Rectangular Staff 0 7 86 
Brodie’s Double Channel, Silver Tall marked (athetm, for 

Inyctmg the Bladdar (continnous sticam) 1160 0 

Ditto ditto = Arnoldand Sons Improved 114 6 
Brass Catheter Syringe a1 6 
Clover’s Debris Extractor (by suction) 112 0 
Sir A Cooper’s Calenlus bat: ator 115 0 
Luei’s ditto 110 0 
Concealed Bistoury 1 15 0 
Teale’s Dilator, three blades, for Median Lithotomy 219 9 
Vinecut Jackson s two blided ditto 22% 
Eiichsen’s Silvaa Catheters, for dio with clastic gm 

sticftes, aperture at «nd, on the m ide of curve, and 

at ihe side 1 ) 
Ferguson’s Insirnments for } vt hie small Stones »- 2 0 
Fonik St tf 07 4 0 
Gor gets, Blunt ) 6 6 

Y & 6 


Gorgets, ( atting 





Ferguson’s Lithotrite, Mig 42 i 0 0 
Cyr iale’s ditties Baise Picrre for ihe: Urethia > 1) 0 
Urethial Lithoclast 116 0 
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hia 493 


¢ 


{ 4s d 
Improved Lithotrite, with Percussian Rod, Fig )) ho41 0 
Brodie’s — ditto Ll uv v 
Liston’s — ditto fou gv 





Ire Mt 


Sir H Thompson's Lithotrite (By a simple arrangemdut the 
above Lithotrite can instantly be converted from shding 


to wcrewaction) Fig J (} 
Ditto ditto, with flat Blade for d lice >i) 0 

Ditto ditto, without sciew motion, for Cluldien 5 0 OQ 
LInaton’s Lateral Groove Lithotomy tail 0 7 6 
Children’s Ditto 0 b& 6 
Hnchsen’s Hollow Sound 0 7 6 
Ditto plated 012 6 
Ditto Childiin’s ditto. v7 8 

Sir H Thompson’s ditto, fur Median operation, Tat ge G 7 6 
Ditto ditto ditto Small 0 b 6 
Krichsen’s Lithotomy Knife, Fig 4» 0 3 6 
Liston’s ditto Fig 96 0 38 6 
Bhzard’s ditto . Fig 97 0 5 6 
Brodie’s ditto Fig 96 0 3 #4 
Wormald’s diito Fig 99 0 5 6 


ARNOLD AND SONS, LONDON. 





Thompsons Lithotomy Amite Fig 100) 


Webber’s ditto 
Ferguson dit/o probe port 
Aeys’s ditto 


Lithotome, with two blades 
Lithotomy Scoop, three s17¢s 


Ditto Taichsen’s 

Ditto Clover s Bent 
Sir If Thompson s Iuthotomy lorceps 7s, 
Curved ditto 

Ditto ditto encsirated Blade 
Cross Action ditto 
Pritchard s Lithotomy Bandages per set 
Tlannel dito 


Leroy D Ltoile’s Instrument for Estractmg Forugn Bodies 
from the Urethra 
Su H Thompson’s Lithotomy Sound, hollow, with bulbous 
point, fluted handle 
Aithovomy Sound, with plam handle 
Nitto to measuic calcul 
Ditto Bottle, with brass stop cock for the above 


Gr 
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Fig 10) 


Sir H Thompson's Urethra Forceps, Fig 101 


CAUSTIC CASES. 


Ivory Caustic Case, portable 
Ditto and Precipitate Case ‘ 
Ivory Speculum Case, fitted with silver Caustic Holder 
(palladium), Sponge Holder, and Scaritymg Lancet 
Ebony Caustic (‘ase, with silver holder 
Ebony Speculum Case, fitted with silver Caustic Holder 
(palladium), Sponge Holdcr, and Scatilying Lancet 
Vulcanite Caustic Holder, portable 
Ditto long 
Glass Caustic Bottle, im leather cas 
Glass Canstic Brush 
Ophthalmic Caustic (ase, with propelling s« row 
Arnold and Sons’ Scamless Tube, silver Caustic (‘age, with 
platina spring holder, adjustable to any size (‘auatic, 


small 
Ditto ditto ditto medinm 
Ditto ditto ditio large 


Silver Seamless Tube Caustic Case and Exploring Needle 


Ditto ditto with Exploring Trocar 
Ditto ditto with Imray’s \«vop and 
Kye Spad 
Silver Caustic Case, small 
Ditto mit holder ¢ % 
Ditto with Exploring Trocar, and (‘anula and 


Walton’s foreign Body Se op 

Silver Caustic and Precupitate Case 

Platinum Caustic Case 

Electro-plated Caustic Case 
Ditto ditto with Exploring Needle 
Ditto ditto with Sponge Holder - 


Se 


ccc eH 


pamek pend 
ms] “ET GO Cre wT 





0 
6 


SSS GQ aS Ss 


ScCaog 


Ge ah" oe 


Os & SO Ss So 


ARNOLD AND SONS, LONDON. 


. LANCETS. 


Bleeding Lancets, in tortoise-shell 
Bad Ditto in pearl : 
Abscess Lancets, in tortoise-shell 
Vaccinating Lancets, in tortoise-sRell 
Spratley’s Vaccinator, in ivory, turn-back case 
Vaccinating Lancet and Bottle, in case. 
Vaccinating Bottle with Glass Quill for Lymph, in case 
Nicholas’s Vaccine Inciter : : 

Ditto ditto without handle , 
Weir's Vaccinator, with pins 
Vaccine Tubes, Capillary, per bundle 
Cases for ditto 
Ivory Vaccine Points, per hundred 
Silver Lancet Cases, plain °* 


Ditto engine turned, for two Lancets 
Ditto ditto for four datto 
Leather Lancet Vases, one-hole 
Ditto two-hole 
Ditto four-hole 


CUPPING INSTRUMENTS. 
A Mahogany (ase, contaming— 


Searificator 

Brass Lamp 

Nest of Cupping Glasses 
Spirit Bottle 


The above, complete 


“A Mahogany (ase, containing— 


Arnold and Sons’ Improved Scarificator 
Bayfield’s Ball Lamp 

Two Nests Cupping Glasses 

Spirit, Bottle 


The above, complete 


La. 
) J 
9 2 
av & 
) 2 
jy 3 
8 
0 1 
0 6 
0 § 
"0 3 
Q J 
Q 4a 
M 9 
0 12 
0 18 
1 3 
0 
0 0 
) J] 
£2 66 
£2 15 
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A. Mahogany brass-bound (‘ase, lined silk velvet, containing—- 


Arnold and Sons’ Improved Scarificator. ‘ 

Air Pump, brass. | 

Five (valve) Glasses» Ke 
The above,complete . . 4» » «=. {310 6 


Supetior Mahogany (‘ase, brasy-bound, and Imed silk velvet, con- 
tainug— 


Arnold and Suns’ Improved Laige Scarifieator. 
Ditto Temple ditto. 

Bayfield’s Ball Lamp 

Two Nests Cuppmg Glasses 

Spint Botile 


The above, complete ti 9 90 


’ 


Aur Pump, brass, with si Cupping (lasses, valved for dry 


cupping . oo. 017 6 
Cupping Bottles, stunt rubber. 0 2 6 
Cupping amp, brass 0 2 6 

Ditto Bayfield’s »- 0 3 6 

Scarificator, Arnold and Sons’ Improved, with twelve lladcs, 

cuttmg in opposite directions, super 115 6 

Ditto Temple, four blades i 4 0 

Ditto ditto mght ditto 1 9 6 

Cupping Glasses : 9d, 10d, 1s,and 0 J 2 

Fox's ditto 0 2 0 

Scarihcator Cascs (Icather) ) 3 0 

ECRASEURS. 





Fie 102 


* 
2 re 


Chassaignac’s Eciasenr, straight, Pig 102 


ARNOLD AND SONS, LONDON 6s 





Tia 103 
£3 d 
Chassaignac’s Herascur, cuived, Fig 10% ; 0 6 
Braxton Hickh’s ditto for polyp unter, small 10 0 
Ditto ditto ditto large , 22 0 





Jia 101 


Braxton Hick’s wire rope Ecravent, with th:eo moveable ends, 


gf different sized Fig LOE 212 0 
Meidows’ Wne Keraseur 2 2 0 
sims Portable ( ham Ecraseur of 0 

Ditto with guillotime =. ' 0 0 





hic 10 


Arnold and Sons’ Improved Wue Hcraseur, very supevior, 
Fig 10) : : 
Ditto ditto small size , 


~~ 
—_, 
— 


i — ~~ we 
Oo 
> 


‘ 


, This instrament 1s so constructed that 2113 wmort impossible for tho wire to be 
broken On the outer side of the instrument ore attichel doll rs, on whih the 
wire traverscs, which prevents conlict with any sharp cdgrs, and «onsequently ds 
drawn through with greater ease and regulanty, 
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CATHETERS 


*=°27000000 0 @ @ 


Tig 106 AnnoLD AND Sons CaTHrtTer Gat ol 





Los d 
Elastic Gum Web Catheters, oxtra superot, especially pre- 
pared to stand any clunate Nos 1 toll, perdoz 015 0 
Thitio ditto Conical ditto 1 ! 0 
Ditto ditto Second Quality ditto 012 0 
Tito ditto ditto QOonical ditto N15 0 
Ditto datto Common + ditto 0 6 0 
Titto ditto ditto Comcal ditto 0 8 0 
Elastic Gum Web, Prostate Cathcters, cach 0 3 6 
Ditto ditto Second quality, Auper 0 2 & 
Ditto ditto Cummon ditto 0 1] 9 
Ditto ditto Doubk Channel Catheters 0 9 & 
Ditto ditto Second Quality 07 0 
Su IT Thompson’s Catheters, + Boule Lrench sizes, Nos 1 
to 24, super quality, per doz 1 0 #0 
Ditto ditto Second Quilty 012 0 
Barnard Holt’s India robber Self Retaming Cathetu 0 3 
Steel Introducer for ditto, Tule Lancet, Pebruary 14th, and 
May 11th, 1870 0 2 6 
Female Catheter Dlastic, Gam Web 0 1] 0 
Dr Shephard’s Silvcr Female Catheter 0 & 6 
Silver Lemale Cathcicr, with stop cock 0 7 6 
Ditto ditto plain sliding Vt 


Silver Cathcters, all marked — 


No 1 Stout silver 6/6 | No 1. Evtra stout silva 7/ 
a. 2 Thtto ditto GO gy Ditto ditio = 7/o 
» 8 Ditto ditto 6/0! | 3 Ditto ditto fy. 
» 4 Ditto ditto 7/ol 4 4 Ditto ditto 4 | 
» OO Ditto ditto 8/ “eS Thtto ditto 10, 
» 6 Ditto ditto Ye jin Ditto ditto 11/ 
yl Titto ditto Voi 4 7 Ditto ditto 12/ 
i «8 Ditto ditto Wo! , & Ditto ditto 13/6 
» 4 Ditto ditto 1] (ogc 4 Ditto ditto 14/6 


» al Ditto ditto I3/o]; , Ditto ditto 16/h 
» 12 Ditto ditto Mf | , 12 Ditto ditto 17/6 
» As Ditto ditto s/o] , 13 Ditto ditto 22/6 


| 
ie Ditto ditto 12/6 » 10 Ditto ditto 15/o 
»w 14 Ditto ditto 20/0] , 14 Ditte ditto 25/ 


ARNOLD AND SONS, LONDON. 


oy 


Brodie's extra stout silver Catheters, hall marked, with chequered 


aaa 


ebony handles ‘— 


No 1 2 3 4 +S 6 7 8 
9/6 9/6 10/- Vj fs 13/- 14/6 16/- 


9 10 1] 12 13 14 


f 


. 17/5 18/6 BOM BEG 24/6 
If with ivory handles | /6 each extra. 
Lg. 
Dawson's stout silvor Catheter, for applying Oiniments, 
Fig. 107 ox 1 7 
L’ Allemand’s stout silver C atheter, for applying Vanstic to 
the Urethra, Fig 108 . a.*. & 1 $ 
Dr. Angove’s silver Cathetor Fig. 109 and 110 7} tol 0 
Sir H. Thompson’s Improved cies fluid Caustic 
Catheter, Fig. 111° ’ . 1 d4 
Erichsen’s silver fluid Caustic Catheter. 1 7 
McDongall’s silver, with palladium end and holder, The. Ww 1 14 
Krichsen’s silver Ointment Catheter, Fig. 113. 1 7 


‘oulgon’s (silver), with palladium holder and fused ( austic 


for applying to neck of the bladder. ; ; . tu 
Improved Ditto ditto. J 14 
Berkeley Hill’s Caustic Injector, for chronic Urethral dis. 


charges we 4 ; L 7 
Dr. Alfred King’s Wheel Uatheter =. 2. 2.7/6 tol 0 


Iu very useful in cases of old stricture; the small wheel at the end 


of the instrument greatly facilitates the passing of the Catheter. 


Brodie’s Double Channel Catheter (silver), for injecting the 


bladder, contanuvus stream ; 9 EAD 
Thitto ditto with brass syruge attached . 117 

Arnold and Sons’ Improved dittoditto =. 6 wd STA 
Female silver Double Channel Catheter 2... CT 
Arnold and Sony’ Improved ditto ditto =. . we dT 


Prostate Catheters, of stout silver, hall marked. 


Liston’s. Siy H. Thompson's. 


No. 6 Stout silver It/- | No. 6 Stuat silver 11 


ev ditto a ne ditto 12/- 
» 8 ditto 2/6 | 4 4 ditto a 
we 9 ditto 18/6 | 4 9 ditto 13/6 
» 10 ditto 15/- | yy 10 ditto 
gu od ditto 13/6) 4 11 ditto 15/6 
» 12 ditto Glo: a. Te ditto 16)- 
» 138 ditto 17/6} 4 18 ditto 17/6 


14 ditto 1&/- | 4 14 ditto 18/- 





Fig. 107, 
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Brodie’s Prostate Catheters, with | Brodie’s Prostate Catheters, with 
Chequered Ebony Handles. Chequered Ivory Handles,, 
No, 6 “Stoutsilver 16/ | No. 6 Extra Stout silver 17/6 


3s « ditto 76) , 7 ditto 19). 
» 8 ditto 19/6 | 4 = & ditto 21/- 
» (9 ditto Q2/- | 9 ditto 33/6 
» J10 ditto 22/6 | 4, 10 ditto 24 /- 
» iL ditto 2{/- » Ll ditto 25/6 
» 12 ditto 25/6 | ,, 12 ditto 27 |- 
» 13 ditto 26/6 | 4 18 ditto 28 /- 
» 14 ditto ore | 4 14 ditto 9/6 
Sir H Thompson's complete set of extra stout silver Catheters, £ 8, @. 
Nos. 1 to J2, and No. 9 Prostate with cut glass oul bottle, 
in mahogany case, hned silk velvet 8 2 6 
Ditto ditto with Catheter mounts, ond Sir 
H. Thompson’s Syphon complete .1010 0 
Complete set of stoutest silver hall marked Catheters, from 
No. 1 to 12. cut glass oil bottle, in morocco case, ned 
silk velvet, Da 7 b 
Sir TH. Thompson's improved Syphon for drawing off tho 
water from the bladder, and which 1s made to fit the 
end of Catheters 010 6 
Catheters made with the mount to fit the Syphon, extra 0 1 6 
Sir H. Thompson’s silver Catheter with probe pomt . - 010 6 
Ditto ditto extra small taper silver Catheter 
for difficult strictures 0 7 6 
Japanned tm Catheter case ’ 0 3 6 
Leather Catheter caso for 3 0 $ 6 
is aitbo ditto 65 0 4 6 
ditto ditto re 0 6 6 
Plated Catheters, super, Nos. 1 to 12, each : 0 & Q 
Set of Plated Catheters, Nos. 1 to 12, with Ol Bottle m 
leather case. é ao 0 0 
Set of Plated Catheters, Nos 2, 4, 8, e 10, and 12 110 0 
Brodie’s Plated Catheters, Nos. 1 to 12, each ; . 0 6 6 
Set of Brodie’s Plated (' athetc re, Nos. 1 to 12, with eut glass 
bottle in leather case , 4 0 Q 
Set of Brudie’s Plated Catheters, Nos. 2, 4, ‘b, 8, 10, ty will 
glass oil bottle in leather case . 2 0 0 
Female Catheter, plated GO 4 0 
Sir T] Thoinpson’s Tadia-rubber bottle and stop cock, with 
conical point fitting the elastic gum Catheters 0 7 6 
Prostate Catheters, plated 0 & 6 
Brodie’s ditto ditto . 0 & 6 
Double Channel (‘athetor, plated 016 6 
Ivory Catheter gauge : 0 3 6 
Catheter Cuse, Leuther, Small : : 0 3 6 
L).tto Medium ae 0 4 6 
Ditto Large 0 8 6 
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BOUGIES. 


Elastic Gum Web Bougpies, eatra superior, especially pre- 


pared to stand any chmate Nos | to 12, per doz 
Ditto ditto, taper points : : 
Ditto ditto, second quality 
Ditto ditto ditto, taper point 
Ditto ditto, common quality 

Bougies, a Boule, as recommended by Sir If Thompson, 

French sizes, Nos. 1 to 24, per doz « 

Ditto ditto, second quality 


Sir H Thompson’s sct of twelve plated Bougies, in morocco 
case, lined velvet, complete 
Sir H Thompson's plated Bougies, taper pownts, per doz 
Metallic Bougies ~ 
Ditto diito, with Handles ; 
Biodie’s plated Bouges 
Plated Bougies, plan 
Syme’s German silver Bougies 
Silver Bougies — 


7t 


£4, 


) 14 
Q 16 
1) 10 
() 12 
0 § 


rat 
to 
eSoeocoo =a oo OA eos _ 


= 
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Silver, hall marked Extra stout Silver, hall marked. 

No 1] ditto b/- | No 7 ditto - 
ye ditto Es ae ditto 7}: 
4 ou ditto bJo} 4 8 ditto 7/6 
» ditto THOT sq: A ditto 4/6 
» OO ditto B/- | y @ ditto 9/8 
» ~=O ditto B/ » 0 ditto 9/6 
0 ditto 10/- | 4 7 ditto 11/6 
» 8 ditto CC oe ir ditto 11/6 
5 <9 ditto li/fo!l , 9 ditto * 14/+ 
» LO ditto ] >/- a. EU ditto 16/« 
» I ditto 14/6 ee A dito 17/6 
we: 42 dito [oye sti 4 12 ditto 18/6 
Caigut Bougnes, super quality perdor 0 8 90 
Black Wax Bougies - 0 1 6 
kid ditto zs 0 2 9 
W Inte ditto 0 2 9 
(seophagus Bougies, elastic gum web, of superior quality 04 6 
])itto ditto second quality 0 3 6 
Ditto ditto common 0 2 0 
Quain’s Rectum Bougies . ‘ each 0 3 @ 
Rectum Bougies, lastac gum, of super quality 0 3 6 
Ditto ditto sceond «quality 0 2 6 
Ditto duto common 0 1 6 
Wax Rectum Bougies, short 0 J] 6 
Ditto difto long 02 9 
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£ os. d. 
Valeanite Bougies, the set of sia nested g° 013, ¢ 
Ivory Bougic Gauge . x oe te 03 6 
Bougie Case, leather a a ae ae 0 2 0 
Japanned Tin Bougie Case 0 2 0 
Cloth Bougie datto 0 1 0 


PESSARIES. 


Blackbee’s Patent Self-adjusting Pessary, for anteversion, 
antifiesion, retroversion, retrofiexion, or procidentia, U0 7 6 

Dr Greenhalgh’s Elastic Sprung Pessary 5 sizes, each 
Fig. 114 ‘ : 0 2 0 


The advantages of hese ee are cheapness, softness, inde- 
structibilily, facility of witroduction, phalnlty, enabling them to be 
moulded to any form, applicability to all form» of uterme and vaginal 
displacementy No obstacle to other local t1catment. 





Vig V4 


Dr. Grecnhalgh’s Hastie sprig Pessary, with two India 


rubber transverso bands, Fig. 316 : : 0 fof 
Ditto ditto with fonr ditto 34 
Ditto ditto with six ditto Fie. T1b Yo ovot 


Extract from 2aetish Me dcat Jouravl, May Ghd, tsoS — They are crn os 
wntroduchon ond removal than Hodge's Pessary. and can be more ¢ aly adjusted , 
oecasions htt!( orn mcony ence 


Arnold and Sons, having originally made these Pessarics spccielly 
for Dr Greenhalgh, caution the Profession against many sold and 
represented as their manufactme, which are different in shape, con- 
attraction, and material, and, consequently, uscless for the purpose 
intended. 
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Hodge’s gutta-percha Pessaries 
Ditto vulcanite : 
Ditto ditto with two bars 
Dy. Braxton Hicke’s Pessaries, with metal core and cov eared 
with india-rubber ; 
Ditto ditto vaanite ; 


ccak 
iit @ 


~~ © 
ze LO 


Arnold and Sons specially make these Pessaries for Dr Braxton 


Micks, and preserve the origmal sizes and patterns. 


Clay’s spiral spring Pessary, fitted with Pclvis Band complete 
Awanh's Pessary, covered with gutta-percha and india rubber, 
as recommended by Ii. Greenhalgh : 

Zwank’s Pessary, vuleanite 
Ditto, German silver 
Ditto, stoutly plated . 
Ditto, German silver, Dr. Tanner's modification 
India-.ubber inflatisg Pessary, round and pear-shaped 
Ditto ditto, with stopcock (Fig 117, 115) 





\N> 17 


Tnflatmg Pump : ‘ 
Blast gum essary, arculis, oval, globulat, aud oviform . 
Boxwood ditto, oval, round, flat oval, and flat round . 1/-, 
Gutta-porcha Pc sary, with Pelvis Band compk te 
Or. Priestley’s Pessary, for 1¢t1oversion 
Ditto, wath rubber cap ; 
Dr Gray ewitt > malleable ring Pes ary, gutta-percha, 
Of #14 $1208 ; per dos 
< Ditto ditto, shaped 
Schofield + Pecyary, porc clan 
Ditto, vuleanite 
Dr Simpsun's Pessary for rctroversion 
Dr, Skivner’s expanding Pussary 
Duffin’s boawond and ivory Pcssary 


0 17 
QO 3 
Of 
QQ 7 
(> 10 
iy Y 
YQ 3 
0 8 
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Dr, Braxton Hicks’s mdia-rubber Apparatus for the restoration of chronic 


inversion of the uterus, 
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ICE AND HOT WATER BAGS. . 


Dr. Chapman’s Ice Bag, which may be filled with either ice or iced 
water, is divided by external clamps or mternal septa ito two, three, or 
more cells, allowing of its application either to the whole or any part of 
the back, the patient being enabled to remain upright or walk about 
during its use. Tho mouth of the bag is closed by a clamp. 


No. 10 12 = 14 16 18 20 20 24 261m. 
7/6 bf 9 = (OfG 2/6 4/6 15/ 16/ 18/ 


Dr. Chapman’s Hot Water Bag which may also be used for the 
application of moderate degrees of cold, consists of two parallel tubes 
a thght distance apart, aud communivating at the top and bottom, the 
mouth of this Bag is closed by means of a screw. 

No 1 2 : 
6/6 BR! 9/6 

Ice Bags of India Rubber for applying ice to the head, &c, with 

rubber cork and box woud mount. 
No. | 2 
4,4 Nf o/b 


tf sd. 

Lumbar Ice Bag : each 0 8 6 
STETHOSCOPES: SPIROMETERS:, 

PLEXIMETERS, SPHYGMOGRAPHS: &c. 

Dr. Duckworth’s Stethoscope, Fig 126 0 3 6 

Dr. Walsn’s ditio Fig. 119 0 8 0 

Ditto ditto Vulcanite 0 3 6 

Dr. Ferguson’s ditto Mig 124 0 8 0 





¢ 
46,119 Fr 120 Pro. 121 Fie 19% Fia 123. Yig.124 Fro 128 Fria 1H, 
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Dr. Quain’s Stethoscope So“ « 
Dr. Stoke’s ditto Big, 122 


a 


Dr. 


Datto ditto Vulcanite 
Tare’s (American birch) 


Dr. Williams’s, With reversible oay- plate, Wig 123 
McLean’s, with reversible plate and Indian Rubber 


Dr. 


Dr. 
Dr. 
Dr. 
Dr. 
Dr. 
Dr. 
Dr. 
Dr. 
Dr. 
Dr. 
Dr. 


Cushion 


Barron’s Stethoscope 

Billing’s ditto Fig 120 

Tavis’s ditto with ivorv plate 

I)obell’s ditto § with graduated ear-piece * 
(Quain’s ditto (portable), vuleanite, Mig 125 
Eliictson’s — ditto 


Golding Bird’s ditto, ebony mounted flexible 
Andrew's = ditto ig. 121 
Hughes’s ditto . 

Edward’s ditto . : 
Sibson’s _— ditto with flexible tube 


¢ 


£ sg. 
0 § 
0 3 
0 3 
0 3 
0d 3 
Oo 
0 3 
0 8 
0 38 
0 94 
048 
0 7 
0 9 
0 3 
0 3 
3 
0 8 





Fia 127 


Dr. Alison’s Differentia! Stethosrope, Fig. 127 
Arnold’s Improved portable ditto : 
Dr. Lacnner’s Stethoscope 


Dr. 


Salter's ditto 


Gutta percha ditto ; 

Dr, Wright’s Stethoscope Holde1 

Dr. Todd’s ee 

Todd’s (‘lass Stethoscope, enabling. two “persons to 


Dr. 


diagnose at the same time 


_ Dr. Bennett’s Pleximeter and Hammer in case 
‘Pleximeter ., 
Percussion Thimbles 


1 1 
1 it 
0 3 
0 3 
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0 2 
» 3 
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yo 
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Pra. 328. 

- : £a da. 
Dr. Haller’s Percussor,as used by Dr. Duckworth, 3/6, Bie. 1280 5 O° 
Dr. Quain’s Percussor . ° . 0 6 6 
Dr. King’s Cone Percussgor, with Regulating Handle. pW ok 20 
The Cone Percussor will be found very useful in conducting 

tof examinations of the chest, being small and very 

oe handy. The spring is to regulate the blow in per- 

‘ cussion. The hammer striking the nail of the 

finger. : 
“Dy 
i LA . 
: ne i 
AR Bij f Wins 
t 
rine 1) 7 ve 
oe can re a a Ce mT aD 
ee ; Fie. 122. ; 
Capella’ Improved Portable Spirometer, in 1 neat mahogany os 
rare 62433 Wie, 199 . . ' . . 410 O- 
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Lad 
Hutchinson’s Spirometer - k 4 0 
Portible Sprometer for measuring the vital capacity of the 

chest ; lL 4 9 
Chest Calhpers (portable) 010 6 
Dr (Quain’s Stethometer 2 2 0 
De Maroy’s Sphygmograph ® 7 0 4 
Nitto ditto with Berkley Hills Pad 7 7 tb 
Ditty Improved by Dr Burdon Sanderson Ss 4 6 

| 

-; 4 

end 
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Fras 0 
Mabomed’s Improved Sphygmogi sph Fig. 140) 5 0 
Ditto IN Cab rt | 
Ditto with glasses complete 517 6 
Ivavetfi mth WVdual Toms ant Ga ctt , Janna 20th 1872 — [he main 


springas ttiched t othe framewerl of the amstauncat by 1 hin ¢ jount, which 
ponnts beev vue dat mo dat ral movemert It fre xtuemity, whi his covend 
by an iyury pid, ests upon the artery (u ually the 1 dial) frem which at ag pro 
posed t> oltun a fran, Jo this sprung is ttachcd 2 bl cl which forms the 
centie (f movemcrt tor a lever of the thudomd 1, which endl segatly the bafirca 
tion of its cxtremity a ypin projecting fiom cith rside of the block, anl 4 assing 
through cach oxtamity of the bifurcation, thua insuring 4 parfict y rtscu move 
ment free from ]iteral oscillations ’ 


Dr. Simpscn’s ( hest Measurer } 
Thompson’s Chest Measure. : 0 


aT wt 
a Oo 
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LARYNGEAL AND TRACHEA INSTRUMENTS. 


* 


Silver Tracheotomy Tubes, small medium, and large, cach 


Donble ditto silver — ditto 
Silver Laryngotomy small, medium, and large 
Double ditto silver ditto ig 131 





Tic 133 Tia 132 lig 123] 


Matthew's Silver Tracheotomy Dilating Tube and Canula, 
complete, small, Lig 132 & 138 
Litto diito medium 


Ditto ditto large 
Trousscau’s ditto with rotating plite, allowing the patient 
free movement of the head ‘ 


Ditto ditto large 
Trousseau’s Forceps for dilatinz, thureby fauilitating the 
untroduction of the tube 





Tilu 144 


Sankey’ Improved Tracheotomy Forceps, Fig 134, are so 
constructed as to pass along the canula and com- 


press the end of the tube, thereby facihtating the 
mitroduciion . 


£3 
0 6 





CAO ™ 


oe ea 
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Fig. 136. 

fos. d. 

Sankey’s Double Trachea Tube and Canula, Hig. 1%5,emall. 014 0 
Sankoy's Double Trachea Tube and Canula, medium , 016 0 
Ditto ditto ditto large 017 0 
Worthington’s Tracheotome - . 07 6 
Nruchootomy Trocar, with Silver Canula, small 1 5 0 
Ditto = ditto ~—_Jarge 17 6 


Arnold and Sons’ Ebonite Wouble Tr acheotomy Dilating 
Tube and (‘anula srall, medium, and large, each "6 7/6 8/6 
The great advantage of this instrument 1s its durability, elasticity, 
and citreme lightness. 


Tracheotomy Hooks, double for dilatation. 0 10 6 
Sut of Tracheotomy Kuives, with three electro- plated tubes 

in morocco vase, complete . ; ee ee te 
Plated Double Tracheotomy Tube, threo sizes. ww OO OG 
Erichsen’s Tonsil Scigsorg ww .tststé«i Ge 
Uvula Scissors a esas SPE 
Curved Throat Morceps . . 4 afb 7/6 O10 0 


é 





Fra 136 


Arnold and Son’s Improved Throat Foreeps, with cross 
lever action, Fi ig. 136 , 015 0 
Laryngeal Syringe, with Silror seamless pipe and shiold, 
and Improved India-rubber Bottle ee ve Od 
Gibbs’ ditto ditto o «@ & 4 0h 





; lig, 137 
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£ 
Throat Syringe, plated tube and ivory mounts, Fig 137 0 
Ditto ditto, Silver mounted, 1m morocco case] 
Tongue Depressor, plain 0 
= 
od — 
dtemeseeitlt a 7 
138 
Tongue Depressor electro plaicd, Fiz lo» () 
Ditto ditto mcre 0 
Ditto toutly gilt ditto () 
Thitto viule unite 0 
Ditto Cotton 5 Q 
Uiyngoscope, with three gliss miiors magnifying lens 
rcflector icad bind and uranged for use 13 an 
ophthalmoscope if acquircd, 1 m020060 ¢ 15¢ ] 
Cvermak ¢ Laryngoscope, with three gliss mirrors, reflector, 
ivory handle, m morocco cise I 





Mackenzie's Laryngoscope, with ball and socket motion, ad- 
justed to head band, rcflector, and two glass murrors, 


in morocco case, Fig 139 ' ‘ 2 


a od. 
10 6 
< 86 
6 6 
5 
12 6 
lv ob 
{ 6 
1 6 
| () 
Th @ 
0 0 
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Johnson's Laryngoscope, with ball and socket motion ad- 
justed to head-band, reflector and two glass mirrors, 


in morocco case : ‘ z 
Krieshaber’r ditto com ijlete 
Lewin's ditto e with tuble anchaieite 


Eatra superior Laryngoscope, with large retlector, head. 
band, three super mirrors, and ivory handle, in morovco 
case 

Reflector, with candle holder 

Ditto plated 

Jauynsoscope Mirrors, concave, with frontal band and ball 
and socket motion (6 inch diameter) . : : 

Laryngoscope mirrors, with stand attachments (°) inch 
diamcter) ; 

Uotton’s Throat Forceps, plain 

Ditto ditto plated 

J)itto ditto silver 
Vhivat Brushes, camel-hair, with whalebone stem, per dow 
Jointed Brush Holder, ebomte . 


e 


Cun l-hair Brushes for ditto. : ; ‘ier a. 

Curved Whalebone Probang, with sponge and 

Strarht ditto ditto . 

Strareht ditto ivory ond : ° 

Probang, double, with spring, hook, and sponge : 
Ditto jointed for portabiliry —. ‘ . 
Ditto with bristles at side (expanding, and 

sponge end. ; , : 


(sophacus Bougies 


C » 


ee ee 
cy 


Vulsellum Foreeps, Fig. 110 
‘Tonsil Bistoury 
Tousu Lanect, with Silver con ila, in more ©O C. se 


“Mcis 
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TONSIL UVULA AND CLEFT PALATE 
INSTRUMENTS. 


Tonsil Guillotine plat forexc ng the ta L460) 
World’s ditto J le 
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Improved Tonsi] Gaillotine Die 11h De 1H) 
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t os. d. 
Frichsen's Tonsil Seissors ; ; F : : . & & 0 
Tonsil Scissors, curved blades and hook. . oF Bb 
Smith’s Anvawar Knives, Right ; ; . 6 0 
® Ditto Lei. : : . . & 8 0 
Intto Straight Palate : . 4. 2 se 
Loreeps with Le naculum points ©. : . Oo 6 6 
Cross action Foreeps, unproved : ; Oo 1006 
Ferguson's Needle, with lever for Ci iglnplhs , ae 
Ferguson's Straight Palate Knife. 3 : ; . 3 6 
Ditto Curved. . . ; — o & O 
Curved Pulate Necdle : ; : F | ae . te f 0 
Wire Twister : : : : J ff 0 
Tobular Wire Needle : . : J & 8 
Curved Scissors : ; ; ‘ . , en Cee 
Straivht ditto . : , : 2 te Ret 
Needles, half curved, aie @- 4 : . pordos, © 6 0 
Assilini's Self-acting Tonsil Porceps : : J & be 6 
toun’s Needle Holder —. : ; 1 6 
Lonsdale’s Instrument for Vraetured san : > ae AP A 
Smith's Gag, wilh cog joint, side levers, and tongne de- 
pressor iad the set coniplete —, : See “ue 8 
Tonsil Lancet, with Silver camula, in moroceo case . cl Os “8 
TOOTH INSTRUMENTS. 
Leather Pouch, containnig— 
Curved Tooth Forceps, 
Straight ‘Pouth Forceps, 
Fov’s Pooth Key, with three claws. 
Gum Laneet, in tortoise hell, 
Klevator. 
The above set compere ; ; — €1 6.0 


Leather Pouch, contauming-- 


Lower Molar forceps, single joint. 
Upper Molar Forceps ditto. 
Lower Bicuspides ditto — ditto. 
Upper Bieuspides ditto ditto. 
Curved Sturap ditto ditto. 
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Fox's Tooth Key, with three claws 
(iam Lancet, in tortoiseshell. 
Klevator. 


The above set complete. : : £1 17 


Leather Pouch, lined with velvet, containng— 


Upper Molar Forceps, Right (cireular yomts) 


Upper Molar TYorceps, Left ditto. 
Lower Molar Forceps ditto. 
U"pper Bicuspides ditto ditto. 
Lower Bicusmdes ditto ditto. 
Curved Stump ditto ditto. 


Fox's Tooth Key, with three claws 
(jum JLancet, m tortomscshell 
Ball’s Hlevater 


The above set complcte : ; ‘ ; . £ 3 


Leather case, lined with velvet, containing — 


Upper Molar lorceps, Right (circular joints). 


Upper Molar Forceps, Left dit to. 
Lower Molar — ditto ditto. 
Upper Incisors ditto ditto. 
Lowet Incisors and Canine Forecps ditto 
Upper Bicnspidcs ditto ditto 
Lower Bicuspides ditto ditto. 


Curved Stump Porceps. 

Dovx's spring bolt Tooth Key, with three cluws. 
Gum Lancet, sp.ing back, 1m tortoiseshell 
Bell’s Elevator 


The above set complete ; : « Lf 4 


Superior Leather case, lined with velvet, contuimmng— 


Upper Molar, Right, with cueular jomt:, + 
Upper Molar, Ltt ditto. 
Jwwer Molar ditto 
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Upper Wisdom Forceps, with circular joints. 


Lower Wisdom ditto. 
Cpper Bieuspides ditto. 
Lower Bicuspides ditto, 
Upper Incisors and Canines dit1o. 
Lower ditto . ditto, 
Upper Stump ditto. 
Lower Stump ditto. 
Hlevator in ivory handle. 
The above set complcte . A 


Mahogany case, lined with silk velvet, containing— 


Upper Molar, Right (circular joints). 


Upper Molar, Left . ditto, 
Tower Molar ditto. 
Upper Wisdom ditto. 
Lower Wisdom ditto. 


Upper Bicuspides. 

Lower Bicuspides. 

Upper Central Incisors and Canines. 
Lower Central Incisors and Canines. 
Uyper Lateral Incisors and Bicuspides, 
Tower Lateral Incisors and Bicuspides. 
Improved lower Stumps. 

Improved Upper Stumps. 

Lower Roots, 

Elevator in chequered handle. 

Gum Lancet, spring back in shell. 


The above set complete 2 ‘ ; ; 


Scaling Instruments, four in Morocco case 

; Ditto SIN ditto : 

Portable Sculing Instruments, six fitting one handle, in case 

Set of six Scaling Instruments, in ivory handles and Mo- 
rocco case ’ : : : 

Set of twelve ditto ditto 

Set of six Stopping Instrur ats, in ivory handles and Mo- 
TOCCO Case - ; 

Set of twelve ditto 


ditto 


£i, 2 


£6 14 


£4. 
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Sot of Scaling and Stopping Instruments, consisting of six 
Scaling, in ivory handles, and six Stopping in Morocco 
case, lined silk velvet ee 

i“ of twelve Scaling Instruments fitting one socket handle 
(ivory), in Morocco case, lined sill- velvet 

Set of twelve Stopping Instruments fitting one socket, iV ory 
handle, in Morocco case, lined silk velvet ; 

Set of twelve Stopping and twelve Scaling Instruments 
fitting one socket, ivory handle, in Morocco case, lined 
ilk velvet . , 

Set of twelve Hacavating and nlx x Ronehe od Dr ills, Atting one 
socket handle, in Mor: oceo case, lined silk velvet 

set of twelve Instruments for cutting down Hnamcel, with 
socket handle, in Morocco case complete 


t 


£ os, d, 
115 . 0 
1 0 0 
} O 0 
1 10) 6 
i t @ 
I 2 6 


Dental Cabinet in Rosewood, Walnut, or Mahogany, tined silk velvet, 


with Instrument Trays, &¢., containing— 


Twelve Scaling Instruments, in ivory handJe . 
Twelve Stopping ditto ditto 
Twelve Hxeavators, steel handles. 

Twelve Drills, rose-heads, ditto. 

ne Mouth Mirror. 

Spring lorceps for foil, cotton, &e 

Bottle for Stopping. 

Lottle for Mercury, 


‘The above set complete —. ; . ; 2 “0 


10 0 


Dental Cabinet in Rosewood, Walnut, or Mak« euny, lined silk velvet, 
with ‘Trays for Iustruments, Uold foil, and Diawer for Doreeps, &c., 


containing -- 
Twelye Scaling Instruments, in Ivury handle, 

Twelve Mtoppng ditto ditto, 

Twelve Excavators, steel handles. 

Twelve rose-headed Drills, ditto. 

Sixteen pairs Forceps, 

Two Elevators. 

One Excising Forceps, 

One Mouth Mirror. 
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Pur strong Scissor-, 
Geum Lancet im tortoises! «1! 


The abuve sct complete Ll» 16 0 


Superior Denti cabinet in Roscwood, Walnut, or Maho_iny, lined 
sik velyceh with Tray and Drawers for Instraments, (old foil, ac, 
and lower Diawer fr cvtra Porc vs contamme—-~ 


Jishteen superior Scalmy Instruments im aivory handles 
Lizhtten ditto Stoppmg — ditto dituo 
Pwcnty four Decay ators, io stect andl s 

Twelve rose Drills ditt) 
Jwelve pars circular jomted Pooth Forceps. 

Tour ditto dit to for Childicn 
lwelve Licavators, fitting socket hand 

Iwelve rose Drills ditto 

Pan Lo cising toreep. 

Jwo Stump LI vator 

One Screw for Stumps 

One Gam Lancet spr» bick 

One stron, Serssors, fo foil &e 

Onc Looth Sy:mge 

One Mouth Mirror 

Onc Saw 

One Mouth Spatula 


The above set complete ‘ »~ 0 0 


Tooth Porceps, cucula yoints and chequered handles, supenor 
quulity — 
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Upper Molu Foiecp- t, Fiz 145 0 7 6 
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Upper Molar Forceps, left, Fig. 146. - : : ~ 9 7 6G 
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Upper Central Incisors and Canines, Fig. 100 . °. . 0 72 
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fig 13 
Lower Bicusprdes Porceps, Fig 105 
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Lower Stump Forceps, $1) 
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Lower Molar Stump Forceps, Fig Toe 
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Fra 159, 
Upper Molar Stumps, left, Fig, Jot. : iy 9 6 
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Lower Molar, right, Fig. Lo" 
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Fig, 161, 
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Lower Molar, Forceps left, Fig. 161 : : 





Fig, 162. 
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Lower Bicuspides Forceps, Fig. 163 
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Lower Bicuspides, left, Fig, 16-4 
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Upper Bicuspides, right, Fig. 16E 
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Lower Bicuspides, right, Tig 107 





hig J *& 


1 
() 





lis} 


Lower Bicuspides Forceps, Mg. 114 
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Upper Stump Forceps, Fig 170 ; 
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Upper Stump Forceps, Fig 173 
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Upper Stump Forceps, 11g 10) 
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Fig. 178, 


Lower Stump lorceps, right, Fig. 178 Oe 2G 
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Upper Stump Forceps, right, Fig. 179 ; . O 7 6 
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Upper Stump Forceps, left, Pig. 180 : 
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Children’s Forceps, Lower Temporary Molars, Fig. 1520. (6) 6 
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Childrcn’s Upper Temporary Molars, lig. 150 - > « O & 6 





Fic, 184. 


Children’s Upper Temporary Incisors, Fig. 184 . 0 6 6 
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Children’s Lower Temporary Incisors, big 18> 
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Upper Dxcising Morceps, Pig 155 » 0 Ss 6 
fe 
/ : 
Jue Iw 
0 8 6 


Lower Dsausing Torceps, fig 1s) : 
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Mr. Cattlin’s Alveolar Forceps ; : ; ~ VD & 
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Lower Molar Forceps, angular, Right, Mig. ]12. . Roa 


Mr, Coleman's Odontological Bag (Registered), containing- 


Twelve pairs Tooth Forceps. 

Three Elevators. 

(ium Laucet, in tortoiseshell handle. 
Tenaculum ditto, 

Sealpel ditto 
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, Paget's Nuife, 

Nitrous Oxide Apparatus, consisting of a Twenty-five gallon 
Battle of Liquid Gas, Bloxuin’s Bag, two face-picces, three 
props, two way stopcocks, unions, &e. 

Hight half-ounce stoppered glass bottles, 

Four two-ounce ditto, ditto. 

Twenty-four Excavators, steel handles. 

Twelve Rose Drills. 

Twenty-four Plagger’s, wooden handles. 

Six Hnamel Cutters. 

Four Burnis hers. 

Six Wiles. 

Muuih Muarror, 

alow h Syringe. 

Pour steel Scalar, 

Box Powdercd Pumice. 

Two Dragon Roots. 

Spatula with Spoon, 

Small Agate lestle and Mortar, 

Small Spit Lamp. 

Dressing lorceprs. 

Rod Poreeps, 

Trays for gold-foil, German tinder A. A. 

‘The above sct complete ; J 0 0 
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laeavating Lastruments, stecl handles, av dug Toi ta2uk. 0 1 0 
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Stopping Instruments, in ivory handley, as Mig. 21 to 252 0 2 0 
Stopping Instruments, dilto, scaletaug, os Vig 24] tales 8 SU 


1A a 


Rose-head Drills, with stecl handles, as Fig. 2o5 to 2h 2 ou 

Rose-head Drills, in ivory handles, as Fig. 253 to 264 2 7U 
Rose-head Drill, with universal joint . : » OTF 0 
Ditto Arnold und Sons’ Improved bon 6 
Guin Lancet (tortvisesbell handle). . ob 2 y 
Ditto = spring back . : ; - 9 $4 
Ditty two blades. : mF Ob 
Dilio — three blades. , . oo dg 
Kox's Tooth Key, ebouy handle , Jo t3 
Ditto ditto ivory handle . . mil @ 
{improved Fox's Tooth Key with spriug bolt, ebony. . tk ou 
Ditto ditto ivory. . 6 

Ditto ditto with spring to 


handle : P ‘ . ; ‘ , . O18 49 
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4 sd 

Two Tooth Keys, «mall and large, with spring bolts and 
ivory handle 110 6 

Sncll’s looth Key, ivory handle, spring bolt, and revolving 
filurum 1 7 0 
Bell’s Lievaton 0 { 6 
@lendon’s diteo, ebony handle 7 0 3 0 
Ditto — ditto, chequered chony handle Q 3 6 
Ditto ditto, ivory handle 05 ¢ 
Ditto ditto, with swivel joint v0 7 0 
Kempton's ditto, with sm claws, in case complctc 1 1 0 
Shefficld’s Ele vatox ° Gh Y 
Saunders’ ditto, set of three 0 b& 4 
‘Lomes LUlevator, Lig 2 > vo» YO 
Amcaican | levator Qo» 6 
Thomson s ditto ‘ o { 6 
Ditto = dattn, set of thice, im cbony handle QO ] tf) 
Dito — ditto ditto  miivory Th 0 

Arnold id bons Improved Licvitor, vith og movement, 
idjust able wb any angl, Hig 2c ¢ au ta 0 
Plam Elcvitors 0 2 tb 
Screw for Stump 0 2 6b 
Mouth Muror, ivory handle ) f 0 
Diito hinged 0 4 6 
Germain sover Mirror, wory handle O b 0 
Vitto to fuld ) & b 
Mouth Mino, pearl handle a 7 6 
Ditto to fold 0 9 OQ 
Stec] Miro ) 2 6 
Ditto with pear] handlc 0 3 6 
Nitto tortoiseshe]) (6 3 6 
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£ 

Mouth Mirror, in wood frame. : 0 
Silver Mirror, with ball and socket movement ) J 
Ditto folding joint ; ; . . O1 
Kiessler’s plated-frame Mirror 04 

Swing frame plated — ditto 0 


TROCARS. 


Morocco Icather case, containing— 


Hydrocele Tiocar, in chequered cbony handle, and silver 
ferrule and canula, 
Glass Syringe, with platina point and ivory mounts. 
The set complete . Lg >, SOLE A 


Morocco leather case, dined suk velvet, Contaming— 


Large Trocar for paracentesis abdommis, in chequered ebony 
handle, with silver for: ule and cannula. 
Medium Trocar for ascites ditto. 
Small ditto hydrocele, ditto. 
The set complete . a 


Superior morocco leather case, with spring lock and lined silk velvet, 
containing — 
Large Trocar for paracentesis abdominis, in chequered ebony 
handle, with silver ferrule and canula. 
Medium T'rocar for ascites, ditto. 
Small — ditto hydrocele, ditto. 
Ponteau's curved Trocar for puncturing the bladder per rectum. 
Glass Syringe, with platina point and ivory mounts. 
The set complete . £2 7 46 





Pts, 267 


Hydroccle Trocar, in chequered ebony handle, silver canula 
and ferrule, Fig. 267. : : : . 0 6 6 





Ascites Trocu, m che yuetred bony handle silver canuty ind 
forruls, Pig 26% ° 





Parventesis Abdommis Trocar in chequered cb ny handle, 
suver canuls and furrule, Pig 2f} 





Kt *) 


Ponteau a curved Trcea Or punetwuing the bladder por 
rectum, in chequercd chony handle, silver canara and 
fermle, Liz 244) 

Cooks Trocar for purcturms the bladder per rectum, with 
thrice Sdver Camis, m case complete 





Vsplotins Tro awoimayors cic, th sily a caaule fattine into 
the hindc fa portublty fiarsiz sy, 1, 2,0, mdf, 


Piz 271 ‘ cach 
Dspl ring li cur mcbony cacy dar 71 ditt» ditt» 
Bydrvocele Lr car — ditto Pix 27k 
Ascites ditto ~— ditto biz 371 
Paracentesi5 Ahdomums ditto Miz 27) 
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£ os. d. 

Dr. Protheroe Smith’s Aspirator, in morocco leather casc, 
with Eaploring Trocars, Tubes, &c. —— small 2 2 0 
Ditto dito large 3 3 0 

Thompson’s Trocar, with side branch for india-1 ubber tubing, 
smal] . : , . 0 16 @ 
Ditto ditto large 0 17 O 

Dieulafoy's Suction Trocar eo. e os OS ee 


iy 





lia 4 


Dr Murchisou’s Improved T'rocar and Sy1mge complete, for 


Tapping the Chest, Fig 272 fd. 0 
Ditto with two stop-coch Canulas and 

Trocars, complote incase. ‘ ; i” doa 
Ditto with thaee stop cock Canulas and 

Trocais, complete in case . ; : : : ~ 4s A «o 


In the ibove Syimge the vilves me so arranged that st 1s tmpossible tur ur to 
enter, and no stop-coch 18 vequucd to the Syringe 
Krichsen’s Trocar for Tapping the Chest To the cnd of 

Canula x» mount is made which plugs on, and te which 1s 

attached a bladder to receive the fluid 1 10 
Hydrocephalus ‘Trocar ; nm S 6 
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Via 253 


Spencer Wells’ Ovariotomy Syphon Trocar. with side branch, 
small, Fig 2re , 1 7 6 
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os. d 
Spencer Wells’ Ovariotomy Syphon Trocar, medium. Fig.273 1 12 6 
Ditto ditto large, Wig. 2730 2 0) 0 
Ditto Syphon Tabular Trocar , . 1 7 6 

= Ditto ditto with hooks for secur 
ing the pedicle 2 2 4 





Fra 271 


Abdominal Belt Cotton clastic, third quality, Fig. 271 nie ee 


Ditto second ditto 1 | 0 
Ditto first = ditto 1 7 6 
Abdominal Belt, Glastic Silk, third quality , 1 0 90 
Ditto second ditto : . | 7 6 
Lito first ditto Lyn @ 
Spiral Elastic Silk Belts, third quality ; 130 0 
Ditto second ditto 2 2 
Ditto first ditto ee | ae | 

Arnold and Sons’ Improved Abdominal Belt, with cotton 
elastic sides . : ; : ; ; ; . Oo da oO 
Ditto ditto superior . to TQ 
Ditto ditto with silk elastie sides 1} J 0 
})itto ditto superior =. J Jn 0 

Ditto ditto, with spiral wire sides, 
superior quality . ; ; ; 2g Ml 


The advantage of thea Bats consists in the ades bein made af <poetilly pres 
parcd spual wires, which always retam thar power and clastiity, 


Bryant's Abdominal Belt ; , O17 6 
Ditiv superior 112 6 
Dr. Woodward’s Obstetrie Support ; ; }11 6 


hea Janet, October 16. 1869, 
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Umbilical Belt, with cotton elastic sides and pid 
Ditto ditto uper 
Umbiheal Belt, with silk elastic sides and Atnold and Sons’ 
improved india-1ubber pad 
Ditto ditto supe! 
Ditto ditto ; with spiral 
elastic sides and mflated pad 
Children’s india-rubber umbtheal Bund 


Ditto ditto ta lice 
Ditto Umbiheal Belts with clastie sides and to lice 
Cockimg’s Patent Poroplastic Belt 25 od to 





) 


Riding Belts, plam rubber sides, Vig 275 
Ditto ditto superfine 
Arnold and Sons’ Improved Riding Belts, with spaal wire 
sides : 
Ditto ditto super giality 
Prolapsus Uter: Bandage 
Blundell’s ditto 


a meno? oO 





Hull's Utero-Abdomuinal Support, Fig 276 ; 


~ wt 
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{ es : 
Hull’s Utero-Abdominal Support, superfine quality 2 4000 
Lever’s ditto 11 9 
_lalfrey’s ditto i Yoo 
Ashburner’s ditto ys a 
Dr. Greenhalgh’s Obstetric Bandages On & 
Cait shall’? ditto 7 0 3 6 
Obstetric Binders, for use after accour he ment ‘ oO 7 0 


Coching’s Patent Poroplistic Band yes, 95 6d, 94, fs Od, 
Js 32. ba O19 DO 


T Bandages ! mo 1 6 
Eighteen tuled Banda +s . 0 2 0 
Strait Waistcoats QO Tf ov 
Lunatic Belts, complete oy 0 


Nott — Mcasnrement tcquacd tor Ablomi al Belts, croumd rence round 
4, Fy ind C, big 271 


"TRUSSES. 


AHO 0% SONS 
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(ommon Single Truss, Fig, 277 wo2 6 
Ditto Double Truss, Fig 275 0 >» Q 
(urcular Single Truss, covered, best. Pug 277 0 3 6 
Ditto Double ditto Mig 275 oO 7 O 
Ditto Single Tiuss,covered calfand lmed doeskin, Fig 277 0 40 
anmacin & so 
2 re 

Circular Double Trays, covered calf and le docshin, Pig 275 9 lv 0 
Moc-main Sing'lo Truss. mF & 
Ditto ditto superior 12 6 
Ditto ditto eatra superior 015 90 
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Moo-main Double Tiuss 
Ditto difito super 
Ditto ditto extra super lot 
Salmon’s (expired patent) Single Tiuss 
Ditto covered, best 


ae 


~ Ose oh 
a 
“I> @S Gt Ct 
Aaroa S 








Ditto extra hght, and covered n morocco leathe WW 6 
salmon’s (cxpucd patent) Double Truss, Fig 274 0 9 9 
Ditto ditto covered, best, Pig 279 615 0 

Ditto ditto Double Truss cxtri heht and 
covered in morocco leathe: 1 ! 9 

Isc 28/ 

Cole s (expued patent) Single Truss, Fig 260 0 7 O 
Ditto ditto covered, best Tix 250 010 6 
Cole’s (expired patcnt) Double Truss 014 0 
Ditto ditto covered, best 1 1 0 
Ainold 4 Sons’ mpioved, with slidmg heads, single ) 12 6 
Ditto ditto ditto double 1 5 0 


'Chego Trusses are titted with india rubber pads and sliding hcads, the sprm, being 
covered with russia Ieither 
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169 
® 
Los d. 
Umbiheal Truss, Fig 23! 3 y 
Ditto eovercd, best, Pig 251 '1) Q 
Ditto with spring pad, Fig 28 I tf 6 
Prolapsus Am ‘Truss, with boawood pad roy a 
i 
AMOLD RSENS 
Prolapsus Am Truss, Arnold and Sons’ improved, with ivory 
pad and undcr spung, ig 2h. ; , Pty 0 
s)itto ditto supenor quality, '@ .42 2 0 0 
Prolypsns Bindage, with mdia-rubber pid >t)? 
Scrotal Truss (single) pe. 4G 
Witt covered. best Ya 
AsW (DE SONS 

scrotal Trass, single, with tal pad, Fig 253 : > 
Ditto ditto covered, best, Fig. 253 0 1 § 


Directions for measuremi nt —Circumfercnes ot body round pelvis, 
which ale pnd whether Tneninal Srrotal or Be moral 
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SUSPENDERS. 

LR 
Cotton Suspender, common 01 
Ditto best, 0 29 
Silk Suspender os 3 

[Ditto Arnold and Sons improved, with draw- 
ing tape . 0 3 
Bourycaurd’s Silk Suspender (i 
Ditto Cotton 0 4 
Cotton Suspender, with yean bana and under stiaps . 0 2 
Silk ditto ditto : G.. 2 
Ryan’s Silk Suspender ; a ae 
Hydrocele Suspender, cotton 0 8 
Ditto anh Q 4 


ELASTIC STOCKINGS, KNEE CAPS, 





ANKLETS, &c. 
BN 
t Z 
t x 
| a 
( 
| | 
ee Ge 3 
Neuve eo ae i aaa } 
Fic 2s Via si 
Cotton lastu Stockings . papur 0 7 
Ditto SUPT 101 : ditto 0 8 
])itto to lace . ditto 0 14 
Silk Elasti Stockings ditto 0 10 
Ditto bUpIC tIU1 ; ditto 0 12 
Ditto extra superin = =oditto 0 1h 
Ditto to lace ; ditto 1 J] 
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£ os, d. 
Laced Stockings of stout elastic and strong Jean, per pair 115 0 
Spiral Elastic Stockings, cotton , : ditto 114 0 
Ditto bilk ditto 2 0 0 
Spiral Wire Spring Stockings, to lice: Fig. JS f ditto 2 2 0 
Measureme nts require] for Stoc}gings.— Circumference at C,D,E,F,G,H, 
and kkugth C to G, Fig. 285, 
Cotton Elastic Knec-caps ; ; ; - perpair 0 6 0 
Ditto superior. : ditto 0 7 6 
Ditto 10 Jace : ditto (11 0 
Silk Elastic Knee-caps —. .. ditto U0 8 0 
Ditto puperior ; ; ; ditto 010 0 
Ditto tolace . ‘ ditto O15 0 
Spiral Elastic Knee-caps, cotton ; ditto 016 0 
Ditto silk. ' ditto 0 19 0 
Spiral Wire Spring Knee e@aps, tu lace, Vig. 286 ditto 110 0 
Measurements required for Knee-caps.— Cheumfcrence at A,B,C, Fig. 285. 
Cotton Hlastic Anklets ¢ ; . : . perpair 0 6 6 
Ditto superior ditto 0 7 0 
Ditto to lace . : ditto O11 0 
Sik Elastic Anklets . : ditto 0 7 0 
Ditto superior ditto U0 9 6 
Ditto tolace . : : ditto O14 0 
Spiral Elastic Anklets, cotton ; ditto 1 0 0 
Ditto silk ditto 1 4 0 
Spiral Spring Wire Anklets, to luce, big. Jou. ditlo =o 176 
Meastrements requned for Anklet .— Cueumfirence at K, F, and H, Fig. 285. 
(‘otton Elastic Leggings, . : , . perpair 0 5 6 
Nitto sUpEL Oy : , ditto 0 6 6 
Ditto to lace ; ditto QO d1 0 
Silk Hlastic Leggings —. ; ditto 0 8 0 
T)itto superior . : ditto O11 9 
Ditto to lare. ; , ditty 016 0 
Spiral Elastie Leggings, cotton : dittt 1 8 0 
Ditto silk : : ditto 112 0 
Spral Spring Wire Leggings, to lace dito 117 6 
Measurements required tor Leggings, Chowndaence at C, D, E, 
and Joagth tom C to BE, Pig. 283. 
Cotton Elastic Thigh-picce ' . perpar 0 6 6 
Ditto superior. ditto 0 7 6 
Ditto to lace. ditto 013 0 
Silk Elastic Thigh-piece . : ; ditto 0 9 Q 
Ditto superior ; ditto O15 0 
Ditto to luce ; : ditto 1 1 9 


Me isuremnents required for Thigh-picecs.—Circumference round top of thigh, 


round middle of thigh, above knee, and length required. , 
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ARTIFICIAL LEGS; ARMS: &c. 
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Fig. 258. 


Fria. 284, 
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io 


~ 10 


d. 
10 9 


s. 
Artificial Leg, for amputation below knee, lig. 28 


Ditto ditto covered, best . 15 0 VU 
Ditto ditto best quality. ~ 20 0 0 


Measurements required for amputation below knec: length from crutch 
to centre of knee, centre of knee to ground, centre of knee to end 
of stump; circumference round top of thigh, round middle, round 
above knee, below knee, round, middle of stump, round end of 

-stump, State if right or left; a boot is required to be sent. 


Artificial Leg, for amputation above knee, Fig. 288 12:12 9 
Ditto ditto 17 0 0 
Ditto ditto 26 0 4 


covered, best 
best quality 


° 
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2s. d 
Artificial Leg, for kneeling, Fig 289 oe 10 10 0 
Ditto ditto covered best : 14 14 0 
=, _ Ditto ditto best quality .18 0 0 
Artificial Foot, for Syme’s, Chopart’s, or Porgoff's opera- 
tions . . -“ e - . 7 7 0 
Ditto” ditto ditto = supenior 19 10 49 
Ditto ditto ditto best quahty 15 0 @ 
Kempner’s Improved Attificial Leg, for amputation below 
knee : : 7 7 0 
Ttto ditto ditto second quality 10 10 0 
Ditto ditto ditto best quahty .15 15 0 
Kempuer’s Improved Artificial Leg, for amputation above 
knee 1910 9g 
Ditty ditto ditto second quahty 1212 @ 
Ditto ditto ditto superior quality 17 17 0 


Measurements required for amputation above knee Jength from crutch 
to end of stump, c1scumference round end, middle, and top of 
stump (close to crutch), the length of sound limb from crutch to 
centre of hnee, centre of knee to ground, height from top of knee, 
when bent, to the ground State if right or lefi, the boot to be 
worn 1s reyuned, 


Tatract from the br é hk M dieal Torna? January 14 1871 —“Mi Aempner 
has devised in ingenious form of Artilicaal Lez it 18 made of leather, with hinges, 
ind 18 catremely h bt Mr hempner has bins lf lost his kg inl necessity hag 
been with him the mothcr of invention He has tiken griat pans to discover the 
cract position at which the hingcs should be pluel to secur ¢a3y motion, and how 
the problem of comt ining lightuess with strength night be best solved We have 
seen him walk, ]necl, &e , aud he does so with remarkable cax and quickness, and 
we strongly recommend a trial of it to al who need such help 


“ 29, Seymour St, W 
“Mr K mpner has fitted an Artificial Teg to a patunt whose leg | amputated at 
the knee joint, and tho result has ccrtamly becn most satisfartory as J saw tho 
paticnt walk with case, unsupported by sti) or crutch, 1 wok after ho had first 
usd the lez Jhe principle of M1 Kempner s Arhf cal Lez is simple and the 


ynstrument 25 stiung and durable, without being heavy 
(Signed) “Camiitit pF Morcan, TRS 


‘Ist December, 1870” “Surgeon to the Middlesex Flos ital ’ 


Messrs Arnold and Sons have purchased the esclusive mght to 
manufacture the Improved form of Artificial Leg imvented by Mr 
Kempner, and have made special arrangements with him to supermtend 
the manufacture thereof 


Artificial Arm, with hook, ring, knife, or fork, for amputation 


below elbow ; £115 9 
I 
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Iie 290 
£sad 
Artificia’ Arm bclow elbow, with Hand attachel, Fig 290 8 10 0, 
Ditto ditto best quahty 10 10 0 


Measurements required for amputation below clbow Icngth from elbow 
to cnd of stump, circumference above, round, and below clbow, 
circumference round end of stump, length of sound arm, clbow to 
wrist, and if mghtor left Whenahand1s required a glove should 
be sent, and the outline of hand t1.ced on paper. 


ros ees —, 
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Artificial Arm, fo. amputation above clbow, with Land 
attached, Fig 2.9] ~12 12 = 0 
Ditto ditto best quality 15 lo 0 
Instruments for above extra 
Socket Aim, fitted with rmg, hook, kmfe or fork, for 


amputation above clbow 2 0 9 


Measuri ments required fo. amputation above elbow length from aulla 
to end of stump, circumference round cud, middle, and upper part 
of stump, Jength of sound arm fhon avJla to clbow, trom elbow 
towrist, Wrighto: Ieft When a hand 15 required a glove should 
be sent, and the outlmo of hand traced on paper 


Artificial yes, best quality 110 0 
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Wooden Pin Leg, for amputation below knee, Jug @92 0 18 0 
Ditto ditto best quahty 1 1 0 
Ditto ditto with leg rest 1 7 6 


Moasurements required —Length fiom crutch to ground Diameter 
of knee when bent Duameto: at top of thigh Length from under 
the kuee (when bent) to the ground, and whether right or left 





Socket Leg, for amputation above knee, Fig 293 1m y 
Ditto ditto the socket of leather J} 15 0 
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Socket Tag, for napuli son bore hice, with improved 
kneeling jomt, Fig 244 Me : t 4 0 
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Fig, 298, Fie, 296. 
£ 8, d. : 


» Spinal Support for outward or angular curvature, Fig. 295. 
£2108.to4 4 0 
5 0° 


| “Spinal Support for inward curvature, Fig. 296 £3 10s. to 5 





Ail 
Ss __ AawoLe t “cont 
ees Fig, 297. Fig. 298, , Se: 
é + 4 it 
* Spinal: Support for double lateral curvature, Fig. 297 : 
£4 “48. to : 6 O05, 
°S gsinal Support for lateral curvature, Fig. 298 . £3 10 tod 5 G. 


ARNOLD AND SONS, LONDON ir) 





gin! ) 
am a oy 


Fig 269, 


Lonsdale’s Spinal Apparatys Fig.299 . . £33..to 4 
Scarpa’s Shoes, single cog-joint es 2 
Ditto double ditto 2 
Ditto tin covered wash loather for dnatd ren . 0 
Litile’s Instrument for Club Foot 1 





Fig 30%, 


Improved Instrument for Talipes, by Mr. Richard Davy 
Figs. 300, 3u0a, 300) . 
Adam’s Instrument for Club Foot, Improved 


\ 
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CRUTCHES, LEG IRONS, ARM SLINGS, &c: 
Common Hospital Cratches,per pair. . . . « 0 8 O 
Black Cratches, with paddedheads . 2. « wti(“wC GY CD 
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Fig, 301 fia 302 Tig 3d Fie 304 
£s da 
French Crutches, with padded heads, Fig 301 1 1 0 
Best Crutches, with elliptic heads, Fig 302 115 0 
Sprmg Crutches, single spring, Fig 50% 115 0 
Ditto double springs, Fig Ut 210 9 
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Black Leather Arm Shing, plain, Fig, 305 


Ditto ditto im patent leather 
Ditto ditto ‘in patent leather, shding, Fig, 306 
Children’s Arm Shing, plain, Fig 305 . 
Ditto patent leather 
Ditto sghdine. Bie 306 





Leg Irons for mward curvature, plain, per par, Fig. 307 


Ditto ditto 
Leg Irons, for outward curvature, 
Ditto Aittn 


best 
plan, Fig, 308 
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SPLINTS. 
Qlixe’s Leg Splints with three a each, right and left, 
per set . : 
Ditto “ditto padded, complete 


Qline’s Leg Splints, persingle pair... 
Cline’s Iron Leg Splints, with feet, three pairs ‘each, at 
and left, per set . 
Ditto ‘aitto padded, complete 
Oline’s Perforated Zinc Leg Splints, three sizes, Be ae 
Pott’s Hollow Arm Sphnts, per set . 
Arm Splints, three sizes to the set, per set ; 


Ditto ditto with pads, complete 
Pemberton’s Hand and Arm Splints, per Pelt 
Hawkin’s Hollow Hand Splint . ; . 


Angular Arm Splints, per pair : , 
Perforated Zinc Arm Splints, three pairs to the set. 
Liston’s Arm Splint, with regulating screw, aes complete 
Cline’s Thigh Splints, per set . 


Ditto with pads, einnlee: ; 
Liston’s Thigh Splints, six different lengths, per set . 

Ditto ditto with pads, complete 
Bulley’s Thigh Splint, complete - se oa 
Neville’s Iron Splint er 3 
Busk’s Thigh Splint 


This Splint, having knee and hip joints, admits of the patient beng 


any required position. 
Oommon lined Splints, eight pairs tothe set . . 


Children’s ditto ditto 
Liston’s lion Fracture Splints, small 
Ditto medium . - 
Ditto large ; 
Ditto for children 
T)itto with shifting thigh piece 


Set of pads for ditto 
Liston’s Iron Fracture Splint, with moveable thigh ‘and le 
pieces, complete ; 

Sir W. Ferguson’s Leg and Tigh Splint . 

Ditto Excision Splint , 
Army Splut. ‘ 
Me’Intyro’s Fracture Splint, complete , 
American Wire Skeleton Splint , 

Ditto with pases roped &e complete 

—— s Fracture Splint ; 
Ratan Cane Splints, per set . 
Heath’s Splint for eacision of elbow joint 
Elbow Splints, per pair . ; 
Nelaton’s Radius Sphnt . . 
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ie oe Pe on yee vay aa $e cre mes ent 
wae ae oe ta 8 a EO Bae cue 
f Himéa m padded Mpiinka per set of sires pairs . LO @40 € as 
Perforated Zinc Splints, with elbow joint, three sizes, 8, pet pair 0 8 OL 
“Desaaalt’s Long Splints, per pair. St 2 ' , 012° 658s 
sign’ s Iron Knee Splint, with extending screw ; ~ O14 OE 
a, Ditto ditto improved 1. 1° OQ. 
"Perguson’ s Splint, for excision ofknee joint Ld 0; 

“Hilton’s Inferrupted Splint, for diseased hip 012 02h, 
yi hey American Splint, for diseased hip, three sizes, each he 
(vide Lancet) 6 6 ee ee B10 OO 

: | 
: : 

FRACTURE CRADLES. 
Tawrence’s Fracture Cradle, with three pairs wood side ~ ae 


splints, three Nevelle’s splints, and two strong leather 
; supporting straps with buckles, complete ; 
Sir A. Cooper’s Fracture Cradle 
| ’ Greenway’s Improved Swing Cradle, allowing ‘the patient | 
to move with ease and comfort in any position, and adapted OF 
tofitany bedstead  . . . . - *e  w 4 0 0) 
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“ Fra, 309, , es i 
-Salter’s Fracture Cradle, Fig. 309 .  .  , . 110 8 -- 
. Ditto ditto portable, to fold ; . - 2 2 0. 
: Ditto Splint for ditto . 012 0. 
a Searle Fracture Cradle, with arm, thigh ana leg op nie, : ete 


.. complete , ‘ : : 
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Blosam’s New Extension Splint and Fracture Cradle, com- 
plete, Fig. 310 
“ Blower’s Portable Oradle, for leg or body . 
Amesbury’s Apparatus for Fracture of Lowe: Extremities 
Fracture Cradle for removing picssure of bedclothcs 
Ditto large ditto ditto 
Sir W Ferguson’s Sphnt for Fracturcd Patella . 
Patella Bandage of solid leather ‘ 
Parnell’s Apparatns, with cog and mae movement, {v1 
Fractured Patella : ; 
Elhe’s Splint for Fractured Clancle | : 15s, 178 
Bradser’s Bandage _— ditto : 
Set of Dislocation Pulleys, with Ack and cod 
Straps and Bandages for ditto, for tlugh and arm 
Cockmg’s Patent Poroplastic Shect for Splints 


He com om 
Soca cao 


pa me 
ot 
Q 
co aoc 


“Tt is light, porous, flexible, plastic, and economical—is made m all 
required strengths and sizes Jt consists of a felted substance mm sheets, 
18 plastic when softened by heat, and becomes rigid when cold, and can 
be re-softened any number of times without mjury, it is rapidly and 
easily cut to any shape and manipulated, the most difficult splint 
requiring but. a fow minutes to complete—is very well adapted for 
separate metal attachments, and 1s thus a very valuable material for 
interrupted splints There 1s no glue used im its application, and the 
gums with which it 15 stiffened are quite harmless "—Vide Lancet, 
September 16,1871, British Medical Journal, September 23, 1871, 
Medical Press and Circular, Sepuember 27, 1871. 
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~ About 
Hospital quality, at 4s. per lb. Size of Sheet-—4 ft, x 3 fi 
Substances made—about 1-8 in., | - »  2f—3 ft 
3-16 in, 5-16 in, . i » «Bf E A 
Medium quality, at 63s. 6d. per lb. Size of Sheet—4 fi.—3 ft, 
« Substances made—about 1-8 in., » > 9» 2tt—3 fh, 
» 316 in, ® by, | Of LES 
Figest quality, at 10s. 6d. per lb. Size of Sheet—4 fti—3 ft, 
Substances made—about 1-8 in., | » so ow oft d fh, 
3-16 in. ” } ” 2 fi,.—1 5 ft, 
{ s. d 

Prepared Leather for Splints . . . . »« perlb 0 3 
Ditto Gutta Percha ditto .  . : dito ( 8 0 
Millboard for Starch Bandage Splints . . pershect 0 4 0 


BANDAGES OF CALICO, INDIA RUBBER, &c. 


Unbleached Calico, Roller Bandages, 4 yards ©. perdoz 0 5 Q 
Ditto ditto 6 yy .o 0 6 6 
Ditto ditto 9 4, > Hs 0 8 6 
Ditto ditto 2. a 012 0 
Ditto ditto extra width, 6 yards . 3 010 6 
Domett Bandages, 6 yards long . : 010 0 
Sir B. Brodie’s fine elasticcotton net Bandugo,per yard 4d., vand 0 0 6 


Calico Roller Bandage, open wove, 2) inches wide, 6 yards 


long, per doz. 0 6 6 

Ditto ditto 6 yarda long 3 inc hes wide per dos, 07 9 

India Rubber Cotton Bandage 2 inches wide . peryard. 0 1 38 
Ditto ditto 2 3 . D J 8 
Iinen Bandages -. . . «. «  . perdoz, 1 0 Q 
Flannel Roller Bandages . www, ; 1 5 0 
Ditto thin : : ; ; ~ ¢ 8 0 
Lithotomy Bandages calico a a ee ‘ 1 6 6 
Ditto Flannel . 8 ‘ 1 0 0 

T Bandages. ee’ ’ x 015 0 
Eighteen tailed Bandages 018 9 
Elastic Cotton net Bandages : 2 inches wide per ‘doz. yards 0 3 90 
Ditto ditto Z : ‘4 0 3 6 

Ditto ditto : ' ; z " 4 9 

Ditto ditto 34 ., . i 0 4 6 

Ditto ditto 4 ks ; o 0 & Q 


\ 
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Fie 311 
LB 
Arnold and Sons’ Improved Bandage Winder, Fig 311 0 5 
Ditto ditto on mahogany stand . . 010 
Water dressing Bandages . perdoz 0 7 
Maulloney's Patent Bandages 2} mches wide (6 yar a cg Of 
Ditto ditto 3 $3 m 0 9 


URINALS: INDIA RUBBER FOR INVALIDS 
TRA\ELLERS:, &C. 


aauoin asows ! 
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Male Urinal for day use, plain India subber . 010 
Dittu best quality, Fig 312 ae 0 14 
Ditto for night use, plain India rubber Q 11 
Ditto ditto best quality ; 015 

FRerthanwara Urinal : : 0 8 
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Pewter Urinal : : : 0 4 0: 
Female Urinal for day ‘ide: plain India wabbee ’ 010 6 
Ditto ditto best quality . » if 015 0 
® Ditto for night use, plain India rubber —. 010 6 
* Ditto ditto best quality 015 0 
Barthenware Urinal : : : : 03 0 
Glass Urinal ; : 0 2 9 
Pewter Urinal 05 9 


The best quality of Urinals are all made of specially prepared 
fitherized India Rubber, which resists the action of armo a much 
longer period; they are hkewise fitted with Arnold and Sons’ Improved 
Valves, which render it impossible for the urme to return in whatever 
position the patient may be in. 





Fig 313 


Pravaz’s Hypodermic syringe mounted in silver, with screw 
piston rod, two fine gold pipes, &c. in morocco 


leather case, Fig. 313 : ; - 115 0 
Ditto ditto plated mountings - 19 90 

Wood’s Hypodermic Syringe, with one stoel and one gold 
0 


pipe 12 morocco case. ‘ : 0 1 





' Fra@ 314, 


Hypodermic Syringe with east = and ee mounts 
in case, Fig, 314 012 6 
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Fra 315 
: £8 a 
Buzzard’s Hypodermic Symnge, Fig 515 012 6 
Ditto ditto, m case . O15 0 
Ditto ditto, with cut glass stopped bottle 
m morocco case ; » « « O16 6 
Improved Hypodermic Syringe with both screw and plam 
action im case a8 . « OF? 6 
Hypodermic Symnge with gold point . 010 8 
itto in. cage 013 6 
Ditto with cut glass stopped bottle, im 
MOrocco case » . . OTS 0 
German Hypodermic Syringe, two pipes, mounted m vul- 
canite, im case : ; : . O10 6 
Improved Hypodermic Syringe with comical plunger Two 
gold pipes incase. 017 6 


The plunger has attached a conical pomt securcd by a scrow to the 
piston rod, upon screwing the rod the comical pont 15 drawn upwards 
and presses against the plunger 


it 
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Dr. Broadbent's Tumour Syringe, with screw piston and 
two long pipes, in morocco caso, Fig 81 1 
Ditto ditte plain piston ee ae ae | 
Solution of the Acetate of Motphia for Hy podermic [nyt ctions 
Acttate of Morplia, Tun grains, dissolved im Tifty minims of 
distilled water, vo that 1 shall accurately measure Sixty mimims of 
solution, add water it necessary 


0 
U 
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SPECULUMS. 
£ oa. a, 
Sur James Simpson’s Trivalve Speculum vagine:,stoutly plated 114 0 
De Meadow's Speculum ditto 115 0 
8 
Dr Meadow’s improved Speculum, with side blades, stoutly 
plated, Fig 817 ey - 0 0 
Cuseu's Speculum, improved, clectro plated , 1 7 6 
tll emanate al 
af Foam? oON 
ne on 
Screw-lever Speculum, German Silver, Fig. 318 1 2 6 
stoutly nlated 1 9 6 
In J 
Arnold's Improved Speculum, Germun Silver hig 14 J 2 6 


Ditto, stontly pleted, } i @ 
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Dr. H. Bennett's Bivalve Speculum, German Silver, Fig. 320 1 2 6 * 





Fre 320 
Dr. H. Bennett’s bivalve Speculum Fig. 520 ney plated 1 
Scanzoni’s four-bladed Speculum . 2 
Hilliard’s ditto ne ae 
Ricord’s Speculum . . : . 0 


Bozman’s Duck-bill Speculum , : a 
Dr. Howitt’s Speculum, stoutly' plated ge ok 2 4 
Duck-bill Speculum with improved clamp . . 2 
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Sim’s Duck-bill Speculum, stoutly plated Fig.321 . . O16 0 





Fia, 329 
Sir Wm. Ferguson’s Plated Speculum, Fig. 322, each Q 9 8 
Ditto ditto the set of three , . 1 7 6 
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£ os. d. 
Sir William Ferguson’s plated Speculums («hice sizes), glass, 
silvered, and coated with elastic gum . z each 0 4 6 
Dr. Routh’s Speculum Holder. To this Instrument a plate 1s 
hed, which passes under the sacrum, and by means of jomts and 
arene the Speculum is held in any required position . 218 0 


Curling’s Speculum Ani . : ; ; : ; . O18 0 





Fre 823 Fra 924 
Sir Wm. Ferguson’s eeu Ani, oS J23, 324 . 0 4 8 
Hilton’s ditto, i ‘ ; E ; _O1b 0 





Fig 325 
Lane’s three-bladed sca ” a 3 215 9 
Weiss’s ditto . : : . 210 0 
Bivalve ditto ; . : . lTos.and 110 0 
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eve 


Toynbeo's Ear Speculum, the set of three ae ne B26 


Ditto, stout silver ditto. ; 
Yearsley’s Ear Speculum, duito, plated, J ip. 327 
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£ oa, 
Yearsley’s Har Speculum, stout silver 019 
Wilde’s Ear Speculum, plated, Mig J: 274 ) 8 
Ditto ditto stout silver . 016 
Brpnton's Auriscope, with three Specnlums, completo 1 mease 1 7 


Hinton'’s Compound Auriscope, with lamp comple for 
examining the car, urethra, rectum, Ac 
Weber’s Anriscope, with reflecting miniot, }i-conves lens, 


ww 
s 
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and three ear speculums, in leat lier «we 1 10 
Screw lever Har Speculum 0 9 
Arnold and Sons’ Spring Har Speculum 0 10 
Kramer’s Ea Specylum . 0 7 
Pilcher’s ditto . 0S 
Arnold and Sous’ Improved Screw lever Dar Speculum, 

Fig. 828 8. , . . OD 
Turner's Har Spoculum, the set of three, pated 9 10 
Ditto, slver . , vy 19 
Ivory Ear Speculum, three sizes, in case . - Y 10 


Nasal Speculums : ; ; (\ 7 
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£osa. d 
Hot Air Bath, improved, Fig. 329. ; . 016 0 


This is a very simple and effective apparatus, consisting of a double wire gauze 
eylinder in a wooden frame; the inner cylinder protcets the flamc, the outer is 

made with a concave top for camphor or any medicament that may be required; it 
is heated by means of a spirit amp underncath. 


Ditto with tin body, and the wire gauze made of copper . 018 6 
Ditto, copper body, and the wire a ees electro- 

plated . a ; . 1 3 6 
Oriental Vapour Bath ; ; : . 110 8 
‘Faulding’s Vapour Bath, registered . : a7 . 1 8 0 
Lee’s Mercurial Vapour Bath . : ; . 010 0 
Cloak and Collar for ditto , . 11 @ 
Cloak > & @w a “@ &  20eI8 <0: 
Collar. : : : ; : . 0 5 0 
Waterproof Cloak . . 110 0 
Brodie’s Copper Apparatus for Famigating Powders. ; . 2 4 8 
Arnold and Sons’ Improved Hot Air Bath . . . 110°6 
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INHALERS. 


Mudge’s Metal Inhaler 
Ditto improved = ¢ 





kia 330 
Siegel’s Patent Tin Steam Spray Producer, Fig. 330 
Ditto Brass ditto 


Ditto, with safety valve, water gauge and Karoiete 3 


ome wh 
tx @ 


aa & 


Dr. Siegel’s Apparatus is applicable for producing fine medicated 
spray for inhalation, or hot or cold eye douches, and for Condy’s or 


other disinfecting fluids. 

Dr. Bi gel’s Screen and Brass Stand for ditto . 

Watson’s Japanned Tin Inhaler : 

Bullock and Reynolds’ Eclectic Inhaler, with Thermometer 
Ditto, with stand and spirit lamp, complete . ‘ 

Nelson's Harthenware Inhaler . 

Ramadge’s Japanned Tin, with long elastic tube 

Ramadge’s Inhahng Tube, ebony 


Ditto _—_ ditto ivory 
Ditto, straight ditto 
Bird’s Inhalmg Tubes 
Ditto in cases . 


Swan's Earthenware Inhaler 

Clark’s Block Tin Inhaler, with largo breathing tube, leather 
hand-piece, to enable the pet to hold the apparatus 
when filled . : : : 


1 0 
0 7 
0 8 
0 10 
0 4 
0 16 
0 2 
0 4 
0 1 
0 3 
0 &£ 
0 3 

10 
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Fiq@ 331, Fig %32 





Gore d. 
Snow's Chloroform Inhaler, electro-plated, Fig. $31. a “eee oh 
Ditto, with three face-picces, in morocco case. » 2 0 

Murphy's Chloroform Inhgler, with india-rubber val vey, 
plated, Fig 332 Q 12 6 
Ditto, with metal valves, plated —. . . 1s 0 
Ditto, with Sibson’s face-piece ) 18 0 

Clover’s Chloroform Apparatu», with all recent improve. e- 

ments, in mahogany case, consisting of bellows, plated 

evaporator, Indianette bag, tube, two-way stopcock, 

two face-pieces, large and small syringe, and Chloroform 
bottle =. .10 10 6 
Ditto, ditto, all the metal parts strongly gilt -12 15 0 
Sibson’s Chloroform sae plated ; : . ow 6 
Townley’s ditto ; ; 1 5 6 
Murray’s ditto Inhaler. : . 0 5 6 
Skinner’s Chloroform Inhaler é 0 5 6 
Ditto, with drop bottle and two covers, in wilh bag complete 012 6 
Clendon’s Chloroform Inhaler . . O10 6 
Coleman’s ditto ; : : : : : . 4 4 ~=0 

Fie 333. 

Bloxam’s Improved Graduated Chloroform Drop Bottle, in 
leather case, size 4] in. + 1} in, oe 338 0 3 6 
Ditto, in boxwood tana ‘ : : : - o 4 6 


Vide British Medical Journal, March Lith, 187], the Lancet, March 
18th, 1871, Medical Times and Gazette, February 4th and 25th, 1871, 
Medical Prese and Circular, March 22nd, 1871. 
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The Graduated gabe eais Bottle is oxceedingl sah and simple. No 
sesistant is required im the administration. The chloroform | spread over a 
large surface of hnt, the amount of atmospheric air 1s very great. Itis much safer, 
aa you do not rely upon complicated valves. The amount of chloroform in 
tered can at once be ascertained by the graduated scale. 


SPRAY PRODUCERS. 





Fie $34, 
£ 8s. d 
Richardson’s Either Spray Apparatus, with Hand Ball, 
graduatcd stoppered Bottle, complete in mahogany case, 
single jet, Fig. 334 . : , ‘ : ». O15 6 
Ditto ditto with double jet (for the 
teeth) . , (17 6 
Ditto ditto with three jets, straight 
curved, and double . : 0 19 6 
Ditto with large fish- tail jet 017 6 
Siegel’s Spray Pi oducer 019 6 


Artiold and Sons’ Improved Spray: Producer, with regu 
lating tap, in case, complete. - 

Clark’s Spray Producer, with glass mount in box 

Ditto with silver mount 

Maunder’s ditto with glass mounts 

Hbonite Pulverizer and tongue depressor combine d, in case 

Hbonite Vulverizer, with hand bellows for =pplying spray to 
the throat, in box, complete 

Ebonite Tube only 

Plated — ditto 

Silver — ditto 

Ebonite tube with guld ends 

Glass tube only for Clark’s apparatus 

Silver ditto ditto . : : 

Glass tubes only for Maunder’s apparatus ‘ ; 

Robbins and Co.’s Anzsthetic ami in ars bole, 
per pint : . : 
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NITROUS OXIDE GAS APPARATUS. 


Witrous Oxide Gas is strongly recommended for its safety, rapidity of 
actidh, and the absence of any disagreeable after effects, 





Fre. 336. 


Barth’s Portable Apparatus, consisting of a copper vessel £ g, g. 
containing 20 gallons of compressed gas, Catlin’s 
bag and union, Clover’ face-piece, and two-way stop. 
cock, in mahogany case, Fig. 330 . : - 4310 QO 





Fri, 336. 


No. 1 apparatus, consisting of Barth’s Patent Economizer, as 

used at St. Bartholomew’s, the Dental Hospital, &c., 

&e., Fig. nob, F P 5 é ; ; ‘ () 
Forty-five gallon bottle of pure compressed gas for ditto . 2 2 0 
(lover's face-piece and two-way stopeock for ditto . . Ill 6 


ean eagle RAGED 


pte 4 
et 


£8 18 6 


This is the most perfect. apparatus ; it is esp cially recommended to dentists of 
lirge practice, as it effects a great saving in the amount of gas used, 


No, 2 apparatus, complete. Large-sized (atlin’s bag and 





union for bottle . de A , & . 018 G6 

Clover’s face-piece and twoway-stop cock : . 1d 6 
Strong copper Cylinder, 10 in. by 6 in., containing 2() 

‘gallons of pure compressed gas ‘ : : . lilo 0 

Mahogany case : 010 0 

410 0 

Deal case for extra Bottle ; : pte BOE de 30 


This apparatus is complete in itself, and.special attention is desired to the perfect 
safety as well as portability of the copper vessel containing ‘he gas. 
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fa d. 
(lover's apparatur, consisting of one face piece, supplemental 
bag, and stopcock, twc-way stopcock, Catlin’s bag 
and union, and 1(0)-gallon vessel of gas, complete in 
case o- 2 ‘ ; ‘ 7 0 0 
Ditto ditto with two face-pieces go 0 
Ditto ditto ‘ three ,, 0 7 6 


Arnold and Sons’ Portable Nitrous (vido Bag, dontauniing 
25-gallon bottle liquid gas, Mr. Blovam’s bag and 
union, with tw way stopeock face-picce, dc., complete J lu 0 





Fie , Mv. 


Arnold and Sons’ Nitrous Oxide Bag Registered, containing 
25-gallon bottle of liquid gas, with Mr. Coleman’s 
Improved Economizer, Mr. Bloxam’s bag and union, two- 
way stopcock, and Brain’s face-piere, complete, Fig. 337 6 





Hdward’s Patent Economizing Inhaler and Gas holder, com- 
plete, Fig. 338 > & ©. & % . 8 5d 0 


r 


Portable case for ditto . : : ; ; . 05 0 


The Economizing Inhaler 18 seiniractad so that the gas exhaled 
from the patient is thoroughly filtered through lime; 1t then passes 
through the inhaling tube to the gas-holder, and back again at the 
next inspiration, thus being filtcred a second time, | 

The gas is thus thoroughly purified from carbonic acid, and from all 
unhealthy emanations from the lungs, as soon as it passes from the 
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patient, and before it reaches the inhaling tube. On this account, and 
for other reasons, it claims superiority over all other apparatus of the 
kind. At the same timo its low price places it within the reach of 
every operating dentist, whilst morc complicated apparatus not only 
involve a large outlay, but also special instruction in their use. 


Coleman’s*Economizing apparatus - i. A 

Face-pieces, three sizes, for ditto : . each 
Ditto ditto for Clover'’s apparatus. es 5 ag 

Supplemental Bag and stopcock for ditto 


Catlin’s bag and union for ditto 
(lover’s two-way stopcock ; . 
Set of three face-pieces and (lover's two- avay stopcock, 
strongly gilt, in case complete 


Wash leather covers for face-pieces ; per doz. 


Bag (Indianette) with wood ees to hold 06 gallons 

Gasometer Tubing . : , : . per foot 

Gasometer with improved screw unions for liquid gas, vessel 
and tubing complete*(15 gallon) ; 

15-gallon Bottle of Compressed Gas 

20-gallon ditto 

45-gallon * ditto 

°0-gallon ditto of superior ditto 

100-gallon ditto ditto ; 

Refilling Bottles with Gas ; ; . per gallon 

Gags, ‘ i , . from 





Fig. 339, Fra. 30. 


McAdams’ Improved Mouth Prop, Fig. 339 
Clover’s Graduated ditto ‘ 
Improved Spring Mouth Prop, Fig. 840 


BREAST PUMPS, &c. 


Brass Breast Pump, in mahogany case. St : 
Ditto ditto with bent glass. 
Thompson’s Breast Relievers, with ivory ring ; 
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£ 8. 
Breast Bottles, india-rubber . ; . , 0 2 
Ditto large 0 5 
Breast Glasses, with indiavubber ‘aherg in hoe ; 0 jl 


CHEST EXPANDERS. 





Chest Expanders, Ladies’, for contracted chest, round 
shoulders, and to prevent stooping, with elastic straps 
and steel shoulder- plates : ~ VO 

Ditto for Gentlemen. 0 

Arnold ahd Sons’ Improved Ladies’ Chest Fs panders, with 

spiral wire spring, Fig. 341 ; 


wet 


1. 
16 


} 
Ditto, Gentlemen’s, Fig 842 Sg ; ] 
Ditto, with india-rubber spring, Ladies” () 

Ditto, Gentlemen's . ; 0 


wit et = 


1: 
1 


OOoam & 


Q) 
() 
0) 
{) 
i 
6 


Measurement required—cireumference round chest, waist, and age 


of patient. 
Chest Expanders of india-rubber_ . .2/-to 0 4 


U 


These chest expanders are (considered supriin to dumb bells, promoting expan- 
sion of the chest without straming the muscular system, thereby rendering the 


calisthcnic exercise both pleasant and easy 


Dumb Bells, covered with chamois leather, 6 lbs. and under 


per pair 0 4 

8lbs., 10 Ibs., 12 Ibs., 14 Ibs., 16 Ib., 18 Ibs., 20 lbs., 22 Ibs., 
24 lbs, : per lb, QO 0 
Cambridge Gymnastic Belts »  « 019 
Ditto, superior. ; : : . O12 


OO 
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LANCET CASES. 
Stout Silver Lancet Cases, hall marked— 


ae To hold 2 . 4 

e e &£ 8s. a. £os. d. £ad 

Plain Silver. ; : . O15 0 1 0 0 1 0 0 

Chased : s Oh oo 1 6 0 1 6 4a 

Engine Turned 1 7 6 112 6 112 6 

Engraved 1 0 0 1 3 Y 1 3 0 

Morocco Leather 0 0 6 a 0 9 01 0 

Tortoiseshell 0 5 6 0 6 0 0 6 0 
Ditto, with silver edge and 1 name- 

plate 0 6 0 0 7 0 07 6 
Ditto, with double silver edges 

and name-plate P ‘O11 0 014 0 O14 0 


HERNIA INSTRUMENTS. 


=~ 


Wutzer’s Instrument for the radical cure of Hernia 
Davis's ditto ditto 
Ferguson’s ditto ditto 
Roshmund’s ditto ditto 
Stanley's Silver Director . : 
Brodie’s ditto ditto 
Stanley's Stecl ditto 
Key's _— ditto ~— ditto 
Hernia Bistuury, ivory . 
Ditto with concealed regulatin g blade 
Wood’s Hernia Needle 


n~ 
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RECTUM INSTRUMENTS. 


Todd’s Rectum Dilator ; 

Ashton’s Fluid Dilator, with syringe and two dilators for 
stricture of rectum , ‘ : . 

Lane’s three-bladed at eee Ani 

Hilton’s Speculum Ani 

Sir W. Ferguson’s ditto. 

Weias’s three-bladed ditto 

Smith’s Clamp for Hemorrhoids 
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lra 313, 


Smith’s improved Clamp, with ivory plates, acting as non- 


conductors whilst applying the cautery, al 313 : 
Gowland’s Clamp for Hemorrhoids . ; ; 
Ditto ditto plated _ i 
Quain’s Clamp : 


Gowland’s Cautery, with screw socket handle 


Ditto fitted with four cautery irons, va- 

rious . : , : - 3 
Hemorrhoidal Wnok : ; ; : . 63. Ga., 
Bushe’s Hemorrhoidal Needle . : : : 


Hemorrhoidal Needles, eas 

Fistula Probe . 

Brodie’s Fistula Director . 

Knife for Fissure of the Anus 

Hemorrhoidal Forceps 

Fistula Knife . 

Heemorrhoidal Forceps, with cross action 

Marshall’s fenestrated Forceps for holding hemorrhoids, be, - 
without laceration : 

Ditto for small polyp esmioerhoida: 

or other vascular growth ; ' . 

Salmon’s Fistula Scissors . 

Ponteau’s Curved Trocar for puncturing ‘the bladder per 
rectum 

Cock’s Trocar for ditto, with hice alee: cia) in case 
complete 

Rectum Bougies, elastic gum, super qualit y 


Ditto pecond auality . 
Ditto common 
Wax Rectum Bongies, short 
Ditto long 


Vulcanite Rectum Bougies, the set of six nested 

Quain’s Rectum Bougies . : ‘ : 

O’Beirne’s Tubes, 6 in. to 24 in, in length bd. to 
The above can be fitted to Arnold and Sons’ improved 

Enemas. 

Rectam Plugs, clastic gum 

Metallic Rectum Plug 

Ivory ditto 

Vulcenite ditto 
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Arnold and Sons’ Improved Cauterizing Irons, in case 
Sappository Tubes, ivory 


Ditto vuleanite . ; : . Is. 6d, 
; Ditto bone : ‘ : : : 
Medicated Suppositories » . per doz. 


Prolapsus “Ani T'russ, with boxwood pad ‘ 
Prolapsus Ani Truss, Arnold and Sons’ Improved, with wory 
pad aud supporting spring : : 
Ditto ditto extra superior 
Prolapsus Ani Bandage, with india-rubber anal pad . 


STRICTURE INSTRUMENTS. 


No. 1. Set of Wakley’s Stricture Instruments, in morocco 

pa case, containing four Silver Canulas, Nos. 

3,5, 7,and 9; one long Silver Catheter, with con- 
ducting rod; two elastic gum aaa with Silver 
ends, Nos. 6 and 8 ; 

No, 2. Set of Wakley’s Stricture Instrumenty, - in morocco 
leather case, containing cight Silver Canulas, Nos. 
3, 4, 5, 6, 7, &, 9, and 10; one long Silver Cathe- 
ter and conducting rod; three elastic “ scans 
with Silver ends . 

No. 3. Set of Wakley’s Stricture Tnsivamenty: in superior 
morocco leather case, containing eight Silver Ca- 
nulas, Nos, 3, 4, 5, 6, 7 8, 9, and 10; two long 
Silver Catheters, with stilettes and conducting 
rods; three elastic gum Canulas, with Silver ends, 
Nos. 6, 8,and 10 

No. £. Complete set of Wakley’s Stricture Instruments, in 
superior morocco case, lined silk velvet, containing 
eleven Silver Canulas, extra stout, Hall marked, 
Nos. 8, 4, 5, 6, 7, 8, 9, 10, 11, 12, and 13; three 
long Silver Catheters, with stilettes, conducting 

rods, and eleven clastic ae Canulas, with Silver 


a 


ends ; 
Sir H. Thompson’s Stricture Dilator | 
Ditto ditto plated 
Ditto ditto improved, with two le- 


vers between the blades, in morocco leather case 
Catheters, sce pages G0, 67, U8, 69, 70. 
Richardson’s Stricture Dilators complete, in morocco case . 
Ditto, ditto, with knife, &c., the complete set 
Asprey’s Stricture Dilator , e.g 
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Fria 344 


Barnard Holt’s set.of Stricture Dilators, in morocco leather 
case, containing (Fig. 344) three plated Canulas, steel Di- 
lator, with guiding rod and ivory handle 

Barnard Holt’s complete set of Stricture Dilators, in superior 
morocco case, lined silk velvet, containing four plated 
Canulas, ivory handles; plated eee with aaa S rod, 
in chequered ivory handles ; 

Bongies, see pages 71, 72. 

Jugum penis 

Prostate Catheters, see page 70, 

Arnold and Sons’ complete set of Stricture Instruments, in 
superior morocco leather case, lined silk velvet, containing 
Sir Henry Thompsun’s Dilator, set of Barnard Holt’s 
Canulas and Dilators, six Brodiec’s Catheters, two ditto 
Prostate, six ditto Sounds, one ditto Blood Catheter, 
Lallemand’s Caustic Catheter, Erichsen’s ditto, twelve 
elastic gum Catheters, Double-channel Catheter, Syringe 
for washing out the bladder, Ponteau’s curved Trocar for 
puncturing the bladder per rectum, T'roear for puncturing 
bladder above the pubis - 2 © x 

Ricord’s Phymosis Foreeps 

Stafford’s curved Catheter for dividing strictures 
Ditto straight ditto 

Syme's Stricture Staff 


ENEMAS; STOMACH PUMPS, &c. 


Stomach I'amp and Enema combined, in mahogany case 
Ditto ditto very superior 
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Stomach Pamp and Enema combined, the etomach pump 
adyusted with improved flute key lover, m mahogany 


ease, Pig. 815° 2, : ; - . 17? 6 

Ditto ditto very re wr 2 7 § 

Arnold and Sous’ Improved Stomach Pump » 2 0 
Brass Enema, weth clastic tube and metal rectum pipe, in 

mahogany .  . 4 . « 0 7 8 

Tito di ito tnbmg covered 0 8 6 

Di Beunctt’s Mnema, complete 1 1 0 

Ditto smaliet 017 6 

Ditto in leather pouch 1 1 0 


Portable Enema, wich brass telescopic tube, in Icather case, 


gize &; 1M long, 2 24m, wide, 1! am deep , U0 1b 0 
Brass Mnema, fitted with O’Bonuns Elastic Rectum Tube, in 
mahogany (ase 912 6 





Hig 3h 


Arnold and Sons’ Improved Double-action Enema, Fig. 516 1 5 0 
Brass Enema, witb elastic tubing, metal rectum and vaginal 
pipes, im muhogany case wg wt gees Od 
i 


b 0 
Ditto d tto very superior 1 0 
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lig 347 
£sd 
Brass Enema, very superior, in mahogany case, Fig 347. 1 7 
Arnold and Sons’ Improved Brass Enema . 1 5 90 
Brass Hpema, double action, with supenor lubing, specially 
prepared to stand any climate, complete in mahogany case, 
pohshed throughont, Fig 348 : 0 
Portable Sclf acting Enema 014 0 





Fia 319 
Arnuld and Sen’s Patent Simplex, Enema, No 1, very supe- 
rior, in mahogany case, lned velvet, as Fig 349 . . 016 6 
Ditto ditto No 2,1n mahogany case 010 0 


Ditto ditto No 8,inwoodcase . 0 5 0 





lia 6&0, 


Arnold and Sons’ Patent Facils Enema, mm mahogany case, 
lined velvet, as Big 350 ae 017 6 


4 
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Extract from British Medical Journal, June 22nd, 1872 :—“ They are vory easy 
40 uae, needing only one hand to work them, and cap be taken to pieces to clean 
and put together again in a few seconds.” 


Extract from Medical Times and Gazette, June 22nd, 1872 -—“ There is no packing 
oif the piston, and they are so simple in construction that it is next to impossible 
they should get out of order.” ‘ 


Extract from Dancef, August 17th, 1872:—“ Most of tho Enoma Apparatus 
hitherto invented presont somo disadvantages, which militate against their use- 
fulness.” All these various defects are remedied by the two new forms of appa- 
ratus made by Arnold and Sons. 


Extract from Medical Press and Cweular, Juno 26th, 1872:—‘‘ They are made 
entirely of metal, and the springs are of plated stocl, so are not likely to rust or 
become weakened.” 


£ oa. d. 

Fountain Reservoir Encma, japanned, in leather case . . 015 0 
Ditto continuous stream, brass barrel 

ondtubings of brass , . . «© «© + + 110 0 





big. 451 


Arnolds’ Improved Fountain Enema, with every improve- 


Plain wood cases for above . . . . 
Superior mahogany case, fiited with lock and key 


ment, in mahogany case, very superior, Fig. dol 29290 
Dr. Egnisicr’s Irrigateurs, metal, No. 1 017 6 
Ditto ditto No. 2 1 1 0 

Ditto ditto No. 3 1 4 0 

Dr, Eguisier’s Irrigateurs, brass, No. 1 e. 4 17 6 
Ditto ditto No.2 . .  . 110 9 

Ditto ditto No. 3 114 0 

0 0 

0 Q 
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SYPHON ENEMAS. 


£oad 
Higginson’s Syphon Enema, with bone rectum pipe, in slide 
cedar box : ; . 0 3 6 





liu wv 


Figgins n s Syphon Enema, with clastic vaginal pipe, Fig.352 0 4 0 
J)itto ditto superion . 9 © OY 





Arnold and Sons’ Registcrod Portable Eiema, ig 333 — 


2 o7 fo, & of J 07 16 o7 
o/b b/o nf [9 76 brass mounts 
bf- w)) 4/0 ,. 7 - white mcta! mounts 
Arnold and Sons’ Registered Vaju 51 pze — 
4 0%, 8 of ate 16 04 
5/- bf 6/3 &/- brass mounts 


4 /- bf 5/6 7/0 white metal mounts. 


“ wl ANOLE AND SONS, LONDON, an Rae: 
 Rectmast from Leneet, August 26th, 1871, p. 205 Thera are many advan QS 
in such an instrument. There is little Tinbiity of its getting out of repair. ie . 
instruments are fitted in various ways, ae answer equally well as an Enema or 
|, Vaginal Syringe.” 
: Extract from British Medical Journal, oe 26th, 1871, p. 235 :—** Messra, 
“< Agnold and Sons, of 85 and 36, West Smithfield, London, have brought out an 
’ exeellont Enema Syringe, which consists, of an Indin-rubber Bottle fitted with a 
reversible’ pipe and mount, to whiche cap is arranged, so that the Enema can bo 
carried about full of fluid ready for use.” 

Extract from Medical Times and Guzette, August 19th, 1871, p. 236 :—‘‘ The ad- 
"vantages of such an instrument will at once “be seen, a8 there is no possibility of 

its getting out of repair. The mounts are made of brass, and car fully tinned on 
the inner side and every part which comes in contact with the fluid, so as to prevent 
_ the possibility of corrosion.’ - 

Extract from Medical Press and Circular, August 30th, 1871, p. 191 :-—“ One of 
those simple improvements that, when once tried, excite surprise that they were 
not thought of before, has been made by Mossrs, Arnold and Sons in the Elastic 


‘Enema Apparatus. We very strongly recommend this instrument, that it is sure 
to please all who try it.” 


w 
er 





: £ os. d. 
Injection Syringe, Arnold and Sons’ Registered 0 3°6 
Kennedy’s Syphon Enema, small for children, with plain 
mounts, in wood box : : : F . 0 3 6 
Ditto ditto large ; 0 7 6 
Kennedy's Syphon Enema, with covered tube and “metal 
rectum pipe, in leather case . 012 0 
Ditto ditto fitted with elastic eum vaginal pipe, 
in leather case. O13 6 
Kennedy’s Syphon Kinema, very super 10, with best covered 
tube and metal rectum pipe, in morocco leather case . O15 DO 
e 
t 
Bie, hk, 
. Kennedy’s Syphon Enema, with elastic aaa ae pipe, 6. 
354 917 8 
Kennedy’s Syphon Linema, electro plated ; eet ge de OO 
Ditto ditto gilt. 1 7 0 
Syphon Vaginal Syringe (as made for) and recommended by | 
Dr. Greenhalgh : ‘ O59 0 
Uterine Syringe, plated, complete j In morocea.case . O18 6 
Ditto ivory mounts : io. wf ; ae 0 16 4 
| Dterino Douche, complete 2 ae ; : . O12 6 
Barth’s. ditto — ditto _ : ‘ S. @  * a . cbes® 


148 ARNOLD AND SONS, LONDON. 


THERMOMETERS, BAROMETERS, &c. 
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Fe % 


£ os. d 

Aitkin’s Self-registerirg Clinical Thermometer, m turned 
wood case, 4 in and 43 in. : : ; . 0 8 0 
Ditto , m 1vory case ditto 0 9 0 
Ditto m silver case ditto 010 6 
Ditto in turned wood case 6m 0 8 0 

Ditto in morocco vase, lined velvet, 
Fig 355, : ‘ ; 9 9 0 
Ditto in silver casc 012 6 


beteeeilll 2 eaten — sf ieee 
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Jia 356 


Dr Squire’s Pocket Thermometer, 3 in, 95 to 110 oe 
silver case, Fig 85b ‘ . 015 0 





Dr. Buzzard’s ditto 4 m,95 to 110 deg , with 
centigrade and Fahrenheit scales, im silecr case, Fig. 357. 1 ] 
Dr. Gower’s Pochet Thermometer, 4 in, 92 to 112 tee . 018 


Tie dus 





Dr. Murchison’s Pocket Thermometer, 5 in, 90 to 110 deg, 


in ivory case, Fig 353 ‘ ‘ » ols 6 
Dr. Beale’s Pocket Thermometer, $n m, 95 to 110 deg., in 
silver case. 2 ». O16 0 


Dr. Andrews’ Surface TMienmonicienc mecase , : . 110 0 


vet” A wth ow 
oe aie “ae 


Hs ae ARNOLD ‘AND SONS, ZONDOM dg et, 
| 7 8 a. de. re 
"De. Sibson's Thermometers, per pair, in morocco case : 2 2 9. 
Dr. Teale’s ‘ditto © with bent bulb for surface or” ; Gi 
axilla * * Py 4 » e- e Py ® ' ? Q 13 6 
® 


'* Arnold and Sons have succeeded in producing these Thermometers 
+ with sensitive bulbs, thereby effecting a great saving of time in regis. . 
tering temperature, 











Fic, 359. 
Boxwood Thermometer, plain, Fig. 359 . . . . 0 1 0 
Ditto polished, Fig. 359 . Iséd, 0 2 0 
Ditto with enamel tube, Fig. 359 28, 0 2 6 
: Ser ae hum terete ji 
“Fre. 360. 
Boxwood Thermometer, with enamel tube, the scale bevelled 
at the edges, very superior, Fig.360 . . 3ds.6d, 0 4 6 
Rutherford’s Self-registering Thermometer, on metal scale, 
with steel index . : : : : . 33.6d, 0 7 6 
Phillips's ditto ditto with airindex. 0 7 6 
Fria. 361. 
Porcelain minimum Thermometer, Fig. 361 . . . 0 3 6 
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Fia. 362, 


‘Six’s minimum Thermometer, on boxwood or metal scale, in ss 
japanned case, Fig. 862. =. 108, 6d. 158,178, 1 1-9 
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kw 33 
i Ss 
Case contamme one cach ma\iunum and mnumom Thermo- 


meter, Fig 3603. : 115 
Morocco case, contaming one ew ved and one straight Chnieal 
Thermometer ; : -* 1 7 





Bath Thermometers, Dig. 304 . j 25,35, 0 4 

Chemical Thermometer, with boswood scale, graduated to 
soe . . a 2 
Ditto ditto maduated to 400° QO 4 


oe 


Liu 36> 


Chemical Thermometer, with brass hinge and joimted bov- 
wood scale to VU0S, Tig 965 0 7 
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Arnold and Sony’ improved, jointed boxwood scale, Fig 866 0 12 
Ditto graduated on stem, for inseiting 

in the tubulure of retorts to 400° . 0 6 

Ditto ditto scale to 600° 0 7 
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fa d. 
Thermometers, insulated in plass cylinders for acids, 10° 
to 212° : : ’ ; . On O 
Ditto ditto 49° 19 800° 0 5 OG 
. Nitto ditto 1M 10 6009 0 7 b 
‘ @ 
e Fie 3" 
Pedestal Thermometer, in lass shade, Fig 407 , 010 ¢ 
staat cae aa 
901d | Tolizolisol 40] ‘ : 
Standard Maximum Thcrmometer, Fig 368 . O17 6 
eee, Fee 
fy BEM ee ame 
Gp aicints: clesel sie laeinial Tid ® ; 
fig. 36) 
(j 





Ivory or Ebony Thermometers, 10 in., Fig. 370 . 7? 1 8 
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Fia sii 
£ os. d. 


a 


Window Thermometer, on glass or porcelain scale, with re- 


volving brackets, Fig 371 . «wl wt eti‘<“CSstSC*iTC 





Storm Glass in porcclain, with single scale Thermometer, 
012 6 


12 in, Wig. 872 : . ; : : 
Ditto ditto double ditto . : . 





Fie 373 


Revolving Pocket Thermometer, in German silver, Fig 373, 
738. 0d,108 bd, 012 6 





helio 
kia 374 


Mason’s Wet and Dry Bulb Hygromcter, on stand, Fig 374 2 





Tie ¢ 


Mason’s Hygrometer, porcelain scale in japanned case, Fig 375 015 © 


_A valuable instrument in the sk chamber, for by its means an artificial hum- 
dity and temperature of the air can be maintained, m many cascs so essential to 


recovery. 
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Fra 376. 


Gless Hydrometer, for heavy fluids, Fig. 376 





Fira 377 


Glass Proof Hydrometer, for spirits, Fig. 377 


crm ( 
8 eet) 
Fria 378 


Argentometer, for nitrate Of silver, Fig. 378 

Large carved solid oak Barometer, with enamel or ivory 
scales, double rack, and floating gauge, Fig 379 

Wheel Barometer, in various wood, Fig. 380 £1 10s. to 

Carved solid oak Barometer, with enamel or es scales and 
double rack, Fig. 381 

Square top solid oak Sca-coast Barometer, with ivory scales 
and double rack, Fig. 382 ; ; 

Board of Trade metal Marine Barometer, Tig. 383 ‘ 

Model Barometer, with 1 ay scale and sliding vernicr, ee 
354 ‘ , 

Ditto. ditto superior 





Fre 385, 


Watch Aneroid Barometer, in metal case, Fig. 385 . . 
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Fie 979 Fre 3go, Fie. 33) 
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Fre. 332. Tia 383 


Aneroid Barometer, in case : 


Ditto in solid oak frame, with Thermometer . 


Books of 25 Charts, for Clinical Thermometers, in cloth 
Ditto 50 ditto 
Ditto 100 ditto dittu 


in leather covers and elastic bands 
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Qlaisher’s Rain Gauge, complete in japanned tin, Fig. 386 . 0 16 


Ditto 


in copper 


Howard’s Rain Gauge, complete in japanned tin, Fig. 387 . 0 8 


Ditto 


in copper 


: . O12 
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UTERINE INSTRUMENTS. 


|. Gynmeological Bag (Arnold and Sons’ Registered), Fig. 388,. 


Fic. 388, 
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suggested by Dr. Greenhalgh, containing two Fergusson’s £ 8. dy 


Specula, large and small; one plated Bivalve Specula; 
two Sounds, large and small; two Scarifying Lancets; 
two Uterine Knives; Ellis’s Uterine Dilator; Speculum 
. *Forceps, (cross or compound action) Spring Holder, potassa 
fusa; Arnold and Sons’ seamless tube Caustic Holder; 
Sponge Holder; Sims’ Double'Hook Sima’ Double Screw; 
Sims’ C'nrette; Maclintock’s Ovum Forceps, improved ; 
Dr. Greenhalgh’s Bilateral Metrotome; curved Speculum 
Scissors; Bloxam’s Chloroform Bottle; Female Catheter, 
Silver; four Dr. Greenhalgh’s Spring Pessaries; six ditto 
Laminaria Tents; six short Tents; twelve Perforated 
Sponge Tents; Dr. Godson’s Sponge and Laminaria 
Tent Introducer; three Dr. Greenhalgh’s perfurated 
Vulcanite Stems; Introducing Sound for ditto, two Dr. 
Greenhalgh’s Spring Stems; Introductory Sound for 
Stems; four small Stopperecd Bottles for potassa fusa; 
Argent. Nitr.; Acid Chromic, &c.; 1 0z Bottle for Glyce- 
rine; Drawers for cotton-wool ; Medicated Suppositories, 
&e. The Registered Bag, complete as sbove * 
Gynecological Bag, without instruments, but with drawers, 
divisions, cases, &c. in Morocco leather . 





.21 0 


3 3 


ne fata r 5 
LO ‘on 











wee 1 Cote %. ptt 9.” 
Leer 
ya 
Dr. Priestley’s Uterine Dilator, Fig 359 » 115 
Ditto ditto plated . 2 0 
Dr. Ellis’s Uterine Dilator : 1 15 
Ditto ditto ditto 2 0 
Uterine Dilator, with regulating screw, Fig. 390 a 
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Fro, 391, 
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Fluid Urethral Dilator . 016 0 
Ditto for dilating the O8 Vaiss 
the dilating tube size of No. 2 Catheter, and 
will expand to size of No.12 . 0 13¢,0 


Dr. Barnos’ complete set of india-rubber Dile- 
tors, with mounts, stopcocks, &ec., fitted to 
~ Higginson’s Syringe, the set complete in 
case , ; : ; . 1 

Maclintock’s Ovum Forceps . O1 

Ditto improved : . O7 

Sir J. Simpson’s Ovum Forceps 01 

Mathieu’s cross-action Scissors and For ceps 


combined . : 110 0 
Sponge Forceps for holding sponge. : 0 6 0 
Dr. Greenhalgh’s Bilateral Metrotome, with 

spring stems and Introduces, in morocco cage 

complete, Fig. 391. ; ob 40 


The advantages of this instrument are- -Smalincss of 
uterial extremity; facility of imtroduction; acis obliquely 
with exactitude from within outwards; -can be accurately 
adjusted to cut little or much, on one or both sides; 
blades protected by sheath, so as to avoid injury to the 
vaginal walls; can be used without the ypeculum or 
exposure; when duly regulated no 1isk of haemorrhage. 


Sir J. Simpson’s Meitrotome . . . . Ls 0 
Sims’ ditto : ' ; . B & 
Mathieu’s ditto : : ; . 212 & 
Routh’s ditto : : ‘ a Oe 3G 
Aveling’s © ditto 1 7 6 


Dr. Greenhalgh’s Metrometer Sound, for mca- 
suring any part of the cavity of the uterus in 
its long axis, or from side to side, or back 
to front, Fig. 392 , e 2 pa ee OD 


This instrament consists of a ca.ula traversed by 
moveable shaft, at one extremity of which are two probe- 
pointed watch-springy, at the other a graduated scale, 
indicating, when liberated by a screw, the amount of 
divergence taking placo within the cavity of the uterus, 
and hence its dimensions. 


Sims’ Uterine Sound 010 6 
Sir J. Simpson’s Uterine Sound : . 0 6 6 
Ditto ditto jointed for por- 
tability : 0 9 6 
Dr. Halls s Uterine Sound, ‘with soft flexible silver 
point ‘ ‘ : : : , . OL G 
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Los. d 
Dr. Greenhalgh’s Pelvimeter, for giving exactitude to the 
finger in admeasurements of the pelvis, Fig. 393. y oe OD 


This instrument consists of a band of flexible metal, the extremities 
of which are connected by india-rubber webbing: can be firmly adjusted 
to auy hand, ‘To its upper extremity is attached a crutch, to fix the 
index finger, while at the lower end is a graduated scale and moveable 
button. From the centre of the band is a shaft, which can be fixed by 
a catch, moveable from before backwards and from above downwards, 
which can be regulated at the scale. | 


Dr. Greenlalgh’s Spongio-piline and air or water Vaginal ae 
Plags, three sizes the set complete’. * ; tii “9 


4 
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Possess facility of introduction and removal, accurate and comfort- 
able adaptability. 
Speculums. See pages 57, 127, 128, 129, 130. 


Fie. 304. 
£ gs, da 


Dr. Greonhalgh’s <mproved perforated and tapering Sea 
Tangle Tents, long and short, Fig.394. . perdoz 0 7 0 


Possess the following advantages :—TFacility of introduction, rapidity 
of expansion, softness, drain for uterine secretions. 


Solid Laminaria Tents . . . o  «. perdoz 0 4 0 

Sims’ Sponge Tents ae 4 .  . ditto 0 3 6 
Ditto Arnold atid Sons’ improved, perforated, 

very superior . . . . . . perdoz, 0 & 0 


Dr. Greenhalgh’s Jointed Galvanic self-retaining perforated 
Intra UterineStems . ©. . each 0 7 6 
Secure facility of introduction, adaptability to the movements 

of the uterus, free escape of the uterine secretions, little lability to 

slip. 


Sir J. Simpson’s Galvanic Stoms  . . «. «. . OS 6 
Perforated Sponge ‘ents, coated with wax . perdoz, 0 6 0 
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ee 
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Fra, 395. 


Dr. Godson’s Sponge and Laminaria Tont Introducer, 
Fig. 395, with 3 jointed points =... Cw wt Cd 
Ditto ditto with 1 pointedend . O15 OU 


Extract from Lanert, April 22nd, 1871 :—'‘ The novelty of this instrument con- 
sists in tho point intended for the reception of the tent bemg connected to the 
atilette by means of a sirow, which permits of rotation, and of a small hinge-joint 
immediately ubove the screw, which gives a freo lateral movement. Tho combina. 
tion of these two contrivances confers on the pomt and the tent attached to it all 
the range of movemont of a ball and socket joint, and enables the tent to find its 
way easily and without violence through the coivix It possesses an additional 
advantage of permitting tho introduction to be made without tho aid of a speculum,” 


Sims’ Spongo Tent Forceps . . . . . . 015 0 
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. Fra 396. 


£os. d. 
Dr. Greenhalgh’s Expanding and Self-retaining Tut  r, 
vulcanite and metallic, Intra-uterine Stems, Fig. 396 . v 4 0 


Possess the following advantages:—-Ease of introduction, allow the 
secretions of the cavity of the uterus to pass through, not liable to slip 
out, by pressure against the cut surfaces aftor division of the cervix 
uteri, prevent hemorrhage, can be retained for any period; incorrosive, 
and avoid the necessity for local dressings. 


Introducer for ditto . , : fo. dk : ; - 0 38 6 
Ditto plated, in ivory handle . , - . 0 6 0 
Nr. Greenhalgh’s perforated Vulcanite Stems, 6 sizes. cach 0 3 0 


Advantages :—Vacility of introduction, escape of uterine secretions, 
incorrosive. 


Introducer for ditto . 0 3 6 
Ditto plated, in ivory handle . - 0 5 0 
Sir J. Simpson’s German-silver Stems . os. 6d. 0 5 0 
Set of ditto, in case . : ; ; . 2 5 0 
Dr. H, Bennett’s Silver Stems . ; ds. to 0 7 6 
Set of ditto, in case . 217 6 
Dr. Greenhalgh's jointed Tntra-uterine Stem, for anteflexion 0 7 6 
Pessaries, see pages 72 and 7.3. 
Dr. Greenhalgh’s flexible india-rubber self-retaining Intra- 
uterine, perforated Stems, for flexions and strictures of 
the uterus . : : : . 0 3 0 
Female Catheters, see pages 6b, 67 and i “0, 
Dr. J. B. Brown’s Scissors for dividing the cervix. . 010 6 
Dr. M, Sinoy’ ditto ditto ; . O10 6 
Ditto blunt-pointed Knife — ditto ; - 017 6 
Chloroform Inhalers, see page 153. 
Simpson’s Exploring Trocar, Silver . : . 10 6 
Hall’s flexible Silver Uterine Probe . , b 7 O 
Dr. H. Bennett's Uterine case, containing Simpson’ a Uteri ine 
Sound, cross-action l"orceps, Spouge Tent Introducer, 
Caustic Case, Potassa Musa or Lint Holder; tho set com- 
plete. : ‘ g 2 a. AD 
Speculum (' austic Holder, with ebony handle 0 5 9 
Ditto Lint Holder. ; : 0 4 Q 
Ditto Scarifying Lancet. : ar 0 4 9G 
Ellis’s Caustic Holder 018 0 





Fie 397, 








Fie 398 

Uterine Scissors, Fig. 59 ‘ 0 bo 6 
Dr. Hall’s Syringe, with tapering Silver Tube, for myecting 
the neck of uterus : . OL 0 
Aveling’s Polyptrite for uterine polypus fg . 110 0 
Brown’s Directors, ales coaees . : ; , 0 5 0 
Cauterizing Irons. . ; . ts 64 0 6 0 
ee SI 

Fia 399 
Improved Speculum Forceps, with cross action, Fig. 39 015 0 
Double-curve Scissors, for removing polypi uteri . . 010 6 
Single-curve ditto ditto ~- . O 7 0 





Fig 400. 


Uterine Scissors, blunt point, Fig.400 . . . . 0 6 6 
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Sims’ Hooks, various : 

Ditto Tampon Holder. 

Speculums, see pagos 127 to 130 and 57, 

Curved Tubular Needles, for lacerated anise 

Sits’ Tubular Needle . .. . 

Simpson’s ditto 

Sims’ Revolving Scalpel, with ball and socket joint, to fix at 
any angle required ; 

Sims’ Sigmoid Silver Catheter 

Pretty’s Uterine Compress 


4 


Dr. Tilt’s Uterine Curette = ae , 
Straight Forceps, for securing the bar clamp 
Curved ditto ditto 


Forceps with Tenaculum points, for (litorodectomy 
Set of three Knives in morocco case, for paring the sa in 
vesico-vaginal fistula . ¢ , 
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Fre 401 


Noedle-holding Forceps, Fig 401 se 

Syphon Douche, with elastic tube, for injecting perchloride 
of iron in post partum hemorrhage . 

Vulsellum Forceps, with rack 

Gooch’s Silver Canula, for polypus uteri 


Ditto with German-silver rach 
Ditto complete, with cog-wheel 
Dr. H, Bennett's cross-jointed Speculum lorceps 
Ditto ditto plated 
Ditto citto gilt 


Complete set of Instruments, in mahogany caso, for Vesico- 
and Recto-Vaginal Fistula:—Sime’ duck-bill Speculum, 
curved Kuife (right), curved Knife (left), straight Kuife, 
two Knives (double edge), curved Scissors, two tubular 
Needles, Wire 'l'wister, fine Hook, fine Fork, two pairs 


-Vulsellum Forceps, spring Tenaculum Forceps. The above 
set complete : ; 
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£os. d 

Spencer Wells’ bea syphon Trocar, with side branch, 
small : ; . sc ok g (, 
Ditto ditto ditto ‘medinm 112 6 
Ditto ditto ditto a 2 0 0 
Spencer, Wells’ syphon tubular Trocar 17 6 

Datto ditto: with hooks for scouring 
the tumour . . 2 2 0 
Spencer Wells’ long sseape serrated mouth 013 0 
Mathieu’s cross-action Forceps 016 0 
Ovariotomy Hook, in ebony handle 0 6 0 

Spencer Wells’ Clamp, with circular clip, to impinge the 
pedicle ' :; ; 310 0 
Ditto ditto for grasping the pedicle 110 0 
Hutchinson’s Ovariotomy Clamp . O17 6 
World’s ditto 015 0 
Baker Brown's ditto 115 0 
Ditto Cautery Irons 0 4 6 
Fenestrated Tumour Forceps 012 0 

yon ia SER OUD RE op a 
Fig 12 

Spencer Wells’ Improved Clamp, with Forceps and three 
Clamps, Fig. 402 . - 8 0 0 

Morocco case, contaming Clamp, syphon Trocar, and two 
Cauterizing Irons ‘ ; ; . 210 0 


INSTRUMENTS FOR THE EAR AND NOSE. 





Fie 405. Pia 104 
Toynbeo's Ear Speculum, the set of three, platec, Pig. 103 0 10 6 
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: aS 
Toynbee’s Har Speculum, the set of three, stout Silver 0 19 
Wilde’s Har Speculum, plated, Fig 404 vg 8 
Ditto stout Silver 0 16 

e 

i@ 
Tia #5 

Yearsley’s Har Speculum, plated, Fig. 405 4 ) 10 
Ditto , stout Silver . O21 


Arnold and Sons’ screw-lever Ear Speculum, Wig 40b . 0 9 





Fie 40% 


Brunton’s Auroscope, with three Speculums, complete in case 1 7 
Hinton’s compound Auroscope, with lamp Si a for ex- 4 


amining the ear . a0 
Weber’s Auroscope, with reflectin g Mirror, bi- convex long, 

and three Har Speculums, in case ; . . 110 
Arnold and Sons’ spring Har Speculum, » 10 
Kramer’s Ear Speculum . ; ; . oO 7 
Pilcher’s ditto ; 3 : , 0 8 
Turner’s ditto the set of three, plated ) 10 

Ditto ditto ditto Silver 019 
Tvory ditto three sizes, in case complete 0 10 
Kramer’s Silver Eustachian Catheter ; . . 0 6 
Pilcher’s ditto 0 8 
Arnold’s fenestrated Har Forceps 0 7 
Hillman’s bent ditto . 9 § 
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Wilde’s Har Forceps 

Avery's ditto 

Liston’s Ear Scoop 

Imray’s ditto with f onestrated mouth ‘ 

M. Leroy D’Etiolle’s instrument for tela forei gn bodies 
from the car 

Toynbee’s Artificial Tym panum 

Morocco case, lined silk velvet, containing three Silver Bar 
Speculums; three Eustachian Catheters, silver; extra 
large Reflector, with metal swing frame and adjusting 

’ screw, to arrange at any angie; Universal Handle for 
ditto; pair Kar Forceps. The set complete . 

Arnold and Sons’ Registered Har Syringe, with reversible 


pipe and cap ‘ 
Syphon Har Syringe, with glass receiver and waste Pie 
complece in leather case 
Lund’s Kar Douche, complete . ; 
Syphon Ear Syringe, with brass mounts, in n lonther case 
Marshall’s Ear Syphon, with extra pipe for nose 
Ear Syringe, india-rubber, 1 O%. 
Ditto ditto 2 02, : 
Brass Har Syringe, plain, 1 07. ; 
Ditto best quality, 1 oz 
Ditto ditto 27. 
Ditto ditto oz. 


Metal Ear Syringe, 2 oz. 
Brass Har Syringe, with extra lar ve Tim, i OF: % 


Ditto ditto 2 0%. 

Ditto ditto fou. 

Ditto portable, containing (an the piston rod) 
three ivory pipes, 4 oz. , . 

Ditto ditto with brass “rings 


for fingers (can be used with one hand) and fitted with 
Toynbee’s or Abernethy’s pipe, in leather case, 1 oz. 


Ditto ditto 2 0%, 
Ditto ditio 4 0%, 
Case containing 4 oz. brass Har Syringe, spring Ear Coannel, 
and plated Har Speculum : 
Hearing Trumpet, plain . ; ; 
Ditto ditto, to slide 
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Ditto ditto, with two slides, as Fig, 407 
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: £oad. 
Hearing Trumpet, vuleapite . . . . ., 3a, 0 6 





Fia 40s 
s 


Curtis’s Hearing Trumpct, Tig. 408 P ¥ 8s. to 014 Q 





, Fre 406, 





Martinen’s ditto Fig, 409 

Tig, 410, Fre 411 
Curtis’s Portable Tearing Tfumpet, Fig. 110 . . 0 8 b 
Portable Hearing ane very powerfal, Big. 411. 2. O 4 6 
Hearing Cornets . - + per pair, 9s,to 014 0 


These Instruments are arranged by means of a sliding spring, 
which can be at once adjusted to the size gate 


Flexible Convorsation Tubes, common ; vo 5 Q 
Ditto with elastic spire al wire tubing, 
covercd mohair and ebony mounts 7s. 64.,98 6d, 0 J2 6 
Ditto tube silk covered, 9s., 198, 6d., 01 
Ditto with best quality r:vary mounts, 


12s, 6d, 1o8, 6d, UIR 6 

Arnold and Sons’ Improved, with extra large ivory mounts 
and conical tube, collecting and oes the sound more 
distinctly . ‘ : 21s., 
Bar Channel, with rubber ‘band > -, a oe tA 

Ditto with head spring 

Syringe for injecting the nose . e Am 8 
Heath’s Syphon Douche for injecting the nose , 38, 6d., 
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Loa d 
Kramer’s elastic Nasal Catheter 03 0 

Ditto set of three Nasal Catheters, with bottle, complete 
in case ° ; 012 38 
Bellocg’s Canula for epistaxis, with spring, "plated 0 6 0 
J)itto ditto Silver 0 7 % 

q 

Polypus Forceps, Fig. 412 » « 09 5 0 
Ditto improved, with rack ‘ . 0 9 6 
Wylde’s Polypus Snare. + ©. wow 014 6 


ELASTIC ENEMAS. 
Arnold and Sons’ Improved Portable Enema, Registered, as Fig. 353. 


2oz, 402. $802, 1202, 1602 
3/6 4/6 5/- 5/9 7/6 fitted with brass mounts. 
3/- 3/9 4/6 b/- ‘7/- fitted with metal mounts. 


Vide Lancet, August 26th, 1871, British Medical Journal, August 
26th, 1871; Medical Times and Gazette, August 19th, 1871; dJfe- 
dical Prese and Circular, August 31st, 1871. 


Elastic Enemas, of very superior india-rubber,— 


1 oz. 2 oz, 3 O%. 4 0%. O 04. 
2/- 2/3 3/- 3/9 4/3 
8 oz. 10 oz. 12 oz. 14 oz, 16 oz. 
4/9 5/3 5/6 6/. 6/6 


Elastic Enemas, fitted with elastic gum Rectum Tube, and metal 
mounts,— 
I oz. 2 04, 3 OZ, 4 02. 6 oz. 
3/6 4). 4/6 5/3 5/6 
OZ. 10 og, 12 oz, 14 oz. 16 oz, 
6/- 6/6 7/3 7/6 8/. 
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Arnold and Sons’ Registered Elastic Vaginal Syringes, 


4 oz, $ oz. 22 02. 16 oz, 
5/- 5/6 6/3 8/- fitted with brass mounts. 
4/6 5/- 5/6 7/6 fitted with white metal mounts. 


Elastic Vaginal Syringes, of very superior india-rubber, fitted with 
* srass mounts,— 

40%, » 602. 8 oz. 16 o2. Ics, Li os. 16 oz. 
4/9 5/3 b/) 0/3 6/0 7 /- 7/6 
Elastic Vaginal Syringes (Dr. Bird's), fitted with brass mounts and 

elastic gum vaginal tube,— 


4 02, 8 oz. e 202. 16 oz. 
Si. of : b/o ‘ 7/6 
Children’s Elastic Syringes,— 
1 oz. 13 oz. 2 OZ. 3 OZ. 
1/3 1/6 2}. of 
£8. @. 
Vaginal Syringe, with stopgock and elastic pipe . O12 0 
Ditto ditto and two pipes VI3 6 
Elastic Urethral Syringe ,(Arnold and Sons’ Registered), 
vide Lancet, August 26th, 1871 ; 0 3 6 
Elastic Urethral Syringe, plain, 1 oz. 0 1 6 
Ditto ° ditto, 2 oz. 0 2 6 
Ditto with elastic gam tube 0 1 6 
Durham’s Urethral Syringe, with vulcanite tube, complete. 0 6 6 
Marshall’s ditto ditto . O 7 0 
Elastic Hydrocele Syringe, with stopcock . . 9 7 6 


URINOMETERS,/TEST-GLASSES, ETC. 


Beale’s Urinary Cabinet, containing Urinometer, graduated 
measure, pipette; Precipitate Washer; Stirring Rod; 
Watch Glasses; Test Tubes; Tube Holder; Test Papers ; 
Microscopic Slides; thin Glass; Glass Spirit Lamp, with 
wire ring; eight Capped Bottles, for the following re- 
agents: Nitric Acid, Acetic Acid, Ammonia, Potash, 
Nitrate Barytes, Nitrate Silver, Oxalate Ammonia. Com- 
plete . ‘ 25 «0 

Prout’s Urinometer Case, panies g Ur cuomeler: Ty ial Cieae: 
Thermometer, Test Tubes, Spirit Lamp (capped), three 
Bottles (capped), and Glass Pipette. Complete, Fig. 415 109 0 

Mahogany Case, containing Urinometer, Tiial Glass, Test 
Tubes, Thermometer, three large Capped Bottles for acids, 

Spirit Lamp Capped, Pipette, Litmus and Turmeric 
Papers. Complete . 1 17 
Leather Case, containing Weisomeiee: and Trial Gluse: . oo 7 


a co 
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Morocco Case, containing U1inomicter, Thermometer, and 
Graduated Trial Glass 
Ditto ditto 
and Turmeric Paper 
Glass Urinometer . ; 
Metal ditto  electro-gilt 


with Test Tubes, Litmus 
¢ 


Ditto ditto 1 case ; 
Silver ditto ditto 2 
Thermometer, superior : ; 
Graduated Test Glass : ; : . : . 
Ditto with feet ; ‘ 
Litmus Papers : ‘ : : . per book 
Turmeric ditto : ; : ditto 
Test Tubes. : ; per nest 
Patent Vulcanite T 1uwomcteas : ; ‘ 
Ditto with Giaduated Trial Glass, 


complete in case . ; , ; , ‘ j ; 
Coddington’s Lenses, very superior, in metal frames, 7s. 6d, 
Stanhope Lenses, in ivory Bos ‘ : . 48, 





kic 414 


Arnold and Sons’ mahogany Urimary Stand, with drawer, 
containing four stoppered Bottles, Spirit Lamp, six Test 
Tubes, Trial Glass, Urinometer, Litmus and Turmeric 
Papers, &., Fig. 414 . : : ‘ : , , 


L 


cooococo°o 


oo°O 


1 


8. d. 
18 0 
15 6 

3 6 
12 6 
13 6 

4 0 

4 6 

1 3 

1 6 

0 2 

0 2 

0 8 

7 6 
12 6 
10 6 

» Q 

1 0 
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Arnold and Sons’ mahogany Test Stand, containing Urino- 
meter, Trial Glass, Thermometer, Chalk’s Drop Bottle, 
Pipette, Stirring Rod, Watch Glasses, Microscopic Slides, 

hin Glass, six Test Tubes, Tube Holder, glass Spirit 
amp, soven stoppered Bottles for the following re-agents : 
Nitric Atid, Acetic Acid, Potash, Nitrate of Barytes, Am- 
monia, Oxalate of Ammonia and Nitrate of Suver, brass 
Forceps, platinum Toil and Wire, onan Litmus and 


Turmeric Papers, &c. . ; : : 
® 


% 


aI 


g. d. 


TREPHINING, NECROSIS AND RESECTION 


INSTRUMENTS. 


® 

Mahogany Case, containing two T'rephines (large and smal), 
Hey’s Skull Saw, Hlewator and Skull Forceps, strong 
Scalpel (scale tang), ‘l'rephine Brush. The set compleie . 

Superior Mahogany Case, brass bound and lined silk velvet, 
containing thrée superior Trephines, Hey’s Skull Saw, 
Elevator and Skull Forceps, strong Scalpel (scale tang), 
Trephine Brush. The set complete . 

Mahogany Necrosis Case, brass bound, lined silk velvet, 
containing Ferguson’s Saw (folding back), Chain Saw, 
two pairs Ferguson’s bone Forceps, three Hey’s Skull 
Saws, Ferguson’s Lion Forceps, straight Necrosis For- 
ceps, curved Necrosis Forceps, curved Gouge, Gouge 
Forceps, two straight Gouges, two Marshall’s Osteotribes, 
Necrosis Trephine, blunt anf sharp Hooks, three Scalpels, 
Scale tang Scalpel. The act complete . 

Complete Vase in mahogany, brass bound and lined sill 
velvet, for Amputating, Trepanning, and Necrosis, con- 
taining Butcher’s Saw with sparc blade, Amputating Saw, 
Ferguson's Saw with folding back, straight Ferguson’s 
Bone Forceps, curved ditto ditto, Ferguson’s Lion Forceps, 
two (jouges broad and narrow, pair Gouge Forceps, Mar- 
shall’s Osteotribe, Chisel, two Trephines, Necrosis Tre- 
phine, two Necrosis Forceps, Hey’s Skull Saw, Lenticular, 
two Elevators, Skull Forceps, Trephine Brush, three Am- 
putating Knives, Catlin, two Finger Knives, strong 

‘ Scalpel, three Scalpels, Liston’s Artery Forceps, Spring 
Forceps, two Dicffenbach’s Artery Forceps, Tenaculum, 
Tourniquet, Needles, Silk. The sect compleic. : ; 

Trephine, small, medium, and large. ‘ : cach 

Semi-circalar Trephine ‘ 

‘Two Trephines, fitting one handle (ebony) 

Ditto in ivory handle ‘ . ‘ 


to 
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£ oa, d. 

Three Trephines, fitting one handle eon, . & mo At 
Ditto in ivory . & « ¢ bho 0 
Luer’s Gouge Forceps, for resection. . . . . O12 0) 
Hoftman’s ditto ditto . » « O 8 0 


Ditto ditto curved, ditto, ; 
Butcher’s Saw, for excision 
Chain Saw 


Strong Scalpel 


Jaw Saw, with blades of various ee : ; 
Ditto ditto ; ae back . 
Antrum Perforator ; . 4s, 


pent 


Marshall’s Ostcotomes, three sizes, in case , complete ; 
Lenticulars 


Liston’s Screw Probe 


0 

i 

: 1 
Ditto very superior . 2 0 
Sir W. Ferguson's straight Bone Force DS, circular joints 0 10 
Ditto curved fitto ditto 0 10 
Ditto *oblique «ditto ditto » 010 
Liston's Bone Forceps 7s. 6d., 8s. 6d., 9s. 6d., 11s. 6d. 0 18 
Ditto curved ; : : . OW 
Ditto cross-cut 0 15 
Bone Forceps, small plain joint : . 05 
Sir W. Ferguson’s Lion Forceps 7s. 6d, 0 9 
Elevators, plain =. ; : 0 3 
Ditto with handle 0 3 
Chisels, straight (various) 0 2 
Gouges, straight Bs me Ake te Oe 
Ditto curved, right and left a . each Q 3 
Necrosis Forceps, plain straight . 0 5 
Ditto curved 0 4 
Ditto double joints 0 7 
Hey’s Skull Saw 04 
Skull Forceps 0 4 
0 2 
0 9 
0 8 
0 6 
0 15 
QO 4 
0 8 


SYRINGES, METAL AND GLASS. 


Glass Syringes, Male or Female, best quality, per dozen,— 
doz. oz loz IJtoz Boz Boz, 4 0%. 
3/- 3/6 = bj- 7/6 OHS /=> 20) 
Male or Female Syringes, glass, in best boxwood cases,— 
Zoz. doz loz liom 202 soz 42. 
g/- 10/- 14/8 17/6, = Bae B0/e 48 /- 
Glass Syringes, Male or Yemale, best quality, in strong leather cases,— 
} 072. 3 02. 1 02. 1} oz. 2 oz. 
6/6 8/6 12/- 15/6 18/- 
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Clark’s Glass Female Syringe . . Qs. 6d, 
Vance’s ditto : . Is. 6d, 
Hamilton’s ditto 2s. Od,, 
Maégl Male or Female Syringes, best quality, — 
4 oz. } oz, 1 gz. 2 oz. Son, 
ye et rn) an: 
Clark’s Metal Female Syringe, 2 oz. eo. os 
Ditto 4 02. 


Locock’s Sponge Syringe ; 
Hamilton’s metal Female Syringe, 3 oh 
?, 


Ditto 40 ' 
Metal Enema, best quality, 2 oz. 
Ditto dito 402. 
Ditto ditto 8 04, 
Ditto ditto 16 oz, ‘ 
Arnold and Sons’ Improved brass Enemas, best qualit y; Lor. 
Ditto ditto ditto 8 oz, 
Ditto dito ditto 16 oz. 


Improved Brass Female Syringe with elastic pipe 


OO netnememnetmn an eee — P onmmmniiienenaed 


GALVANIC MACHINES. 


Llectro-Magnoto Machines, on marble stand 
Ditto ditto plated 
Ditto with all modern improvements, 
in box complete ; : ° 







“ST hy ——— — —— bh 
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; ARNOLD & : 
| IMPROVED MAGNETO ELCCTHNIC MACHINE 
LONDON 


Jio 415 


Electio Magneto Machines, with all modern improvements, 


in mahogany case, very powerful, Hig. 415 
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£ 8s. d. 
0 3 0 
0 2 0 
0 3 =O 
0 1 6 
0 3 0 
0 3 6 
0 2 6 
0 3 6 
0 2 0 
0 3 6 
0 6 0 
0 8 O 
07 6 
012 6 
017 6 
0 7 6 
10 0 
1 6 QO 

1 0 


11) 0 
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Blectro-Magneto Machines, with all modern eee 
in mahogany case, very powenful. . . . 115 0 
an) 


| 4 T | ; : it ) g 


WV i i Kh Wi i 





li {6 


Arnold and Sons’ improved self-acting Llectro-magncto 
Machine, complete, Fig 110 ae ne” . 6 6 0 





Tw £7 


Mr. Cattlin’s Apparatus for above, Fig, 417 » . UID 0 


Extract from M1, Catthn’s report in Vol. 1m, No 6, of Odontology al Soucty — 
‘A new Portable Battcry, invented by Mesias Amold and Sons, of West Smith- 
field, Atmv suggestion they haye adapted a spn ng with two plates, for the purpose 
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instantly conveying a galvunic current to any part of the human body, in case of 

suspended animation, under the use of anesthetic. . . . . Ihave trod the 
effect of this instrament upon the lower animals, and have tound its action to be 
very perfect.” 


- Los. d, 
Eléctro-magneto Machine, with strong circular magnet 2 7 0 
Ditto "ditto very superior 2 12 
Hlectro-magneto Machine, worked by means of the foot, 
thereby leaving both hands of the a freo ao 0 


Smee’s Battery : - ; 


The great superiority of this aidy consists in, the little trouble 
reyuired to put 16 in action, and the immense power obtained. Snl- 
phuric acid one part to seven of water. 


A set of six Smee’s One Pint Baitterics, in mahogany tray, 


arranged for quantity and intensity ; . 210 vo 
Ditto One Quant ditto ditto . 38 4 0 

A set of six Smee’s Pint Batteries, with ratchet arrange- 
ment, in mahogany, complete ; : 2 ; . 38 10 0 
Ditto Quart ditto {1d 4 





Arnold and Sons’ Portable Battery, with glass cell and im- 
proved regulating gauge, complete in mahogany case, very 
portable and powerful, Fig. 418 . $f oY 
Smee’s Battery, porcelam, with platinized silver since: 
4ix2) 0 6 6 
Ditto ditto ditto 5 x3 0 ) 
Ditto ditto ditto 6 x3$ O12 6 


iS % 
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Daniel's Constant Battery 

Consists of a cylindrical copper vessel, in which is placed a porous 
earthen tube, containing a rod of zinc amalgamated with mercury. 
Sulphuric acid one part to ten of water, which iy to be pnt into the 
porous tube, and a saturated solution of sulphate of copper into the 


copper vessel. @ 

Los. d. 
A set of six Batteries, ( x 3, in mahogany tray, with quan- 

tity and intensity connections, &c., complete . . 210 0 
Ditto ditto - ditto 9x3 310 0 
Ditto « ditto ditto 12x3 510 0 
Daniel’s Battery, copper cylinder, 6.3. : ; . O 7 6 
Ditto ditto 9x4 010 0 
Ditto ditto Was 018 0 


Grove’s Platinum Battery 

Consists of a platinum plate placed into a flat porous earthen cell, 
surrounded with a double plate of amalgamated zinc, the whole enclosed 
in a porcelain vessel. Nitric acid is placed in the porous pot in contact 
with the platinum, and dilute sulphuric in contact with the zine. 
A set of six Batteries, complete in mahogany tray —.. . 210 0 

Ditto eight ditto, with quuntity and intensity connec- 

tions . : : ; : - &d 0 0 
Grove’s Nitric Acid Battery, with double amalgamated zinc 

plate, platinum plate, porous pot, and porcelain trough, 

7s. 6d. 10s.6d, 012 6 

Bunsen’s, Battery 

Consists of an carthen jar, into which is placed a hollow cylinder of 
zinc, and insids this a porous tube and carbon plate 


Bunsen’s Battery, 4 <3. ; : : » 0 6 90 
Ditto Sx3]. \ ; ; . 0 6 6 
Ditto 7rxo4 ; ; . 0 8 6 
Ditto Ox 4}. 012 6 


Bichromate Battery 
Consists of a glass vessel containing two piates of carbon and one of 


zinc, Dissolve two ounces of bichromute of potash into one pint of 
water, using heat to hasten the solution, and when cold add one ounce 


of sulphuric acid. 





Fig. 419 


Bichromate Battery, No.1, Fig. 419 4 ; . 912 6 
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Bichromate Battery, No 2 : - OLS O 
Ditto No. 3 ; - LO QO 

Dr. Emil Stoehrer’s Constant Curient Battery, with one cell, 
« } in mahogany bos, complete ; : » 110 ¢ 
Ditto ditto , twocclls . . 610 9 
Ditto ditto twenty elements. 4% 38 0 
Ditto ditto thirtyelements . 11 11 0 

Ditto ditto ditto wm 
plain oak case : \ XY 8 VU 

Fic 420 

Ganfie’s Medical Battery, Fig 429, small size, in mahogany 1 15 0 
Ditto, large size, in black box, with accessories nickelled 3 19 0 
Ditto, small, in square mahogany box. for Hospital use 2. do 2 
Ditto, large, ditto ditio ~ 910 0 
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Rubmkorff’s Induction Coils, bam spark, (ie 121 


Ditto ¢ tto with commutator 
Ditto Lar” ditto ditto 
Ditto 'in ditto ‘s 
Ditto tim. ditto ; 
Ditto 2m ditto 
Ditto tan ditto ‘ 


Pulvarmacher’s Electr Cham Binds, see preg 207 


{ 4 
16 
) yo 
1 10 
2 It 
5 10 
1) oO 
1! () 


INDIA-RUBBER BEDS, CUSHIONS, 


PILLOWS, &c. 


[he followime are all mide of very superior mdi rubber — 





Preneh-reeded Au Cu bions, Tig 122— 
Jo 1. lo Tf IG Ih 
& /. 10/o ] l, ; 





lig 423 


Circular-reeded Cushions, Tug. 1.23— 
Phen Joan 7m. Sam 19am 
6/3 0/. 99 10fo 1 - 


20-m 
12/- 


2Jt-imn 


2/o 


d 


6 
() 
() 
() 
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Plun Pillows, 1s .1; 1s x15 In [8 18 . 22 
ees 
\ 

: \ 
\ 
| 

a fF 

dS 


/ 
| ; 


i/o O/3 710 
18 of 16 x 26 Ir 50 
10) - 10/o Ilo 





Tia 1’ 
Miretdar Pullows, fig 121 Tan Is an Tan 30 n 
» 7 s/ Qo 1d/b 
Neck Pallow , lig {25 16 2, Jo 2% IS x do 
Wo 10/b LI /o 
Beds and Pill WS 127 6 sf> W mS 24 By ~ 
So xX OF SS 4 ey) 7 6 
{ / I/lo, 1D 10- 7%; 
swinuming Belfi ob» 6 [ir fa 
Yh PZ)! Lift 
Watcr Cushion , for sloughing of the + icvaim pal Ib ¢ 6 
lox te lo <1f ee ISx 78 
by x2e Isa wf Is) 26 
Water Cu dnons, por Tb 6 
Lt in 17am IS in 19 it 20 om 





Watcr Beds, Pig 126, per lb 6 6 
HU X2k lb uf 10 X27 OW XLS tix VY 


et | 
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Waterproof Bed Sheets, with funnel in centre 
Inflating Bellows for above 


Water Bottles for the Feet or Stomach , . per Ib. 


6x12 6x10 14x8 


MICROSCOPES AND APPARATUS. 


No. 1.—A neat and convenient Microscope, having a joint 
to incline the instrument to any angle .—Rack adjustment 
to body, revolving Diaphragm, solid bronzed Stand, } and 
l-inch Object Glass, Live Box, and Tuissecting Forceps. 
Complete in cabinet, with four objects, lock and key . . 





No. 2.—Arnold and Sons’ Portable Microscope, Fig. 427. 
This Microscope is very portable and substantial in its con- 
struction, inclines to any angle, with rackwork adjustment for 
focussing, working up on a triangular bar of gunmetal. At 
tached to the stand is a condenser, with universal joints 
for opaque objects, a Water Box, Tweezers, and a good 1 and 
2-inch combined Object Glass, with Sliding Tubes; the 
whole complete in a portable case. When the instrument 
18 folded down for packing away, the body slides through 
the stage, no screwing or unscrewing is necessary, the stand 
always being intact, with condenser attached. Price complete 


o 
eo 


3 


0 
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No. 3.—-The * University ” Microscope, Fig. 428. This in- 
strument is of great power and definition, and suitable for 
all purposes of microscopic investigation, ‘Tie stand is well 
constructed, firm, and of a new pattern; the stage is circular 
in form, and the object can be moved in any direction with 
a smooth, easy motion; the rackwork adjustment for focuss- 
ing is long, and capable of taking in a 4-inch chject glass. 
It has @ fine adjustment ; }-inch Aoki ‘omatic Object Glass, 
forming also T-inelh and 1. -inch, fitted with the Universal 
Screw; Stand Condcuscr for opaque objects ; Live Box; 
Stage, and Dissecting Forceps. The whole complete in 
Mahogany Cabinet . ; ‘ : 

No. 4.—A well-constructed Mivroseope, all rag; made 
upon the same principle as the more expensive instruments, 
with coarse and fine adjustments, Draw Tube to body, 
double Mirror, removing Diaphragm, good j-inch Object 





£i 10 
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(ilass, Gitto 2-inch, No, 1 Eyepiece, Stand Condenser, Live 
Box, Stage, and Dissecting Forceps. ape in Cabinet, 
with half a dozen interesting objects . ‘ oo O 

This instrument is fitted with a large tube in 1 the ‘stage, 
for the convenicnce of fitting Polariscoge or any other under 
illumination, without any after alteration to the Microscope, 
and any apparatus will fit the same without the necessity of 
sending the instrument back, being also universal size in the 
object glass Screws. 

No. 5.—A very useful Microsg* pe, in construction the 
same as No. 6, but a size smaller; with object glasses and 
other extras the same. This is a very complete instrument, 
there being no unnccessary work or apparatus to make it 
expensive, the optical and mechanical arrangements being of 
the most convenient form, but efficient in their performance. 
Complete in Cabinet with large drawer .* - a2. 12 0 

No. 6.—A large and substantial Microscope, constructed 
upon the latest improvements, with coarse and fine 
adjustment, draw-tube to body, double mechanical stage, 
with clamping and revolving slider-holder, large double 
mirror, with every adjustment, diaphragm, &c. This in- 
strument has also the following apparatus :—No. 1 and 2 
Kye-picces, English } Object Glass, ditto 1 and 2-inch 
combined, Polarizing Apparatus and Sclenite, large Bull’s- 
eye Condenser, on stand, Stage and Jissecting Forceps, 

Live Box, and Spot Lens. Complete in upright Cabinet, 
with two large drawers. , ; ; ‘ : 220 0 0 


All the above Listriinents arc fitted with Ie Universal Sere for Object 


Glasses, 

Polarizing Apparatus 1 5 0 
Ditto extra lar ge prisms 115 0 
Wenham’'s Parabolic INuminator, with adjusting stop 1 4 0 
Spotted Lens, for dark ground illumination . 78, 6 d., 0 12 0 
Stand Condenser. , : 7s. 6d, 128. 6 sd, oto 
Live Box ; ; 2s. bd., 3s. Od, 0 6 6 

Achromatic Spot Lens C ‘ondenser, with stops and fittings 

complete, for resolving test objects, an excellent substitute 
for Gillett’s Condenser ; 2 a 0 
Mechanical Stage, fitted to any microscope, £1 10s, 62 10s., 3 0 0 
Extra Eye-pieces . ‘ : . 10s. 6d. 012 6 
Stage Forceps : . ‘ . o8.6d, 0 7 6 
Stage Micrometer ; ‘ : . 0 4 6 
Eye-piece ditto : : : . 68, 0 8 6 
Camera Lucida E : : ; ; : . os, 010 O 
Glass Plates , , . : ; : . Ils, O 1 6 
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Frog Plates. , : : ‘ ; . EBay 

Hollow Glass Slides : : : 

Hand Magnifiers, for dissecting . . from 

A ie Tables. , ‘ dg. 6d., 
Silver Parabolic Reflector on stand, with ball and socket 
joint .e. , .. . 

Excellent Microscopic Lamps, with sliding rod and heavy 
stand . : . 9s. 6d., 
Canada Balsam, Gold Size, ko. ; . per bottle 
Glass Slips, 3x1, un-ground \ . 2. per dozen 

Ditto ground . ’ ditto 


Thin Glass Squares and Circles, Paper Covers, &c. 

Object Boxes for two dozen 

Folding Book Cases for six dozen slides to Tie flat 

Opalised Glass Stage Plates. 

New six-tray Object Boxeg for three dozen : . 
Animalcule Cages. : : . bg, 6d, 
Set of Reimleale Tubes, in case. : z Bis 


BEST ENGLISH OBJECT GLASSES. 


JUS ARE GUARANTEED, 


4 inch Degrees of Angular Aperture . 

3 do, 138 ditto 

+ do. 10 ditto 

2 do. 16 ditto 

2 do. 12 ditto ; ; ‘ 
1} do. 22 ditto . 
1 do. 26 ditt 

L do. 18 ditto 

1 do. 20 Dividing into a 2-inch 

- do. Jo Degrees 

i do. 7 = ditto 

' do. of ditto 

yg do. Yo ditto 

jy do. 60 ditto 

; do. 7 ditto 

1 do. 90 ditto 

> do. 110 ditto ; 

bdo. 120 ditto , ; ‘ 


OF LESS ANGULAR APERTURE BUT OF GOOD DEFINITION, 


16 inch ; 
1 do. ; 

; do. 

} do. 

2 do. 


oDooodors 
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10 6 
0 6 
1 QO 
6 6 
12 6 
12 «0 
1 0 
0 6 
9 
1 0 
yn 6 
0 6 
3.46 
12 0 
5 0 
5 0 
yy O— 
5 0 
5 QO 
5 0 
10 0 
10 0 
5 0 
10 9 
10° 9 
) ¢ 
10 O 
15 0 
0 QO 
0 0 
4 0 
10 0 
lh 9¢ 
10 0 
10 0 
0 0 
6 0 
15 0 
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MOUNTED OBZECTS FOR THE MICROSCOPE. 


£ sg. d. 

A set of Slides (12) illustrating the growth and structure of 4 

human bone : 1 4 0 
Microscopic objects, ineluding aie the ost interesting finite: 
insects and parts of aitto, as legs, wings, hair, eyes, tracha’, 
roe, &c.; sections of wood, leaves, infusoria, shells, scales 
of fish, minerals, &c.; mounted,on Canada balsam, and 
suitable for the best form of migf oscopes. Ler slide, from 

Is.4d.to 0 2 0 

Set of twelve of the above objects 016 0 

Ditto twenty-four ditto 110 0 

Ditto thirty-six ditto 2 9 6 
Urinary deposits, consisting of specimens of oxalate of lime, 
lithic acid, dumb-bell ie acid, dumb-beh. oxalate of lime, 
carbonate of lime, spermatozoa, cystic oxide, phosphates, 
hippuric acid, urea, urate of soda, purpurate of ammonia. 

Set of twelve Slides, in case . F : ’ : . tt o 


Every other preparation froin the aemat, vegetable, or mite al kingdoass, for 
the nnicroscope, supplied to order. 


OSTEOLOGICAL PREPARATIONS. 


Disarticulated Human Skcletons |. . L2%.to 9 4 O 
Articulated Human Skeletons . gS £310s.to 12 12 @ 
Polished mahogany upright case for above . . £10 0 


Disarticulated Head, the bones remounted, in situ, at dis- 
tances, with sections of middle and inner ear, and prepa- 
ration of the maxillary vessels and nerves. ‘The whole, 


on & support, under glass shade. , , L9to li 0 O 
Child’s Skull, under glass shade, eee first and second 

dentitions . : £219 to f f © 
Skulls, with one (hor izontal) section: ; . lds.and 1 1 © 
Skulls, disarticulated ; A : : flto 9 35 0 


Skulls, with a vertical and orivontal: section. 17s.to 110 O 
Skulls, in seven sections, shewing the frontal sinus, antrum, 
cochlea, semi-circular canals, tympanum, and small bones 


of the internal ear : . £310s.to » 7 O 
Bones of the Lower Extremity, atic ‘ulated, including the 
haunch-bone ; : . £land 1 5 0 


Bones of the Upper Extremity. articul ited, including the 
scapula and clavicle ; . : £ilis.and 1 95» @O 
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Bones of the Lower Extremity, with Os innominatum, arti- 
culated in a similar manner . ‘ 

Bones of the Upper Extremity, with scapula and clavicle, SO 
, articulated as to allow of demonstration of the varions 


* dislocations : ; . : 
Set of Vesicbra, strung on : Cola ‘ : £1 1s. and 
fatal Skeletons, mounted in various ways ; from 


Fortal Skeletons, with natural ligaments, from the embryo 
to the full time, nine preparations, each under separate 


£2 2s. and 


glass, the set : , ; \ £7 10s., £8 10s, and 10 


Kemale pelvis, with ligaments 

I'cotal heads, each ‘ 

Student’s Sct of Bunes, consisting of ab skull, with one ‘(hori- 
zontal) section; the vertebral column, Os innominatum, 
sacrum and coccyx; sternum; one hand and one {oot on 
catgut, and the ribs, scapula, clavicle, humerus, radius, 
ulna, femur, patella, tibiae and fibula of one side, £3 3s. and 

Student's Set of Bones, consisting of a disarticulated ske- 
leton, a skull with a horironiil and vertical section, and a 
disarticulated skull {i 4s.and £5 5s., CO 6s, and 

Teet on catgut ¢ {s. 6d, 5s. Gd, 738. Od., and 

Hands on catgut. : {y. Od, os. Gd, 7s. Gd., and 

Section of Head and Trunk, through spinal column, including 
the haunch-bone, clavicle, and scapula, and part of the 
lumerus, mounted on a es with stand for demonstra- 
tion . ; : 

‘Two Temporal Bones, cut in various directions, to show com- 
pletely the anatomy of the internal car . 

Leather Figure (including a, natural female pelvis). with 
leather forts and ace |e obstetric demonstrations . 


CHIROPODISTS’ INSTRUMENTS. 


Case, containing two Knives, Corn File, in ivory handles. 
Leather Case, containing four Knives, Corn File, in a 
handles ’ 
Mvorocco-leather ('a*e, containing (ie Knives, urn File, i in 
ivory handles, pair of Scissors pair of Spring Forceps 
Superior Morocco-leather Case, containing five Knives, Corn 
File, in ivory handles, strong Scissors, Spring Forceps, 
Double Tenaculum, Improved Nail Nippers 

Improved Corn Knives : 
Ditto ditto in leather case 

Pond's Corn Kuife, in ivory handle. 
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Corn Knife, in ivory, for the pocket . 
Ditto ditto two blades 


Chiropodists’ Cabinets fitted to order. 


coh 
m OO @ 
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ENTOMOLOGICAL INSTRUMENTS. 


patterns, and Spripg Forceps 
Leather Case, containing five fine Knives in ivory handles, 
various patterns, pair Scissors, and Spring Forceps . O16 
Superior Morocco-leather Case, containing five Knives in 
ivory handles, various patterns, Improved Scissors, Spring 


Case, containing four fine Knives , me handles, various 


Forceps, two fine Hooks 1 0 
Entomological Forceps, various : od . O 8 
Ditto Knives ditto . : : . 0 28 
Ditto Hooks ditto : oe . O 2 
Valentin’s Section Knife . : : ; ; . O18 
Ditto ditto complete in case ; ‘ . O17 


MEDICINE CHESTS. 


No. 1.—Flat solid Leather Chest, containing { }-0z., | 

2-0z., 4 ivory-top Pill Bottles, and Measure , . O18 
No. 2.—Solid ee Chest, lined with leather and blue 

silk velvet, 73x 51» 4) in, and contkins ten Stoppered 

Bottles, four wood- Aon Pil Bottles, aud Measure : s bos 
Ditto. 12 bottles . ; : . : : . | 7 
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No. 3.—Mahogany Chest with white bottles, Fig 
429, 11x 6152 in, and contains 2 4-02, 4 2-oz, and 
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5 l-oz. Bottles, Mortar, Measure, Scales, and Knife The 
lid is lincd with velvet, and the oP and A a of the 
bottles are cut . 
Ditto Oak, and green bottles . : 
No. 4. —Mahogany Chest with white bottles, Fig. 430, 
10 «8» & in, and contains # 4-0z., 6 2-oz, and 5 1-oz. 
Bottles, Scales, Mortar, Measure, and Knife. The lid is 
lined with velvet, and the ape and dials of the bottles 
are cut. : 

Ditto Oak, and green bottles. \. 8 

No. 5.—Mahogany Chest with wWite bottles, 123 947 
in, and contains 3 8-0z, { 4-0z, and 10 2-oz. Bottles, with 
Tray containing Scales and Knite, 2 Bottles, 2 Pots, Mortar, 
and Measure under the tray The fid 1s hned with velvet, 
and the lips and stoppers of the bottles are cut . 

Ditto Oak, and green bojtles . 


a ih 


a ™ sae i? 


We om pg 











a GY. ine 


(I i 











i 


No 6.—Mahogany Chest with white bottles, Tig. 191, 
1434107 x10, and contains 5 &07, 6 4-07, 11 2-04, 
and 4 l-oz. Bottles. Pill Tile in the body, 58-07. Pots, 3 1 o 
Bottles, Mortar, Measurv, Scales, Knife, and space in the 
drawer. The lid is lined with velvet, and the ae and 
stoppers of the bottles are cut . 

Ditto Oak, and green bottles . 
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No. 7.—Spanish Mahogany Folding Chest, Fig. 482, 
lined with silk velvet, containing 8 {-o4 and 12 J!-or. 
Bottles in the body and wings; #3 small Bottles, 2 plated- 
top Pots, Mortar, Measure, Scales, and Knife, in the 
drawers; 4 of the f-o7. bottles take ont at the back, 
102 x8? 7 xin. when shut. he lips and stoppers of the 
bottles are cut 

No, 8,— Ship's Medicine Chest for 10 1 men; contains 12 
l-oz., 9 2-07, 7 107, 2 8-0z., and & pt. Chest Squares, 3 
Pots, Mortar and Pestle, Scales, Knife, Measure, Pewter Pot, 
Slab, Syringe, Spoon, Lancet, and Scissors 

No. 9.—Ditto, 20 men; contains 22 2-07, 6 4-o7., 6 8-07 
and 10 pt. Chest Squares, {1 Pots, Mortar and Pestle, 
Measure, Scales, Slab, 2 Juancets, 2 Spoons, Syringe, 
Scissors, Knife, and Pewter Pot SYA oe : . : 

No. 10.—Ditto, 30 men; containing 4 14a7., 8 2-0z., 14 { 07., 
8 8-oz., and 16 pt. Chest Squares, 5 Pots, Mortar and 
Pestle, Scales, Slab, Measure, 2 Lancets, 2 Spoons, 2 
Syringes, Scissors, Knife, and Pewter Pot 


MISCELLANEOUS. 


Wormald’s Varicocele Rings 

Grailey Hewitt’s Transfusion Apparatus, consisting of Giae 
Syringe, two Silver Pipes, ia Lancet, and 
Scalpel, in case complete ; : 

Warwick’s Endoscope, complete, for examining the bindder: 
urethra, rectum, dc. : 

Arnold & Sons Improved Eudoscope for examining the 
urethra, bladder, rectum, and fitted with tongue specu- 
lum and laryngeal mirrors, eatra tube with glass and 
mirror and three ear speculums complete, in morocco case 
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Mr. Cripps’ Skin-Grafting § aes ae 433, vide Tancet, £ 8. 
June 3, 187] : é . 1 6 O 
Dr. Protheroe Smith’s Exploring Syringe, seni ; . 2 32 0 
Dr. Bresquen’s Exploring Syringe, for acai | fluid 
from tumours, abscesses, &c. : 110 O 
Dr. Vanzatti’s ditto ; ; : y 2 er D 
Drainage Tubing, india rubber : : . peryard 0 1 6 
Wire Drainage Tubes, gilt ; . each 0 1 O 
Operating Table, complete, with sliding back supports and 
adjustments, two flaps, with quadrants for fixing at any 
required angle ; : ‘ ; ; : .- 1010 0 
Morton’s Retractérs . ‘ : : as.6d. 0 8 4 
Copper _ ditto : ; - 2. 9 1 6 
A:tificial Leech Apparatus, complete i incase. » ob & 0 
Simpson’s Acupressure Needles : , . 0 0 6 
pas eae Needles ; F : ; : 0 1 0 
Seutin’s Starch Bandage Scissors . 012 0 
Olover's ditto with short blades bs, bd, 0 5 0 
French Shears, for removing starch bandage . . 10 6 
Wathen’s Forceps, for ditto 4. ; . . O17 6 
Bleeding Viancets, in tortoiseaf ; : : . O 1 6 
Ditto common, fdr medicine chests . perdcz, 0 7 6 
Evans’ Vaccinating Instrument ; . é ; . oO 6 0 
Goddard’s Carbolic Acid Diftuser : .- A 2 0 
Fie. 434. 
Arnold and Sons’ Improved Bed Rest, with adjustable 
quadrant, padded at sides and back, sas ins mB. 434. 1 4 0 
Portable Bed Rest : . 02 0 
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Leg Rest, plain : 
Ditto padded . ‘ 

Arm Rest, padded complete 

Dr. Day’s Thermic Hammer, with Spirit. Bottle, in Vense. 
complete. ; 
Ditto ditto. 


“dito, ebony handle 
Thermic Hammer, ivory handle ; 


Ditto ebony handle 
Onychia Forceps : 
Ditto Scissors. ; i ; 
Hare-lip Compress . | 


Sacking, Poles, and Irons, complete, for removing patients 
from the operating theatre : ; ; 

Wordsworth’s Cautery, for destroying nx o &e. 

Actual Cauteries, of all shapes . ; ; 

Marshall’s lodine Bottle, with selt-supplying glass brush 

Seton Tapes. : 

Vidal’s Needle for Varicocele 

Dr. Barnes’ Instrument for introducing nledgets of cotton 
into the vagina 





Blower’s porcelain Bed Slipper, Fig. 43By. 


Ditto ditto covered {fnnel . , 
Metal Bed Pans é ‘ ; . US, 
Elastic gum Kectum Plugs : ; : 
Ivory ditto ; ; 

Metal ditto 


Vulcanite (or hard rubber) Syringes 2s. Od., 3s. Od., 58., 
Vulcanite Dental Syringe : 2 : : . 
Paley’s Feeding Apparatus 
This Instrument has two face- -piecer, with indin-rabber 
rim, tongue-depressor attached, and reservoir. Com- 
plete, as used by most asylums. 
Pill Machines, for 24 pills 
Ditto very superior 
Ditto marble slab ; 
Ditto ditto very superior . 
Powder Folders, improved : : , 
O’Connell’s Feeding Bottles. ; : . us. td, 
Mather’s ditto , ; ‘ ‘ 3. EBs 
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Grain Scales and Weights, in oak box, best make’ 
Ditto box end beam,in mahogany box 
Dispensing Scales and Weights, with sliding ae in ma- 
e pogany box, very superior : 
Bird-stuffing Instruments, complete 3 in case 
Bleeding B&sons, earthenware . 
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Ditto pewter ' : : . 933, hs, 
Camel-hair Pencils, assorted . : : . per gross 
Cork Pressers ; : : ‘ 
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Cotton Wool per ib. 


1 
] 
0 
() 
0 
0 2 
: Oe 
Oil Silk, very superior. : . "peryard 0 4 6 
Adhesive Plaster, very superior : , ditto 0 0 6 
Lipscombe’s Filters . . : : . 883 2 2 Q 
Atkins’ ditto . ‘ ‘ . os. 2 2 V0 
Finger Stalls, best rubber ; : . perdoz, 0 2 6 
Gutta-percha Tissue a . peryard 0 2 0O 
Issue Peas, assorted sizes : : : . perl00 0 8 JO 
Buckle’s Leech Conservateries ; 28.0d.,38, 0 6 0 
Lecch Tubes, glass , : ~ perdoz 0 2 9) 
Lint, very superior . : . perlb 0 3 YU 
Spongio-Piline (Markwick’s) ye . perlb O1nH Q 





Collier’s Aluminium Respirator, Fig. 436, 2s 6d. %s. 6d. 0 { 6 
Ditto Orinasal : : . 68, 0 7 0 
Arnold’s Improved Dwarf Respirator, i in tin case, 3a, 6d., 0 5 0 
Nightingale’s Invisible Respirator, gilt. 05 6 
Ditto ditto treble gill. : . O10 6 
Ditto ditto Gold . ‘ : . 1 1 0 
Statham’s Student’s Chemical Cabinet, No.1. 10 0 
Ditto ditto No.2 . ; . 111 6 
Portable Laboratory ; ; : . £228,t0 7 7 0 
Students’ Note Books , 01 0 
Mr. Wormald’s folding director and ancurismneedle complete 610 6 
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Dr. Alfred King’s Miner’s and Fireman’s Respirator, regis- 
tered, Fig. 437 , ; ; ; ; : 


smoke, and breathe in safety. 


TABLE-KNIVES, RAZORS, ETc. 


Superior Table Knives, in best ivory handles per doz. 


Superior Dessert ditto ditto ditto . 
Carving Knife and Fork ditto per pair 
Poultry Carvers ditto ditto . 
Table Knives, in ivory handles : . - per doz. 
Dessert ditto ditto . ; ditto . 
Carving Knife and Fork ditto. . - per pair 
Poultry Carvers ditto -.  .- : ditto . 
Table Knives, in ivory handles, plain qui lit . per doz. 
Dessert ditto ditto ditto. ‘ ditto . 
Carving Knife and Fork ditto . . ‘per pair 
Poultry Carvers ditto . : ditto . 
Table Knives and Forks, in bone handles . . per doz. 
Dessert ditto ditto . : : ditto . 
Carver and Fork ditto. : . per pair 
Razors, in plain handles . . . ; . ditto. 
Ditto, good quality, black handles. ‘ . ditto, 
Ditto, best ditto ditto : : ‘ ditto . 
Ditto, good quality, ivory handles. ‘ . ditto. 
Ditto, best ditto ditto : : : ditto . 
Ditto, very superior ditto : . ditto. 
Ditto ditto in tortoiseshell . ; ditto . 


Pocket Knives, 1 blade ; : : 1s., 28. 6d., 
Ditto 2 blades . : , . 1s. 6d., 3s. 6d, 


Ditto 3 blades : : : . ds, ds, 
Ladies’ Scissors, embroidery . ; , ; : : 
Ditto button-hole . : ; 


Ditto cutting out . ; : . 8. 6d., 
Ditto nail ‘ . : : . 8s. 6d, 


£ 


g. 


d, 


010 6 


To enable any person to breathe in safety, smoke or other deadly vapours at fires 
or in underground places, sew< rs, wells, &. With this Instrument properly fixed 
to the face any person may enter a house or apaitment, no matter how dense the 
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BURGESS, WILLOWS, &¢ WILLOWS. 
WHOLESALE AND EXPORT DRUGGISTS, 


Ah) 


MANUFACTURING CHEMISTS, © 


101, HIGH HOLBORN, LONDON, W.C. 








By Special Appointment to the Royal Veterinary College, 


LONDON. 


Price Lists of Drugs, Chemieals, and Pharn.. 





ceutical preparations on application, Orders re- 
ceived direct, or through Messrs. ARNOLD 
and SONS. 


OSBORNE, BAUER, AND 
CHEESEMAN 
Beg to invite attention to the following specialities .— 

Osborne and Company’s Cosmetic Petroline Soap, prepared with 
the pure Barbadoes tar. In addition to the invaluable medicinal qualities 
this soap possesses, it will be found fax superior to other perfumed 
soaps for the ordinary purposes of the toilet. Its extreme mildness 
and excellent detergent properties render it an indispensable requisite 
to all who suffer from tender skin. Sold in Boxes of Three Squares, 
1s. per Box. 

Osborne and Company’s Petroleum Soap is prepared with the same 
ingredients as the above, but in a more concentrated form for acute 
cases of skin eruptions, 6d. per Tablet. 

Osborne and Company's pure Oatmeal Soap—Juniper Tar Soap— 
Sulphur Soap-——Petroleum Sulphur, 6d. per Tablet. 

Osborne and Company’s “ Baby Soap,” specially prepared for the 
Nursery, Gd. per Tablet. 


Osborne and Company's Carbolic Acid and Tar Soap—an invaluable 
disinfectant, 6d. per Tablet. 


OSBORNE, BAUER, AND CHEESEMAN, 
WHOLESALE AND EXPORT PERFUMERS, 
BOTL.DRN SATARR REGENT RTRARET LANDON 








Cs, AY 
©» DINNEFORD'S 


HORSE-HAIR FLESH GLOVES, 
BELTS, BATH BRUSHES, OXFORD 
AND CAMBRIDGE PADS, &c., &c. 


Highly recommended for imparting a natural 
vigour to the nervous system, for strengthening 
weak limbs, and for the prevention and relief 
of Gouland Rheumatism, without risk of injury 


to Lhe most delicate skin. Manufactured of 


improved quality, and in various degrees of 
hardness, by the original Patentees. 


DINNEPORD & Co. Pharmaceutical Chemists, 


172, New Bond Street, London. 


NOTICE. On and after the lst of January, 1873, ALL BOXES 
issued by tho Proprietors will have the Government Stamp pasted 
over each box instead of being on the outside wrappers as here- 
tofore ; and on cach respective box and on the outside wrappers 
ee wall be printed the name and the TRADE MARK of the 

m, this :— 





article of 
MERCURY or any other MINERAL SUBS ANCE, but, to 
a eae entirely of Medicinal Matters, PURELY VEGE- 





During the last thirty-seven yeams they have proved their value in 
thousands of instances in diseases of the Head, Chest, Bowels, Liver, and 
Kidneys; and in all Skin Complaints are one of the 


BEST MEDICINES KNOWN. 


Sold in boxes, price 7id., le. 11d., and Qe. 9d. each, by ne 
anp Son, 3, Crane Court, Fleet Street, London; and by all Chemists and 
Medicine Venders all over the world. Sent free on receipt of 8, 14, or 83 
stamps, in the United Kingdom. : 


~*~ 


BARCLAY & SONS, 


4 


FARRINGDON STREET, 


LONDON, 4 
MEDICINE WAREHOUSE. 


Catalogue for 1872 may be had on application. 





SPECIAL AGENTS IN ENGLAND, FOR SIR JAMES 
MURRAY’S FLUID MAGNESIA 


Y 


FxrorT ORDERS PROMPTLY ATTENDED TO. 





$1, Harrow Garpin, Lovpon 
January 1st, S72. 


MESSRS. JAMES BASS, AND SONS, 


Jriginal Mannfacturers of Concentrated Tufusions, beg to inform their 
riends that thev have this day Disposed of the Busmess cirmied on by them 
for more than Foity Years to Mnsars. BARRON, SQUIRK, & CO, Bush 
Lane, Cannon Strect, and with it the various Formuie fiom which then 
Special Preparations have been made. 
Maissts. J B & Sons, im cohciting for their successors a coatmue 
ance of voi support, feel assured the superiority of evcry Article prepared 
hy them will be fathfully maimtamed 


Brsu Luar, Cannon Srasyitr, Lovpo,, 
Junuary 1st, 1872. 


MESSRS. BARRON, SQUIRE, AND CO,, 
WHOLESALE AND EXPORT DRUGGISTS, 


Respectfully request the attention of their Friends and the Trade to the above 
announcement, and pledge themselves to supply the Pharmaceutical and 
dither Preparations of Messrs. Bass & Sons i all their integrity 

N.B.—-Orders from this dite shonld be addressed to BARRON, 
SQUIRE, & CO, kindly mtumating whenever the Prcparations of Bass & 
Sons are required. 


: 


TREBLE & SON, 
MEDICAL SHOP FITTERS, 


e AND 


& 
MANUFACTURERS OF EVERY DESCRIPTION 


Gur 
FIXTURES, AND UTENSILS FOR SURGERIES, 
HOSPITALS, ASYLUMS, 


DISPENSARIES, 


AND pHIPS pURGERIES, 
9 





Plans and estimates supplied, and men sent to fix work it 
any part of the world. 


cee RS 

SURGEONS CABINETS AND MEDICINE CHESTS 
Made suitable for any climate. 

Museums, LiBRARIES, AND /XHIBITIONS 


AIRTIGHT GLASS SHOW-CASES. 


filustrated Catalogues can be had on application. 
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40, 41, 42, 43, & 44, GLOUCESTER STREET, HOZTON, 
LONDON. 


¢ 


‘ 198 
MOORE’S PATENT / 
IMPROVED GLASS VENTILATORS. 


TTON and xts advan secur bove 
ae zee Window Piais and Oxuemental ( (santo a “gh C) A ot bing Fol 
Rouses & arliament ) alg, beable nd 6 oms, Unions, 
els, School is, F ansries, Green-ELouses, 
epitals, Obs wee houses, and all Public poe ‘Grane te Bualdings, also for 
Sky or Fan Lights and in all cases 


PERFECT VENTILATIONS GUARANTEED. , 
For Frospoctuses, Diagrams, and end intor mation, apply to the manufacturer, 
OBL gore 


SEK FORDE WORKS, ST JAMES’S WALK, 
CLERKENWELL, LONDON, E.C. ‘ 


Giass Ventilators of every description made to order, 


JOHN MOORE AND SONS, 
Manufacturers of Church, Turret, Musical, d House Clocks. 


ALSO OF 


pELF ACTING AND }EAND Lever Macuines, 


ESTIMATES supplied LISTS of CLOCKS 
on recelving dimensions, and number of dials erected in Public Buildings sent free 
and weight of bells on application, 


38, & 39, CLERKENWELL CLOSE, LONDON, E.C 


AKHURST'’S GOLDEN LOTION, 


EFFECTUAL AND CERTAIN CURE F 
Scurvy, Ringworm, Itch, Redness, Pimples, Blotches, Truptions, Eczema, 


and every form of SKIN DISEASE. It is not Poisonous. 


Axnogsr's GorpEN Lorion 18 greatly valued in India, Australia, America &¢ ~=whereit has proved 
the only Cure for the Bites of Venomous Reptiles, Mosquiiss Sandflies, and all poisonous insects 

Directions may be re every known language 

Sold by Chemuts and Medicine Vendors every where, ea {he princips 1 Wholesale Houses through- 
out the world a. Od and 44 6d, and large se~e 11s ver ki ttle 

Liberal ic ead Captains of Vessels and Shippers Counter Bills and Handsome Show Cards 


supphed Gratis 
WHOLESALE OF THE PROPRIETORS, 
W. EF. AKHURST & Co, 
Blanafactaring Chemists, 
8, LAMB'S CONDUIT STREET, LONDON. WC. 


YOUNG’S IMPROVED ARNICATED WHIIE FELT 


CORN AND BUNION PLAISTERS 


Have established for thomselvés a world wide reputation; they are acknowledged 
to be the best in the market. 


PRICE (SEE LISTS.) 
SPECIAL DISCOUNT TO WHOLESALE BUYERS 


DRAFTS AND POST OFFICE ORDERS PAYABLE TO 


* HH. YOUNG, 
16, CARTHUSLAN STREET, Aldersgate Street, London, B.C. 


BE CAREFUL TH THAT YOUNG'S ARE. SUPPLIED :> WHEN ORDERED. 














DIXON, DEAN AND CO, 


WHOLESALE AND EXPORT 


DRUGGISTS’ SUNDRIESMEN, 


MANUFACTURERS AND DEALERS IN 


Medical Glass and Earthenware. 
Infants’ Feedjng Bottles 

Smelling Battles 

Proprietary Articles 

Peshimeey and Brushes 

Sponges. 

Shop Fittings and Glass Show Cases 
Meteorological and Optical Instruments. 


And Druggists’ Sundries of every description. 


DIXON, DEAN AND CO.’S 
ANNUAL ILLUSTRATED CATALOGUE 
WITH DIARY AND ALMANACK. 


ALL GOODS CAN BE HAD THROUGH MESSRS. ARNOLD AND SONS AT THEIR ; 
CATAINAUE PRICES, 
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EVANS. LESCHER, & EVANS, 
60, BARTHOLOMEW CLOSE, | 
‘LONDON ; 


EVANS, SONS, & Co, Liverpoof; 
EVANS, MERCER, & Co,, Montreal, Canada ; 


PARIS AGENCY: 


DRUG MERCHANTS & EXPORTERS. 


MANUFACTURERS OF CHEMICALS AND 
PHARMACEUTICAL PREPARATIONS. 


PATENT MEDICINES (English, Auurican, French, €0). 


PATENTEES CF SAVAPESSES CAPSULES (BALSAM GOPAIBA ESS OIL QF YELLOW SANDAL WOOD, &C, éC) 


DRUGGISTS’ SUNDRIES of every description, SURGICAL INSTRUMENTS, LOZENGES, 
BOTTLES, MEDICAL BOOKS, éc., de. 
¢ 


¢ 
CABINETS OF MATERIA MEDICA, MICROSCOPES, &e. 


TMPALPABLE POWDERS OF ALL DRUGS AND CHEMICALS. 


Ewery package branded, and each bottle with trade mark on seal. 


Messrs, B., L., & E., and E., 8.,& Co havo carefully selected for quotation in their 
' Monthly Price Carront of Drugs, &c, those Drugs and Materin Medico for which 
their advantageous situation—commanding alike the London, Liverpool, and American 
markets—enables them to offer to their friends on strikingly favourable terms, and in 
making these quotations they have considered the need of each class of buyers. 


Their uniform custom in the filling of Indents is to ship rixst quahties of goods, 
unless otherwise directed or the pevuligrities of the market of destination require, and 
they ship either from London or Liverpool, a8 may be most convenient or economical 
to their correspondents in regard to freight, free of expense for land carriage. 


Messrs. E., L., & E,, or E., 8., & Co. will forward their price-current regularly 
‘per monthly mail on receipt of application to that effect. 
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TAMPLOUGH'S + give 
PYRETIC SALINE & 


Is found pre-eminently beneficial in preventing and curing SMALL:POX, by Purify- 
ing, Iyvigorating, and Vitalizing ihe Blood Any person who has already thie (om- 
plain? should take it, and be kept im 4 cvoland darkened rocm to prevent ats leaving 
any trave on the features, @ 

Sickness, Headache, and Nausea, aro in most cares immediately relieved by taking a 
Pecans in atumbler of cold water. This can be repeated once or twice m two hours 
if needful. 

Sea Foyagea —It is a very valuable accompaniment, and should on no account te 
omitted , 1t instantly allays the sea or biliou® sickness. 

For Butous Constitutions, giving rise to vitiated Becretiond. Indigestion, and Erup- 
tions of the Skin, a tcaspoonful should be taken daly with the dinner, na tumbler of 
water, aud the same quantity on going to bed. 


“RAWUL PINDEE, PUNJAB, INDIA, 28th March, 1871. 


“On the recommendation of soveral oficers, who had somo of your halme m the Weat Indiea, all 
of whom speak in the highest terms of ides Pyretic Saline, we were induced to try it tor the first 
timein this Province After use in the P baat uken districts hy which we gro surronnded, we 
frmly beheve that your Pyretic Saline wf do more to Prevent fever than all the Quinme eyer in - 
ported can cure We write thus strongly because both fiom personal experience and observation 
we believe we have at longih found a remedy against the cver presont fever of these parts, which 
cost the British nution hundreds of calufble is im Peshawur ulone. Weare now willing to ente: mtu 
special terms for large and continued supplies, &c ” 


May bo obtamed of the Pioprictor, 
H. LAMPLOUGH, Consulting Chemist, 118, TLolborn, B.C. 


(Sccund door fiom Hatton Garden), and of all respectable Chemusts. 
In Botths, 2s, 6a., 45. 62, Lis, and 21s. 
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THE MEDICAL TIMES AND GAZETTE 


Has now for forty-two years maintained a high reputation as an independant weekly 
journal, devoted to the advancement and promulgation of the science and literature 
of medicine, and te the furtherance of the social and professional interests of medi- 
cal practitioners. In the fullest sense of the phrase it claims to represent the whole 
Profession. 1t is the tool of no party, however influential ; the organ of no Associa- 
tion, however powerful. Subservient to no private onds, it is the echoof no reath'tted 
-dircle, the automaton of ne class interost. . Its object 1s to reflect honestly and 
truly the medical opinion of the day ; to give its readers the earliest 4nformation as 
to the advances of Medical, Surgical, and Obstetrical Science and Art, and to afford 
the thinkers, workers, and observers in the profession the means of laying the 
results of their labours before the medical world at home and abroad. Its contri- 
butors, as will be apparent ou reference te its past volumes and to the appended list, 
are amongst the foremost in the vanguard of medical science, aud it possesses, on the 
Continents of Huropeand America, in India and the Colonies, a staff of correspon- 
dent;on whom it can rely for all information of professional value. ln inviting a 
continuance of the support which the Profession has hitherto so freely accorded to it, 
the Management of the MivicaL Tiaks AND GAZETTE can point proudly and confi- 
dently to its loug career of professional independence, fairness and usefulness. 

Each number of the Menicat Times AND GAzETre contains one or more Original 
Lectures, Original Communications, Reports of ,the Practice at the London and 
Provincial Hospitals, Notes and (Jueries, Kxlitorial Articles, Reviews, Biographical 
Notices, Selections from Foreign Journals, Letters from Correspondents in various 
parts of the Globe, full Information respecting the A’rmy and Navy Services, Reports 
of Medical Societies, Returns of Meteorology and Vital Statistics, Notives of the 
newest applications of Samtary Science, new Medicines, Articles of Dict and Medical 
Invention and Apparatus, the carliest and most interestilg Medical News, and 
(Sorrespondence on all Medical Topics, punctual answers being given to all questions 
of interest to the Profession. 


The following Gentlemen are among the contributors for the year 1872. 


JAMES ANDREW, MD. Oxon, F,.RC.P, Poysieran to Si. Bartholomew's Hospital, (Jlianical 
Lectures.) 

T. H. BARTLEET, M.B, Lond., 1 RC S.,8urgeon to the General Lospital, Birmingham, (Clinical 
Lectures oa Surgie a Dressings ) 

W. R. BASHAM, M.D. Edin. F.R.C P, Poysieian to the Westminster Hospital 

W. H. BROADBENT, M.D Lond, F.RC Py, Physieinn to 8t, Mary's Hospital, &e ( f Clenecal 
oe ” a Case of Profuse Huw nalemesis; Cenwal Contributions on Nervous and other 

EBrLAes, ¢ 

JOHN BEDDOE, M.D. Edin., M.B.C.L., Physician to the Bristol Royal Iufirmary. (On Crvil- 
ezation and T)is-ase.) 

3.8 BRISTOWK. M.D, Lond, ¥F RC.Y., Physician to St Thomas's Hospital (Clinecal Lectures.) 

, THOMAS BRYANT, F.H.C 4., Surgeon ta Guy's Hospital. (CUanecal Lectures.) 

F. A. BULLEY, F RC 8&., (Hon ), Consulting-Surgeon Royal Berks Hospital, Reading. (Papers on 
Medical and Surgical Subjects.) 

C. BULTELL, F RCS. Surgeon to Royal Albert Hospital, Devonport. 

G, W. CALI WMNDER, FE RC.S, Surgeon to St Bartholomew s Hospital. (Notes on Surgical Cases ) 

W. CHOLMELEY, M.D, FRC P,, Physician to the Great Notthein Hospital. (Clinical Cases ) 

E. CLAPTON, M D Lond,, F,R.C.P , F.ROG.S., Physician to st. Thomas's Hospital. 

¥F. LE GROS CLARK, F.8 C.S., Semon Surgeon to St. Thomass Hospital. (Cases in Surgery 
with Clinseal Remarks.) 

E. COPEMAN, M D ,M,.R.C P., Physician to the Norfoll. and Norwich Hospital. 

CAMPRELL DE MORGAN, F.R §., F.B.°.8 , Surgeon to the Middlesex Ho8pital, 

E. WILSON DUFEIN, M.D. Edm.,#,RC 8, Edin., Assistant Physician to King’s College Hospital 
(Demonstrations of Shin lisease.) 

J, MATTOEWS DUNCAN, M.D., F.R.C.P,, F.RS., Physician to the Edinburgh Royal Infirmary. 

Sir WM. FERGUSSON, Batt., Serjoant-Suigeon to the Queen. 

Professm FLUWER,FRS., (Twelve Lectures on the Inyestive Organs of the Mammalia ) 

A. FLEMING, M.D. Fadin,, FRC P,, Semor Physician to the Queen’s Hospital, Birmingham (Oa 
the Regulation of the Diet un Acute and Chronie Jhsease ) 

BALTIIAZAR W FOSTER, M_D., M R.C.P., Lond,, L.K.Q.C P., Professor of the Principles and 
Practice of Physic in Queen’s Callege, Birmingham, (Clintcal Lectures on Digeases of the Heart, 

HENRY W. FULLER, M.D. Cantab., F.RC.P,, Lond., Senior Physician to St, Gvorge’s Hospital, 

J, SAMPSON GAMGEE, N.R.C.8, F.R.S. Euin., Surgeon to the Queen’s Hospital, Birmingham. 
(Clanical Leture on Ingrowing T'oe-naal ) 

C, A. GORDON, C.B., Inspeotor-General of Hospitals, 

YT. HENRY GRKEN, MD. Load, Senior Assistant-Physician to Charing cross Hospital, (Motes on 
the Pathology of Phthises.) 

R GREENHALGH,N.D., 8t And, M.B.C.P. Lond, Physician-Accoucheur to St. Bartholomew's 
Hospital, (Obstetric and Gynecological Re curds. \ 

8. se ae aa ,M.D,, Lond,, Physician to Guy’s Hospital, (Clenteal Observations on Chronic 

a ue 


” 


. 


203 
CONTRIBUTOKS TO THE MEDICAL TIMES AND GAZETTE, — continued. 


HEN oe eee ¥.R.0.8., Senior Surgeon atthe Charing-crass Hovwitel. (Lectures an Brcialun 
¢ Mip-joint 
J.B AXTON H 1OKS M.D., Lond.. Physicnun Acconakeur to Guy's Hospital. 
CAESTEN HOLTHUDSE, F. R.C.8., Surgeon to the Wesmunser Hosted 
HENRY G. HUWSE, M.S. Lond. M,B., Assistant. Burgean to Guy's Hospital,  (.4 Jear's Eucperiener 
of the Antiseptic Treqtment of Wounds nm a Metropalttan Llosy ital ) 
C. HANDFIELD JONFS, F.R.S, M.B., Cantab., Physuian to St. Mary's Hostal. (Clinical 
Lerteres dnd Clinwal Repos ts ) 
JAMEW JAGO. M.D. Oxon,, F.R.8,, Physician to the Royal Ccrneall Infirmary. 
GEORGE JOHNSON, M.D, Loud,, Protessor gt the Principles and Practice of Medicine m Kings 
College. (4 PaPer on the Pathologu and TreBtment of Cholera, and ovcasional Chrical Lectures 
F¥URNEAUX JONDAN, F.BRC.S., Protessor of Surgery wm Queens College, Buinugham, (On 
Orchitis asa Rasult of Congenitaliu Suall Cryanary Meatns \ 
sec tia LAWSON, F.t.C.8,, Surgeon Royal London Ophthalmee Hospital (Papers on Ophthalmic 
ubjecte, 
HENRY LEE, F.R.C 8. (vam ), Sargeon to St Gearee's Hospital, 
¥. W LOWNDES, M.RB.C.S., Honotary Assistant-Stageon Liverpool Ladies’ Charity and £5 ing-in 
Hospital (Suggestions towards the Proposed .tmendment of the Registration Acts; and partous 
Contributions on Medical Subject.) . 
£, LUNN, aaa Surpeon to the Manchester Loyal Infirmuy, (Qcasional Cases we Hoepitel 
Prartice. 
fi. MARTYN, M.D. Edin. F.R.C.P. Lond, Semor Physician to the Bristol General Hospital 
(Clinical Lectures, 2 
HENRY MACDSLEY, M.D Lond Pioltssor of Medical Junsprndcnee in University College, 
(Two Papers on the Badady Derangements accompanying certam forms of Mental Derangement ) 
WALTER MOXON, M.D., Lond. Assistant-Physigan ahd Cuintor of Maseum at Guy's Hospital. 
(Lectures on Pathology ) 
GE. PAGET DC.L, Oxoid, MLD. Cauta® , Physiman to Addenbrooke s Tlospital, Cambridge, 
R. PARTRIDGE, 1 2S , Professor of Anatomy in King’s Colege, London, (Coatributions to Surgical 
Pathology and lractice, Clinical Lectures on Surgroal Subjects ) 
R, QUAIN, F.R,S,, Surgecn-xtavrdiary to the Queen (Cases and Cammentartrs,) 
R.QUAIN, MLD ,F.RS (On Lieseases of the Muscular Walls of the Heart ) 
Dr, RICHARDSON, F.RS. 
sia RINGER, M D. ond., Physician to University College Hoypital. ‘Lectures on Medical 
utyects,) 
F, T. ROBERTS, M.B. Lond., M R.C.P, Loud., Assistant-Physician to University College Hospital, 
(Clinecal Lectures and Papers 
D, LLOYD ROBERTS, M.D. St. And, M.R.C.P. Lond , Physician to St. Mary’s TTospital, Man- 
chesier, (On the Differential Jiagnosis of Abdominal and Pele Tumours. 
JAMES RUSSELL, M D. Lond, F R.C.P. Lond, Physician to the General Hospital, Birmingharo 
(Clinical Reports of Cases wn the General Hospital, Birmingham.) 
W. 8. SAVORY, F.RS, Surgeon to St, Bustholoines’s Hostal 
HENRY SIMPSON, MD, Lond, Physigan te the Manchester Royal Infirmary, (Contributions 
from Hospital Practee.) 
HENRY SMITH, F R.C.8 , Surgeon to King’s College Hospital, 
W. J. SQUARE, F.RC.S., Sargeon to the South Devon and Kast Coruwall Tospial, (Cases of Hye 
Disease treated inthe Ptymouth Royal Kye Inflsmary ) 
W. P. SWAIN, F R.C.8, Surgeon to the Royat Albert Hospital, Devonport. 
T. PRIDGIN TEALE, M.B. Oxon, F RC. Singeon to the Leeds General Infirmary, (linecal 
1 Lecture “i the use of the Pneumatic Aspirator in Withdrauing Fluids frum Jounts and other 
Cavities 
E. SYMtS THOMPSON, M.D. Lond., Physician to the Hospital for Consumption and Diseases of 
the Chest, Bromytou. (Sume Notes uf Gresham Lec ures on the Clintcal Uses of the Sphygmo- 
graph and Thermometer.) 
R, W. TIBBITS MB Aberd,, M.R.CS§., Surgeon to the Bristol Royal Infirmary, (Papers on 
Uasuccessful Cases.\ 
HAYNES WALTON, F.R.C.8., Surgeon to 8t Mary's Wospital, and Surgeon m charge of the Oph- 
thalmic Department of the sanie 
T, SPENCER WELLA, F.R.C.8., Surgeon to the Queen sMousehold, (Zour Lectures on the Varseltes 
of Fever uhich follow Surgical Operations ) 
Cc. J. B. WILLIAMS, M.D., F.R.b., Consulung-Physician to the Hospital for Consumption aud 
Diseases of the Chest, Brompton. (Shetches of Sucerss aud Failure in Medscine,) 
JOHN WOOD, F.RK, Protessor of Surgery 1a King’s College. ‘Charcal Lectures and Cases ) 


THE MEDICAL TIMES AND GAZETTE 


Is published every Suturday, price td., : 
And may be‘hal cither direct frum the Publishing Odice, or through any Bookseller 
or Newsman in Town or Country. 
Terms of Subscription :‘ 


Per Annum, free by Post ... a sis ie ov .— &1 8 0 
Six Months, do. ... is ie a deh cs .. O14 90 
The Colonies, per Annum, free by Post... i is 1190 9 
India, do, GOs <i. ces, Re ee. 
Advertisements of not more than 70 Words, 4s. 6d. 


Subscriptions to the Menicay Times axn Giazerre may commence from any date. 
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.CHLORODYNE. 


DR J COLLIS BROWNT’S 
SPECIAL NOTICE 


The absurd statements that have rcenth appeared in Medical and other Journals 
respecting the constitu nts of Curoropivr (ouch analysis differing widely), J T. 
Daven ong 18 compelled to further caution the Profession igainst uemz any Compound 
undcr the name of “hlorodyne but the gfnuine, which alone hus gained such attra. 
ordinary ook brity P 

JT, Davinioxr appends Medial ‘Lestimony 3n confirm ition of th& above 

Lhe wonderful free y af Chloredyne benz unnerstils acinowk tyed, & must be 
ctadent fo all that the assumption of thi name to any other Compound than the Genune 
(y mot only dishonest m obtaining none saunter fals pretences, but stell more unprinvipled 
by inpureny the health cf the Patunt and chu wig discredit t1 the Physicuan = Jven death 
hay resulted fron the use ¢ f sparen Chlnrod yne when benrft hid been prerrousty exper i- 
ened from the genume ‘and the mela, choly cucimstanc his io efiet im restrain? 
these hens thess proceed ngs 


- From Dr J Wilson Castleton, Yorkshire 

Treyaret use ac nsderalle quantity of Chlowodyr imcas s where no other medicine 14 of the 
least avail avi my ol ject wiehmg a su; ply trom your own e tablishm nt is that lam frequently 
Jecerted hy gettmz a» SpURIOL SY article iscm other plac 4, although Tn vr order anything but 
the senuine Browne 8 Clon: ly ne 
From J Atkin M fp » Medical Officer, Fever Wospital, Oldvastle,Co Meath 

Having o lerel fy om our Diugg sts Cita rdyne Twas not only prsutorepep IN LL8 ETT ROTY 
but annoyed when lr ery daapun uscomy und Thwuebe nin the habit of using your Chior > 
dyno with great alviitase to my pita uty and satisfaction to myself 


VICE-CHANCELLOR SIR WP WOOD stited —Di J Collis Browne “wis 
undoubtedly the Inventor of (git ODS NI “T bilicve the wholc story of the 
Defendant Priman to b 19 dk Inher utuly untrue as the falushood he has di posed ta 
with rcfia@me to the use of his Mholorods ne im the JTonpitals ? 

Sold in Bottles atls 1,d 2 9d,and4s 6d Sole Manufacturer, 


i, T. DAVENPORT, 
3, GREAT RUSST IT SIRET1, BLOOMSBURY SQU LRP TONDON 


MAGIC LANTERNS & DISSOLVING VIEWS 


IN EVERY VARIETY. 


4 
For particulars, sce HORNE @ ad THORNTHWAITE'S 
Lanterns Catalogue, sent post {ree 


TELESCOPES 


PLAIN AND EQUATORIALLY MOUNTED, 
AND 


MICROSCOPES 


OF ALL SIZES AND PRICES. 


For full particulars see Horne and Thorathuaue's Ty lescope Catalogue, 
sint post free 


HORNE AND THORNTHWAITE, 
OPTICIANS TO THE QUEEN, 


122 AND 123, NEWGATE STREET, LONDON, E.C. 


Buy 


THOMAS HODGKINSON, KING & Co. 


WHOLESALE AND EXPORT 


DRUGGISTS, 
TENTER STRE#T, 


Moorcate STREET 
? 


TATY OF 


86, SNOW HILL, LONDON. 


SEND FOR SPECIMENS! SEND ‘FOR b BEECIMENS | 
FELLANDBRIANT FELLAND BRIANT 


HAVE N TOGK ALL KN OF HAVE IN &TOC ALL KIND OF 


LATIN LABELS. MINERAL WATER LABELS 
FELLANDBRIANT 
HAVE | STOCK ALL # NDC FELLANDBRIANT 


PFRFUMERS’ FANCY LABLLS, 


CUT KLOWERS, &c HAVE IN TOCK ALL FIND OF 


BLACK LEAD LABELS 


FELL AND: BRIANT ——~ 
HAVE JN STCCK ALI KIND CF FELL AND BR! 
CONFECTIONERS DROP HAVE N SICUP MOT THAN soe 
LABELS, &c TWO THOUSAND SOLMS OF LABLTS 


on PRE LEER OLNO ~ mN 


FELL AND BRIANT, MEDICAL LABEL PRINTLRS, 


QO lerscaileen sod with Mesas Amcds gecds 


ALL DOSE 

nie Two table-spocnfuls to be taken en 
LABELS évary fow hows ONES “URE 
IN STOCK A YACT!! 


Powder Fo welcye , three sizes Bla ahs, all sizer 


IN GLASSHOUSE YARD, CITY, LONDON, E.C. 
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THE BRITISH MEDICAL JOURNAL FOR 1872 


Has already contained Dr. Bristowo’s Croonian Lectnros at the Royal 
College of Physicians; Dr. Habershaw’s Lettsonian Toctures at the 
Medical Suciety of London; part of a series of Lecturea on the 
* Practice of Medicine, by Dr. Murchison, F.R.S.; a series of Clinical 
Lectures by Sir James Paget, Bart. F.RS. ; ‘and Lectures by Drs. 
Aitken (Netloy), Ferrier, Faller, George Johnson, Latham (Cambrigge), 
Playfair, Protheroe Smith, and Stokes (Dublin), and Mossrs. Annan- 
dale (Edinburgh), Callender, De Morgan, Hrichsen, Prebcott, Hewett, 
Spencer Smith, W. Stokes (Dublin), John Wood, de. 

Oourses oF Lmcrurges by Sir W. Jenner, Bart, F.R.S; Sir’ 
William 0. Gull, Burt, RS. ; brs. Fraser (Edinburgh), Humphrey, 
Morell Mackenzie, and others, will appear in the forthcoming volumes, 

Among the more important papers which have appeared during 
1872 are communications from Sir James Alderson, Sir W. Gull, Bart. ; 
Drs. Clifford Allbutt (Leeds), Ford Anderson, Athill (Dubliu), Aveling, 
Bastian, Broadbent, Brunton, Christie (Zanzibar), Lockhart, Clarke, 
Clouston (Carlisle), Gairdner (Glusgow), Grimshaw (Dublin), Hanghton 
(Dublin), Heaton (Leeds), Braxton Hicks, Holmes, Hughlings, Jackson, 
Mariet, Mandsley, Morton (Glasgow), Moxon, Douglas Powell, Russell, 
Reynolds, Seegen (Vieuna), Shapter (Exéter), Stromeyer (ITanover), 
Waters (Liverpool), Wilks, Wolfe (Glasgow); and Messrs. HH. Arnott, 
Le Gros Clarke, Dalrymple, M.P.; Gascoyn, Eracet Wart, Hairland, 
Berkeley Hill, Jonathan Hehe, Funcaux Jordan (Birmingham), 
Rivington, dc. 

Spectan Rerorrs have appeared in the Journal on the Purification 
of Drinking Waters, on the action of Various Filters, and on the Milk 
supplied to Hospitals. 

Now Pun.isiinG : Reports on Sanitary Appliances, Drainage and 
Sanitary Enginceriug of Houses, Hoxpitals, and Asylums ; Professor 
Humphrey's Lectures on Iluman Myology, at the Royal College of 
Surgeons, &c. oe 


BRITISH MEDICAL JOURNAL, 
Edited by ERNEST HART, Esq,, 

Js the most powerful nedium of medical opinion, aud is by far the most 

widely circulated. It is the organ of the British Medical Association 

which numbers nearly 5,000 members in the United Kingdom, Ireland 

and the Colonies, and is yearly inereasing. They are a most influential 

class, a large proportion of them holding public appointments. 

The Journal is taken by nearly every hospital surgeon and physician, 
poor law medical officer, and public health officer, in the Kingdom, in 
garrison libraries, public offices, clubs and most reading-rooms. 

It has a department devoted to the description, with figures of 
new inventions in medicine, surgery, chemistry, dietetics, microscopy, 
hygiene, and the arts allied to medicine. 

The British Medical Journal takes rank as the leading medical 
journal, and from its wide circulation among the most influential classes is 
a highly valuable medicine for advertisers. 

Price 5d.; yearly subseription, £1 1s. 
Published by T. RICHARDS, 37, Great Queen Street, W. C. 
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LL. CASELLA’S. 
New Patent Safety Self-Registering Clinical Thermometer. 


fas an arrangement which prevents the possibility of its being put 
out of order by the index or register being lost in the bulb, and is 
guaranteed not to become disarranged by any amount of viqlence, 
whether in the hands of the physician or mosi inexpericnced person. 


The instructions for use are tue same as accompany his other 
registering medical thermoincters, cacept that no care whatever to 
prevent disarrangement is required. 


The sizes are 1 and G inches Cespectively, in neat lined pocket case. 
Silver or ivory cases if required. 

For rough usage, taking or sending abroad, or Icaving to be used 
by the patient, the value of the Patent Safety Thermometer cannot 
be over-estimated. Price 2s. 6d. cach extra. 


The Improved Portable Spirometer, in neat mahagony case, 
62 x 32 inches, is just completed. £110. 

Medical Coils and Electro-Galvanic Machines, with all the latest 
improvements. , 


Microscopes, Scientific Instruments, &e , for Travellers 


te ee, 


147, HOLBORN BARS; late 23, Hatton Garden. 
PURE CHEMICALS & NEW MEDICINES. 


IT. MORSON & SON, 


31, 33 & 124, SOUTHAMPTON ROW, RUSSELL SQUARE, LONDON ; 
CHEMICAL WORhh, HORNSEY ROAD, anp SOMERFIELD WORKS, HOMERTON 
Suysly PURE CHEMICALS aid al NEW MEDICINAL PREPARATIONS, 


Including the following Specialities :— 


PEPSINE, the active digestive principle of the gastric juico; an agreeable and 
popular remedy for weak digestion InN Powprr, Win, Lo7F Nurs, and GLOBULES 


PANCREATIC EMULSION AND PANCREATINE, in Powder; 
contaiming the active prinerple obtained from the Pancreas, by which the diveetion and 
asmmilation of fat 1s effected 


PANCREATISED COD LIVER OIL. In Half-pints and in Quart Tins. 
CHLORAL HYDRATE CAKE AND CRYSTALS (new separtivr), 
CHLORODYNE (MORSON’S), the umwversal y approved Anodyne. In 2:oz., 


4o0z, and soz bottles 
CHLOROFORM, METHYLATED AND PURE. 
CREOSOTE — (Cavrion)—from Wood Tar, of which T. M. & Son are the only 
British Manufacturers, 


To teat a suspected sample, mix it with an equal quantity of pure Glycerme. If they umte 
and make a clear solution, the substance 38 carbolhie acid, or in greater part consists of it. 


GELATINE. a perfect and economical substitute for Isinglass. 





SHIPPING ORDERS EXECUTED WITH CARE AND DESPATCH. 
SILVER MEDAL AWARDED PARIS EXETIPITION, 2467: JUROR, 182. 
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SMALE BROTHERS, 


® 
MANUFACTURERS OF ANT) WUOLISATE DEAITRS TN 


ARTIFICIAL J EETH § PENTIS18 MATERIALS, 
7 


19, Great Marlborough Street, London, W. 


is ESTABLISHED 1818. 


Mineral Teeth in every varicty; Gold, Platinum, Palladium, 
Dental Alloy, Silver Plate and wire. Swivels, Springs, Solders, 
&c., &c. Stoppers,Scales, ExcaVators, Forceps, Mirrors. Azotine 
and Nervito for destroying Nerves. Adhesive and plain Gold 
Foil, Sponge, Gold. Metallic Filings for Stoppings, Gutta Percha 
and Amalgam Fillings. Portable Nitrous Oxide Gas Apparatus, 
Liquid and Compressed Gas in Iron bottles containing 100, 50 
Gallons. Improved Gas Melting Furnaces for Gold, &c., (port- 
able). Improved Hot blast Blow-pipes, Vulcanizers for ono, two 
or throe Flasks, Dental. Rubbers, Pink, Orange, White, Brown, 
Black, Whalebone Rubber. S. 8S. White’s American Teeth. 
Instruments, éc., &c., in great varicty. 





SMALE BROTHERS. 


19, Great Marlborough Street, London, W. 


DEAN AND BON, 
65, LUDGATE HILL, E.C,, 


Publishers, Wholesale and Export Stationers, 
Printers, Printing Type, and Machinery, Book- 
binding materials for Trade uses, Copying Papers, 
Pens, Ink, Cards. 


DEAN’S TRADE REFERENCE ILLUSTRATED CATALOGUE, 


Prue (dd post: fice 





Just ready, a mosh usfid work to Marnrtatouers, as eo cae be relied cn 


THE EXPORT 


MERCHANT SHIPPERS OF LONDON, 


With "their respective Trading Ports, and Cluss ot Goods they Ship, 
FOR 1872—73. 
DEAN AND SON, 65, LUDGATE JILI, EC. 


e P 
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On the \st of every month, price 6d., by Post 7d. 


THE DOCTOR: 


A MONTHLY REVIEW OF BRITISH AND FOREIGN 
MEDICAL PRACTICE AND LITERATURE. 


The object of THE DOCTOR is to present, in the smallest possible compass,-an 
Epitome of the Practice and Literature of the profession at home and abroad. 


THE DOCTOR does not rival other Journals. Rather it supplements their useful- 
ness by analysing, condensing, and criticising their most importint conteuts, and so 
serving as an Index to British and Fureign Medical Science and Practice. 


THE DOCTOR is the natural medium «° intercommunication between the medical 
profession and the educated public. 


The Doctor has been described as— 

“The pith of the periodicals at home and abroad.” 

“The best epitome of Medical literature extant.” 

“The public opinion of the Medical Profession.” 

“A boon to every practitioner, as it contains in a few well- 
arranged pages all that is necessary ty keep any one au courant 
with the progress of Medical science and hterature.” 

“A complete review of Medical practice and literature in all 
countries.” 

The Docror, therefore, does not rival other journals, but is the 
natural Supplement to cach, and its low price places it within the 
reach of every Medical man. 

The circulation of the Doctor during the year L871l equalled that 
of any of the Medical weeklies, and every new number brings new 
subscribers. The Docror has been mentioned with approval, and its 
articles are regularly quoted by the |adivg journals of Europe and 
America. . 


Post-otfice orders or cheques to be made payable to Bailliero, Tidal, and Cox, 20 
King William street, Strand, London, W. (. Where it is difticult to obtain a Post 
office order, postage stamps (ALT-PENNY ones preferred) may be sent. No form of 
subscription is necessary, an ordinary visiting card or name and address on paper, 
enclosed with the amount of subscription, will secure the regular transmission of the 
Docror as soon us published. The Subscription for the year 1s 68. Post Free in the 
United Kingdom. 

In America, France, Belgium, Algicrs, Australia, and whenever the postage is one 
penny the subscription is 78.; India, Spain, Germany, and where the postage is two- 
pence the subscription is 8s.; Italy, and where the pustage is threepence, {s. 


Now Ready, price 3s. 6d., cloth. 


THE SEWAGE QUESTION: 


COMPRISING 


REPORTS on all the SEWAGE FARMS of the KINGDOM, 


And an Invaluable Series of 


CHEMICAL ANALYSES (FROM DR#. LETHEBY'S NOTES), 


BAILLIERE, TINDALL & COX, King William Street, Strand. 


all 
HOMCEOPATHIC MEDICINES, 


READY FOR SALE SUPPLIED FO THE TRADE IN 


COUNTER SHOW -CASES, 


At prices from £4 to £20, 
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B siz> Countcr Case, price £7 102, sulyject to Discount 
Contents realize when sold £12 35 


Tiunt 7 Matt 1 supplied qratis with cach iole Coe Agents Card of Instructions, 
giving © ory r quisite information respectmz Retul Pucs Refilhoz, the Preservation 
of Home path Medancs md thar vaious forms, the Dos and its Repetition, the 
best Bool to recommend both {1 inquincs and fx domestu treatment, & , 500 Hand. 
Indl for listribution, neath) printed on tinted pipcr, with Agent» nime, Show- 
cards a lan Tlustrited ind Descriptive Prospectus, giving evcrv wformation re- 
specting Homaop ithu Medicines, Medicine Chists, Books published on Joma spathy, 
the Tse, of Camphor and the Faternal Applications, Lomaopathic Dietetic 
Preparations, Toit Requisites, and 3 indries 


HENRY TURNER AND ©CO., 


MANUFACTURING HOM@OPATHIC CHEMISTS, 
77, Fleat Street, London, & 41, Piccadilly, Manchester. 


: 912 


WILLIAM MATHER, 


WHOLESALE AND EXPORT DRUGGISTS SUNDRYMAN, 
Court Plaster, Gold Beaters Skin, and Surgical Plaster Manufacturer, 
AND MEDICAL GLASS DEALER, 


14, BATH STREET, NEWGATE STREET, LONDON: 
84 CORPORATION ST AND 109 CHESTER ROAD, MANCHESTER 
Manulactory——-TRENTHAM STREET, HULME 
MATHER’'S ROYAL BALSAMIC PLAISTERS 


Are manufactured as tho ¢ sunction¢ L inl oriaied by Di Andicw Sm 4h for the use 
of the Soldacis und Mazancs in Scut ut Hospital 


Woort Shape, 1d I'd 2d °d td Gd Saddle Shyn,6d 1 


perdoven 8&d 1 Pi 2 2% 4/- yardozin, 1 °° 

‘Long Shapr, ld 2d od id Cd Sd Wanstakme d 61 
perdoven 8d I/f 2 2b 4/ CC! per dovam 16 > 4 

Oval 2d id ¢d Tmp Plumb: tor Lids Dicasts td 6 
perdoven, 14 25 {.- yar aczen, ~ 2S td 


Every des upti not Plaster uscd in Phumauy spread cn Leathe 
MATHER’S IMPROVED 


INFANTS’ FEEDING BOTTLES 


Command aicidy sale, and besides heang the che ipest ever introduced, we universal, 
adautted to 1¢ the mm t sample cantly unl dur ible 


No 1, 28 sive (Larthenwar Copy ca) jar dozen 14 Od 
» 4% 15 4, ) ” ‘5 < 0d 
"9 3 6d 5 ’ 9 dp 0d 
»,5 6d ,, (Mctal ¢ TY a 4g 0d 

5, od (No oor f pacheda No 21m boars) ss j id 


MATHERS NEW FERDING- BOTTLE, 
Che “ rincess.” 





IS ee IN SHAPE AND TOSSESSES ADVANTAGLS OVER 
Alf HI WS 


IS ene OK OT ULI LEAL ANDUPRIGHUTITE DING LBOLILIS 
IS PEREEFCLIN AC LION AND SIMELT IN CONSTRT C LION 
CANBI VPI ACE DIN ANY POSTTION WITHOUT DANG OF TT AKAGI 
CAN BL IMPLIED OF TISCONTINIS TO TE TAST DROP 


PRICE PER DOZ 7s Gd and 12s 


MATHER’S CHEMICAL FLY PAPERS, 20s. PER 1000. 
SPECIAL QUOTATIONS TO WHOLESALE AND EXPORT BUYERS 


WILLIAM MATHT) also manufietures and supplis all hinds of MI DICAL 
GLASS, DRUGGISTS’ sUNDRIIS, &c., and will be happy to forward 4 DELAILED 
Prict Lisi, with Terms and Discounts, post free on application, and feels assured 
his prices wall beara fuvourable companson with any published Catalogue 


210 


\ 


Published on the 10th of each Month 


MATHER’S 


ILLUSTRATED 


MONTHLY PRICE-CURRENT 


(HOM AND EXPORT) 


PROPRIETARY ARTICLES, 


PERFUMERY. SURGICAL PLASTERS, 
AND TRADE REPORT, &u. &t. 


Chemists and Druggists nol receiving tho above in duo course, 
are respectfully requested to forward thew names and 
addresses to W. MASHER, 4, Bath Strect, Newgate Street, 
London, when they will be placed on the register for regular 
transmission. 


Merchants, Shippers, and Wholesale Buyers desiring to have the 
above, with full particulars of terms and discounts, will kindly 
forward the Card of their Firm. 


LONDON WAREHOUSE 


14, BATH STREET, NEWGATE STREET, E.C, 





MANCHESTER WAREHOUSES MANUFACTORY 
84, Corporation Street, and yy Trentham Street, Hulme, 
109, ChesterRoad. 3 Manchester. 
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HOW'S STUDENT’S MICROSCOPE .° £5 5 0 


HOW’S MICROSCOPE :‘LAMP: WITH PORCE- 
LAIN SHADE : Pea ny eer » « . O10 6 
Dr: Guy’s NEw ILLUMINATOR HAND MICROSCOPE; 
Quited for both transparent and opaque objects. 


DESCRIPTIONS ON APPLICATION, 
@ me 2 


JAMES HOw, 
Successor to GEORGE s® KNIGHT AND SONS, 
MY. FOSTER LANE, LONDON, E.C. 


CAUTION - The GOLD MEDAL MARKING INK, without any 
Preparation, has the words upon each Label, prapared by the 


DAUGHTER OF THE LATE JOHN BOND 












Fac-sinile <= 6d and Is. 
AIS, FIRS? »'CrystalPalace 
a on CENT TOHER ,, 4 Labels. EBONITE ")} Marking Ink 
wo! No Pedestal, 
ee Containing 
Waiming Ink, Pen, and 


1s Linen 
Required.{ Stretcher. 










a y 
" veda 1 
De He 
= Fab. 
tne r ahi 


GOLD MEDAL 
1 MARKING INE, 
WITHOUT PREPARATION 
PREPARED ey tHe DAUGHTER 

m_OF THE LATE -«¢ 


b © 













MARKING 


* 


Fach in 


In Bottles, at 
Bottl t : 
Rhuc a a 6d. and Is 


CRIMSON | 







ma 


, Ay | 


None can be Genuine without the Trade Mark upon each Lahel, 


TRADE MARK. CRYSTAL PALACE 
WORKS 75, SOUTHGATE ROAD, LONDON, ENGLAND. 


The Ncatemue Notional Soaety ct Manuufa ture ond Commer | Pan have awode Time the 
SOLD MEDAL forpat tonnWabn Id Pxtrac fremthe Jeurt al April 1 iM ¢ hare 
Zoxeed AM Wolin fit Vidor ye frit os a ant fod une thisth mstsuacce fie 


ENLARGEMENT OF PREMISES 

All orders sent out the following day, Carts trom: the 
City twice daily No Person 0. Persons are Licensed by 
me to Manttacture the Pedestals in umnitation of my in- 
vention, Shippers send for Price Lists. 


Particular Notice 1s requested to the following List of Fronch 
Polished Glass Cases for the Counter, froo of Charge. 


No Tove Desk shy, contamur, § de 1, ta Pale Pede tals wath Ink, Pens 
ind Timen Stretcher 


Pdoven ds Crystal Palacc wi Roy Tndelabic mm Blue Wrappars und Black and 
gar Wlut Oval Tiebel de dozen Gd do do 


No 2c, contanme 3 do, un ls Orystul Palace and Royal Inde ible, Blue 
Wa Wripper, Blak md White Oval t abel, old style 


No J cast, cortamme 1 dozen is Crystal dulace md Royal Indelible, Blue 
eS Waappor old style, and 2 dov n, Od 


vo 4 cis, comtumng 3 dozen od (Crystal Palace and TR yal Indehble, Blue 
Gar Viapners, Blich and White Oval Label, old style 
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WARNER AND COMPANY, 


WHOLESALE AND EXPORT 


DRUGGISTS5S, 


20, CHARTHRHOUSE SQUARE, 
LONDON, EC 


LISTS FORWADED ON APPLICATION 


: NOTICE. 
Messrs. WILCOX & Co are legally appointed sole and exclusive Agents 
for the sale of Joy.s Cigares Anti-asthmatique, . «, «4/7 
for the United Kingdom and the British Colo- 17 Wee. 
nies. Bach genuine boxis signed attheend “, / 








WILCOX AND CO, 
ENGLISH FRENCH AND GERMAN CHEMISTS 
Agent, for Foreirsn Proprictay Medicines 
336, OXFORD STREET, LONDON 
SPLINTS—Most perfect yet hnown 
fiom aSh { hot otf Cocking $ Poroplistu Substonce, the mt dithcult 


Sphat of banda co aunt} onel im on oma tte Tnvauable, Fo Hetchingm | q 
(Jondon Hospital 


Hospital quality 2 of ora th \" Sh t oy \ Sheet iff otf ol— 


M dunn ae : x : . vol thed owe ts hat ae 
Fine st : 
— font te atl) 9 


q 


Coils suitibl tr Sonido oo Ti ae of S bar dages, froma ome meh to fonts 
inches in width, it Ss and le «1 per I 


Jo he obtuncd of Weis Cexcter, Gale, Arnold & Sons, Wools, Salt Ba 
mingham, and others, ind at tir Dey dt 


BENJ AMIN WILSON & Co, 
Walbrook House, Southwark Street, London. S.E 


Av METHYLENE 7 


Bichloride), 
D covered to’ ea g netal Auastheth by Dr Rrowirps ow iti 23 
from which tine we have given spe ral attenticn to us manufa ture 
peri once hisyroveditt be svfer ania cvery respect 
better than chicrcform L'} bottles les Soz Ys Ol tf 7 
le Od 2or, 23 63 


COMPOUND ANASTHETIC ETHER, 


| Tor producing L cal inasth aia In toz 1007, and 20 17 stopp red bottles 
25,48, and 73 
OZONIC ETHER (or Fthcreal S lution of Peroxide of re) for Diabetes 
Whoopmy ough & In1oz , 1007 and 20 07 bottles, 34 6d 7s and 124 

PEROXIDE OF HYDROGEN = (10 Volume: ) 
STYPTIC COLLOID, {» promoting the Healing of W ounds by the first 

intention for treating Open or Ket t Wounds and for arrcsting 
Wamorithage In2o-7 andivoys bottles with brush 23 6d 
and 4s 6d lo 2, 12s 

CHARCOAL CAPSULES containing pure Vegetable 

Ivory Chircvval, in boxy, 25 61 each 

















ole 


NITROUS OXIDE GAS. 


G BARTH & CO 


“6, DUKE STREET, BLOOMSBUBY LONDOYX, WO. 
LIQUID NITROUS “OXIDE MANUFACTURERS. 





A Pamphlet and Price Lest sent free Ob apphecation 
as above A French Edition how ready 





P oF NW DAL AWAPOLO INTEFNAT ON fiuT NO Wioil ui 


W. J. BUSIL & CO, 


(LIFL OF TTP EPITOO S2127 13> 


Manufrct ning Chenists 21 and 22 ARTILLERY L4NE BISHOPGATE LONDON EC 
MAKLRS OF EJ] FFRV.SCENT CI7PAIT OF MAGNI SIA 
Wots Mbil GROV HNACSNLIY 
FEUTE TSSENCES PSSENTEALD GPs sbaidi VINt 4 Poatdth ise 
Bs ¢ ice Lontur Cia Jima 2 Rua (3, a2 To aripe Sherry 
itacad Ima a cling Noniau 
OTLS OF COGNAC AND GRAPE FOun BRANDY 
Lb *ANDY “ol ee CAFITIA Tu 
Cras any N ) ih ts f \ 1 
| ( 1} bo | ) 
by rf VF PES Se OE vty | rf 
\ { ; r f | 


J 
rahG & D SLtubLeD Gd LYCERINE, | 
od m t | 1. {1 
with doa beord 


SPARGS REFINED GLYCLRINE 


~-> Poung 1 € 6 Pi 
TOILET GLYCERINE ARTICLES, Viz 
SARG’S SOLID GLYCERINE SOAP, inh it tlbul tect Fas 


Ritul baw , 1 Antivada usother Publ ts in Pouvn 


SARG’S LIQUID GLYCERINE SOAP Newilnvutor b tumely 
{on ms tifuds  Petul Prec, Is 


Saar i Ss SCENTED TOILET GLYCL RINE, in Gw B ttl Retal 
Vy (, 1s 
SOLE WHOTESALI ACENIS 


3CHMEDES & CO.,6 Castle Street, Falcon Square, London, EC 


SOTTON AND FLAX LINTS, CARDED 
COTTON WOOLS AND BANDAGES, 


MANUFACTURID ITY 


ROBINSON & SONS, Wheat Bridge Mills, Chesterfield. 
Depot—17 Bouverie Stieel Fleet Street London LC 


SPHCIATTIY Cotta Prt ois linth lar ot Hoop tal a th Lrat Lh nglom 
We guirante bo yiul v of al Lint irnak Fearn, ur Lirade Marl 


"r 1Dr Marw 
Can be had thiough Wholesale Diuggists, Diuggists’ 


| N T, Sundrymen, 01 direct fiom the Makers. 
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JOHN TANN’S 


(ESTABLISHED 1795+) 


NEW PATENT WEDGE-PROOF SAFE. 
RELIANCE MACHINE MADE FIRE PROOF SAFES. 

=) PATENT RELIANCE LOCKS 

IMPROVED LEVER LOCKS AND LATCHES. 

f| CASH AND DEED BOXES. 

ll, "NEWGATE STREET, LONDON. 


ev 








DRUGS, CHEMICAL, PHARMACEUTICAL 
PREPARATIONS &c. 


PRIZE MEDAL 
PARIS EXHIBITION, 1867. 


BURGOYNE, BURBIDGES, & Co.. 


Wholesale Druggists, and Manufacturing Chemists, 
‘ 
16. COLEMAN STREET, LONDON, TC 
L'STS QUOTATIONS AND SAMPLES FORWARDED ON APPLICATION 


FSTABLISHED i741 





ADIE, 
Mptreran, 


15, PALL MALL, AND 24, REGENT STREET, VINCENT SQUARL LONDON, 8.W 


Moonutactnigr of dransits, Theodolites, Levels, Patent Lheod ute Tevel Circum 
ferenters, Promivic Comp iscs, Bow Sextants, Drawing Lustruments ind Sc ules, also of 
all hind of best quality me teorolo,ie dings ruments = Micsoscoocs Utted with submer- 
som covaas for the Cx umn ation of winay deposits, asa commend d by Dr Dudgeon 
also Dis spectacles for divers defining de aly under w eter 
ADIE’S PATENT HORSECLIPPER, of best workmanslp, performanc 
guarante d,yuce tos to fl 1+ Polished Pattcin, with beuss washers, and movin 
ovcr two tecth prc LL ds 


WEHDGWOOD'S ., 
DUPLICATE PRESCRIPTION BOOK. 


~N es ee SO 


This neat little apparatus;is enclosed in a morocco portfolio, 
pocket size, and produces by once writing a prescription and 
cop} of same, in permanent ink, thus enabling a practitioner to 
make easy reforence. 6 


PRIGE COMPLETE; 12S. 6D. 
OTHER PATTERNS FOR LETTER COPYING [ROM 10s 


MANUFACTORY-9, CORNHILL, LONDON 


OR PHLOTCH ANY POOKSEETI I ® 





MEDICAL GLASS BOTTLES. 


EARTHENWARE. 


PILLMACHINES AND BOXES. 


SUNDRIES GENERALLY. 


BROWN & COMPANY. 


(Successors lo WILLIAM BROWN, late of Holborn Bars.) 





18, GILTSPUR STREET, EC, 
R. B. EDE & Co. 


(Esteblished upwaitls of Fifly Yeo? ), 
WILIOLESALE AND EXPORT PERFUMERS, 
Manufacture: off hc tPioparations for Dumestic Pur ions and Import . of Fancy Goods 








Job Whaithy Tavng become Sole Propretar ci ROBoade md pr parati ns respecttully 
invite the atterd: mick ub wh are vittimg Paptiad for they arye f fusing y ifumery ¢> the 
fullowm, listefariclke md olor the faomechas dtol slow h om whi hl econtans ample 
of the follow my 

Perfumes im didl on? om ylam ind fancy Cut Pe tile Vouugrettcs Smulling oft) Dinmene 
Cemert Saches Pomad Co sneoques Han Wah Chery Joth Pate fol t Powders, 
Complexion Powu as Cold Cream, Ty Selves Te det sap Shavings saps Tooth Prushes, Peeding 
Bottles, Breast Drawer beat, Sutscf Demer Cacheu Ar imatise bastiics Marking Ind Court 
Plasters Gold Le ter Shin Berens Pevacle,d quid Gluc Tuniture Con position Plate Pr eder, 
Chemical Pohsinng 7 ste, Brurswicl Diack &t, which co mde dad through iy Whelesal House, 


or direct from the Taborat ry, 6, Wor lap Sect, J usbary Square JC, aud $7 & 19, Mortimer 
Road, Wo Tafo4di2s Cinnon Street FC 
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PRICE LIST. 


CHARLES WARD AND SON, 


WINE MERCHANTS 


(Lslablisled upreart’s of 100 yrars), 


1, Chapel Street West, Curzon Street, Mayfair, 


LONDON, W. 


gg Our principle in drawing up this List has been to quote CHEAP WINES 
that are GOOD, and FINE WINES that are CHEAP. 


oN! LL 4, 


SHERRY 





C.WARD & SON. 


. Mayfair, W, Lond on. 





A Single Doven sent Carriage Paid. 


LOT7LES INCLUDED ag eH eter 
aay of Qr Cask of 
Dozen | Ga lon | 7 re | 27 Gallons 








SHERRY.—No, 1. Pale Good  .... 2... 1s | 2 6 | 11 6! 10 2 6 
2. Golden ......... 2) 8B by YQ in 6,11 9 6 
3. Pale dinner Wine... 91110 6 | 813 61k 3 6 
4 GOldGH: sAvnasceseats % |; 11 6; 4 0 611510 6 
o “The Table Sherry,” | 

as advertised im the 
Times. A. good wine, 
rather dry 12 6 | 4 7 611617 6 
Selected 28 | 13 61414 6/18 4 6 
6. Golden ......Selected 32 114 6] 5 1 6/119 11 6 
7. A dry, pale Wine... 34 35 686 5S 8 612018 6 
8. Golden .....6 sevceeee | 
9. © The Mayfair,” rich, | 
of bright light | 
amber colour °6 [6 6! 515 6°22 5 6 


221 


WINES. 


BOTTLES INCLUDED 
Per 
Dozen. 


10.“ The Mayfair,” 
dry, and of Am | 
tillado vharactet.. 
Advertised as“ fit for a Gentleman's 
Table.” 


oO 





TL. Goldie ss: Selictag 2S 
IZ. Dry pale  .....csscee. 10) 
13. Fullrich pale ..... #2 


1k. 
Lb. 
16, 
17. 


16. 


Dry old pale Selceted If 
Rich old golden Sc/. 46 
Pale dry Amontillado 46 
Superior old pale 
nutty 
Superior rich 
golden 
Manzamglla Sherry 36 


oreetrenscege 


19. 


21), Superior pale Mauza- 
Hilla ce xaiees 4§ 

“1, Montilla ........0006 AR 

a fine old... 72 


Very old Wines, from 
ols, to 108 


TENT.—No. 23. Finc Rota ou... ee ae 
MARSALA.—No. 21. Good ccc DO 
é 
TARRAGONES.— No. on, A rich Red 
IW ih ras vad ona ee ainsece waeataveee 1x 
2G, Drier wo... 31 
Of this quality we arc the sole importers. 
PORT .—No. 27. Good Wine fromeask 4 
28. Full Wine 30 
29. Crasted Wine, oud 
M bottle wees OU 
30. Good old 7 42, 
ol. Dry old is 48 
302. Rich old < AS 
33. Vintage 1547, a few 
COZENS vecsvcerecssorerseese Ot 
ory fine and searce, the price sie under 
value. 


Old fine Wines from...54s. to 70 


eae 
| 
| 
{ 
| 


—— eee a rs es ee as wee eee —  ——— 


Seat NOT "| O-Cas 


Gallon | 


\. 


lu 


-— 


é 


19 
2) 


21 


Gud 
pares 


wh 


16 


ore) 


am fs 


10 
13 





Drum of r- Cask 
a Gallons, | a callony 
ad. 
ala 6 eT tae § 
6 2 Gly 12 ¢ 
6 9 Oop yo @ 
616 6 26 6 6 
7 3 YO7 I @ 
710 Bl2o Gg ¢ 
(17 6139 7 6 
S18 6/34 4 ¢& 
1S Clay x ¢& 
a i 6 | JQ 4 ¢ 
717 6 | 30 OF 6 
| Qr. Ck. of 

22 Gs 
~19 Gi 9 7 O 
Qr Fee of 
Y1) Gi 10 ld @ 
ane ) 12 1Z ¥ 
o13 6; 1h 74 6 
4{1{ 6,15 18 0 








«ee 
WINES 

: Per Dozen. 
CLARET,-—No. o Pair “ordingaire” ......cccccsccescecccccce cascescesess 14s. 
Grand ordinaire”? ..........cceccccccccunssesaceceuees 18s. 
36 A pleasant, inviting Wine ..... 0. eee eee ees 248. 
37. Showing some breed and bouquet........csecereees 308. 
38. Chateau d’Arche Ludon ......... ccc cc ccc sseeeeeee ees 3O8. 
elz TUQN POR isicsnacebicvanrseastesbicusdnaovescaisb enseceoeawes Fre. 
4(), Chateau Giscour BOC erence ne neg eneens 60s. 
AL: VieO yl acevaewerde se. woaaccnmaateiiemuncisaseeher 66s. 
42, Mouton de Rothschild ..... ......ccccceccccovsvceseees 7238. 
FSO (Pr 0) © eee ne oc Pn CRC Dn Ss. 
4A, Lafitte peneeleneee , eee eee eee eer 968, 
BURGUNDY.—45 & 46. “ Ordinaire”’ sevesconee encecsceceees 200, Oho. 
AOE AR BROANNG: Sek bk ses encciois Severs cabanas O08. 34s. 
49, Pommard syne tps nelhic 6d CML Ranumon ne eiahewewea eae eA 368. 
BOs VOlIRY = -uvcxyicas carats sean Sousinsuleome unger cauamenaaasaion OK. 
Fe L< ch OR LONI nis ate aarons eased uw euuudaieenareedaweatasarhaueeia ereeee As. 
62. Riehcbourg.............. sii setae alee sctasietaeSetcccuanens 2s. 

Oe AROTIATIOG aeason le Sain eelaiereuancad naan wees au eecomeeavaean 6Us. * 
BRAUIOUAIC 04s, cccrosteddeesteviesacas Pain Gesuinaaitase nannies 18s. 
SAUTERNE., -55. A fine Wine, not Sweet eiccccccccccecesscsseveeeeees 38:. 
HG. Chute PelnOb < ic rcaov ewes eetaak whiveesecuncvences 18s. 
HOCK............ Be ON jepeleim ccs siveccssaeed-ccser eae: ns A ceecaeaoenee OAs, 
Oise CLEISONIICIIE « .dvexvanciuuiendueweeu due sa vdeaee sue ldouswade 3Qs, 
FCs SPR ATTOMLL Lilt: auesen'e2e bcos lu coos a vheon eartnoueabe eee oceaad ed oceans 368. 
GU: hulestiennn: Ove” gad csievencceahcawsanuisadvaniaies 42s. 
Gi. eile lO seacecerevddecsaca desvaanac 46 easoeases HOs. 
G2, Marcobruuner ..ccccccccecccccescscceeceeuees seseceeegs 60s, 
Gi. dolamniisbere’ CIs. scenes sramenestessoagiandan sens 70s. 
Gi. Stembere Cabinet: cs.:cic sess stsdeeeens sesiessctess Ys. 
MOSELLE...... Gh. Brativbere: silicnusth iaicciscamaen les Ogle: 
66. Schartzberg ...... eines Doieenaaieesa es ous. & te. 
67. Oligsber® ...sceen D Asa ateerataaeian nisi 60s. 
SPARKLING MOSELLE and HOCK .... .............5838, Oss, 186. 60s. 
MADEIRA......... A -Giie Win. pcsccaiessncae ee cee aiaea Se baeeaenes A&s. 
CHAMPAGNE co Crown: snisdepivtraveatividentied Oecd eaatieac arts odnskis 808. 
Verrier Jouet, 3rd quality... ccc cee cee see eeneeeeeeees BR, 
‘ ANd QUAlity....ccerececccccscoseecsceeseeese 48a, 
Z Tab. Gaality cnesencavecivesscascsusdeed igs HOS: 
Wachter aud Co.'s Gitto .......ccceee coeccenccecssccvecs 60s. 
Superior dry, 1st quality extri.. itsasiescaiasiaus. “OCB: 


All other brands can be supplied at prices propor untionately moderate. 


SPIRITS. 


‘The following Brandies are pure French Spirit, so far as direct im- 
portation can secure genuineness. 
Bottles ingrade Jar nor, eae 


BRANDY...68. Good Cognac ‘Ten degrees underproot 40s. ae 185 6d. 
69. Fine Cognac iLtOs sacestaccveres 50s. .. 23 6 
70 Fine old Cognac Cit .ccieccaisesacese Ofisy 6 SL 6 
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SPIRITS. - 
Bottles included. Jar not included. 
. . , Per doz. Per Gall. 
RUM......... 71. Fine old Jamaica Five degrees underproof 36s. ... 16 
GIN ....--... 72. Finest, unsweetened, Fall strength......... B28. .. 14 6 
70. Ditto, cordialized Gil tOnis sessaseeenns O28, oe 14 6 
HuLLANDS ™. Schiedam. in Dutch Bs. De Kuypers... 32s. 
, 72» Ditto ditto ...Wynand Fockinks 42s. 
WHISKEY 76. Good Scotch PROOF oecceceshascouece 30s. .. 166 
77. Finesc Glenlivat iGO: severeeuenssienss . 428. .. 19 6 
78. (tood Irish WOO vessevencca dons dbs. ... 16 6 
79, Finest old Irish ditto sstseeeeeeeeseuans 12s, ... 19 6 


LIQUEURS...The following are the best imported, und are all Foreign. 
CuRacoa, MARASC HINO, NOYVAU... ec ceereeeeeeneneeeceees 9, per Bottle. 


A Full List of Liqueurs can be had on application. 


NOTES AND REMARKS. 


CASES, if not returned to us, are charged at 2s. per dozen. We cannot be 
answerable for cases returned if the original direction cards are removed 
or defaced. The railway charge must be prepaid on all “ Rriurns,” or 
the cases are now not sent forward by the railway companies. 


BOTTLES. We allow for our own Bottles (with C. W. S, in punt) 1s. per 
dozen, and 6d. per dozen for oAlinary bottles, which are useless to us, as 
we do not bottle 1m them. 


PACKAGES. Stone bott/es, covered with basket work, are charged at 1s. 6d 
a Gallon.—? Gall. Drums and Cases, 10s. Adamas tap, 1s. 6d.—Qr. Casks 
10s. Tfany of these packages are returned to be re-filled no charge i» 
made, and when finally returned (in good order) we allow Is. 3d. per gal- 
lon for the stone botiles, 8s. 4d. for drum and case, and 8. 4d. fora 
(Juarter Cask. 


CARRIAGE. We pay carriage to any railway station in England on even 
a single dozen. Ifcharged a second time by the railway officials, on re- 
ceipt of the carriage note we will recover and remit the amount. 
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SAVORY AND MOORE’S 
SPECIAL PREPARATIONS 


and Appliances in aid of Medicine and Surgery. 


EUCALYPTUS GLOBULUS, or Fever Tree. Prenarations— 
Tincture, Fluid Extract, Solid Extract. Powder, and Essential Oil. 


‘“‘“Employed with sucecss in Intermittent Fever, Bronchitis, Asthma, &e., and 
strongly recummended as a Tonit and Stimulant.’ —Vide Tur Lancer, April 20th, 
1872, page 097. 


LACTO-PHOSPHATE OF LIME. 
LACTO-PHOSPHATE OF IRON. | WINE and SYRUP. 


N.B.—The Svrups are nore concentrated than Dr. Dusart’s, and the 
patient consequently takes considerably Iss sugar in a dose. 


GENUINE PANCREATIC EMULSION, as originally pre- 
as by them, and the only kind reco; gnised by the Medical 
Profession. 


THE BEST FOOD FOR INFANTS. Uscd in the Nurseries 


of the Royal Families of England and Rupsia. 


PURE PANCREATINE cfiects the digestion and assimilation 
of Cod-liver Oil and fatty substances gener rally. 
PancrEaTINE PowpeEr, Pitus, and Wing, and Pancreatic Cocoa, 


PANCREATISED (DIGESTIVE) COD-LIVER OIL. The 
labels give directions for producing a Pancreatic Emulsion, and a 
test for the digestive principle. 


ETHERODYNE. Svurerior ro (t.LoRoprne. 
A perfectly clear, bright fluid, readily miscible with water, £e. 


KHEESAH, OR IMPROVED FRICTION GLOVES AND 


BELT. For promoting a healthy and agreeable action of the 
skin. 


DATULA TATULA, for inhalation in Asthma, Bronchitis, &c. 


Cigars and Cigar eites, Pastilles, and in the form for use by means 
of the REGISTERED MEDICAL PIPES, vented by Janus 
Birp, Esq., by which the amount of smoke and air inhaled may be 
regulated. 

THE DISINFECTING VAPORIZER (PATENT). For Dis- 
infecting and Purifying the air of Rooms and Articles of Clothing, 
Bedding, Furniture, &c., during and after small-pox, fevers, he; 
also preventing infectious diseases. 


SAVORY AND MOORE, 
143, NEW BOND STREET, LONDON. 


